. 4 Vermont Department of Health Laboratory
/\.\ Toxicology Program
195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
(ph) 802-863-7336; (fax) 8§02-863-7632

Certificate of Analysis of DataMaster Certification Solution

On 4/23/2010, an ethanol solution was prepared by Amanda Bolduc for use asa
DataMaster Certification solution. The solution was prepared per standard laboratory
practice and assigned the lot number 10-30-080 and an expiration date of 4/23/2011.

On 4/23/2010 and 4/30/2010, the solution was analyzed by Darcy Richardson and
Amanda Bolduc. Analysis of the solution was performed using headspace gas
chromatography. The instrument was calibrated on the day analyses were begun. It was
found to have met required quality assurance performance specifications and was operating
properly. Quality checks throughout the analytical process demonstrated that the instrument

continued to operate properly. 0 g{ 5\4} i @

This solution is certified as presenting 0,080 g/210L simulated breath ethanol
concentration and approved for use as a DataMaster Certification solution.

Dated at Burlington, Vermont on Tuesday, May 04, 2010.

I8 7]

vy Lol

/B
(7 Darcy Richardson

Alc 902 rev 0 (03/08)




Lot# 10-30-080

Prepared by  ALB
Prepared on 4/23/2010
Expires on 4/23/2011

Analyzed on  4/23/2010 & 4/30/10
analyzed by DMR and ALB

0.0800  0.0838 Target 0.081
0.0806  0.0821 StdDev  0.001003
0.0799  0.0816

0.0799  0.0811

0.0797  0.0812

0.0795  0.0811

0.0795  0.0825

0.0801  0.0816

0.0815  0.0812

0.0793  0.0810

0.0803  0.0811 . wy
0.0810  0.0812 w \/"0
0.0825  0.0815 6\
0.0800  0.0785 6\

0.0803 0.0814 mean
0.000878 0.001127 std dev




Chrom Perfect Calibration File

File Name: C:\Methods\BloodAlcohol4.cal
Version: 262

Creator:

Description:

Reason for change:

Internal standard calibration

No injection volume correction

No sample weight correction

Area reject threshold:

Reference peak area reject threshold:
Amount units:

No default component

15000
0

Method of calculating data point averages: Equal weight for all updates

No calibration update report

All levels are normal data points.

3 Ethanol
10 — Expected retention time: 2.569 minutes
. e . .
1 .~ | Search window: 0.1 minutes
1 ] e Internal standard component: 7 (n-Propanol)
1.0 No retention time reference component
‘Gg = Group number: 0
0.8+ , -
o : High alarm limit: 0
§ 0.7 Low alarm limit: 0
g 06 = Component constant: 0
o ]
< 054 ,' ‘ o
0.4 . Single peak quantification by area
~ | //
0.3 Y =258792 X +0
0.2~ o
014 7 Linear fit with equal weighting, forced to origin
N [a) . . .
0.0 12 Coefficient of determination: 0.9999874
: 0.00 ' 0 '10 ' 0 [20 ' 0 230 ' 0 AO " Average error: 0.904%
’ ' A. R : ’ Average CF: 2.093162
mount Ratio RSD: 55.935%
Level Amount Response Cal Factor Error, % Amount Ratio Response Ratio Source . Date and time
1 0 (0) - 0.000 0 Manual 4/11/2005 10:03:40 AM
2 003 2382905 7943017 3.766 003  8.056147B-02 C:\Alcohol Data\Alc042210\AIc042210,0003.BND  4/22/2010 1:23:13 M
3 0081 6187489 7638875 0.635 0.081 02109529 C:\Aleohol Data\Alc042210\Alc042210.0004.BND  4/22/2010 1:38:18 PM
4 0219 1693633 7733484 0.065 0219 05671219 C:\Alcohol Data\Alc042210\AIc042210.0005.BND  4/22/2010 1:53:17 PM
5 0437 3360701 7690391 -0,056 0437 1.130289  C:\Alcohol Data\Alc042210\AIc042210.0006.BND  4/22/2010 2:08:20 PM
Page 1 of 1

Printed on 4/26/2010 8:52:27 AM




Chrom Perfect Chromatogram Report
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-3.91
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-3.43

1000 -
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- INT+
-SBN

I

1.0 1!5 2!0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 4/23/2010 Today's Time = 8:32:05 PM
Bound File Name = Sim042310.0034.RAW
Sample Name = CCS
Date Taken = 4/23/2010 8:32:00 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 262
Peak RetTime Peak Area Amount
Number (min) Name % WT/\VOL
2 2.58 Ethanol 632728 0.0810
3 3.43 t-Butanol 2545731 1.0038
4 3.91 n-Propanol 3017877 1.0000
Page 1 of 1

Printed on 4/23/2010 8:32:05 PM




Chrom Perfect Chromatogram Report
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-2.58
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5

Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/23/2010

Bound File Name = Sim042310.0035.RAW
Sample Name = 0.08 Sim DMR

Date Taken = 4/23/2010 8:47:01 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 8:47:04 PM

VDH Headspace Alcohol

Calibration Version = 262

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.58 Ethanol 759102 0.0980 0.0800
3 3.43 t-Butanol 2517342 1.0013 0.8173
4 3.91 n-Propanol 2991846 1.0000 0.8162

Page 1 of 1

Printed on 4/23/2010 8:47.04 PM




Chrom Perfect Chromatogram Report
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-2.59

-3.43
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/23/2010 Today's Time = 9:02:14 PM
Bound File Name = Sim042310.0036.RAW
Sample Name = 0.08 Sim DMR
Date Taken = 4/23/2010 9:02:03 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 262
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.59 Ethanol 764416 0.0988 0.0806
3 3.43 t-Butanol 2503662 0.9961 0.8130
4 3.91 n-Propanol 2991052 1.0000 0.8162
"Page 1 of 1

Printed on 4/23/2010 9:02:14 PM




Chrom Perfect Chromatogram Report

1000 |
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-2.59

110 ‘ 1.>5 ' 2fo
Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/23/2010

Bound File Name = Sim042310.0037.RAW
Sample Name = 0.08 Sim DMR

Date Taken = 4/23/2010 9:17.05 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

2.5 ' 3.0 ' 3.5 ‘ 4.0 ' 4.5 5.0
Today's Time = 9:17:09 PM

VDH Headspace Alcohol

Calibration Version = 262

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.59 Ethanol 750940 0.0979 0.0799
3 3.44 t-Butanol 2484840 0.9980 0.8145
4 3.91 n-Propanol 2963064 1.0000 0.8162

Page 1 of 1

Printed on 4/23/2010 9:17:10 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/23/2010

Bound File Name = Sim042310.0038.RAW
Sample Name = 0.08 Sim DMR

Date Taken = 4/23/2010 9:32:07 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 9:32:13 PM

VDH Headspace Alcohol

Calibration Version = 262

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 740413 0.0979 0.0799
3 3.44 t-Butanol 2473052 1.0066 0.8216
4 3.91 n-Propanol 2923633 - 1.0000 0.8162

Page 1 of 1

Printed on 4/23/2010 9:32:14 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/23/2010 Today's Time = 9:47:11 PM
Bound File Name = Sim042310.0039.RAW
Sample Name = 0.08 Sim DMR
Date Taken = 4/23/2010 9:47:08 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcchol4.cal Calibration Version = 262
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 750190 0.0977 0.0797
3 3.44 t-Butanol 2489576 0.9982 0.8147
4 3.91 n-Propanol 2967957 1.0000 0.8162
Page 1 of 1

Printed on 4/23/2010 9:47:11 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 25 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/23/2010 Today's Time = 10:02:17 PM
Bound File Name = Sim042310.0040.RAW
Sample Name = 0.08 Sim DMR

Date Taken = 4/23/2010 10:02:10 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 262
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.59 Ethanol 734501 0.0974 0.0795
3 3.44 t-Butanol 2434012 _ 0.9944 0.8116
4 3.92 n-Propanol 2912897 1.0000 0.8162

Printed on 4/23/2010 10:02:17 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 25 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/23/2010 Today's Time = 10:17:18 PM
Bound File Name = Sim042310.0041.RAW
Sample Name = 0.08 Sim DMR

Date Taken = 4/23/2010 10:17:11 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 262
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 788773 0.0974 0.0795
3 3.44 t-Butanol 2631107 1.0008 0.8168
4 3.92 n-Propanol 3128634 1.0000 0.8162

Printed on 4/23/2010 10:17:18 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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7 T T T

T " 1 " T
1.0 1.5 2,0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/23/2010

Bound File Name = Sim042310.0042.RAW
Sample Name = 0.08 Sim ALB

Date Taken = 4/23/2010 10:32:10 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

T T T ) T i T i T
2.5 3.0 3.5 4.0 4.5 5.0

Today's Time = 10:32:11 PM

VDH Headspace Alcohol

Calibration Version = 262

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.60 Ethanol 780774 0.0982 0.0801
3 3.44 t-Butanol 2595321 1.0049 0.8202
4 3.92 n-Propanol 3073358 1.0000 0.8162

Page 1 of 1

Printed on 4/23/2010 10:32:12 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/23/2010 Today's Time = 10:47:20 PM
Bound File Name = Sim042310.0043.RAW
Sample Name = 0.08 Sim ALB

Date Taken = 4/23/2010 10:47:18 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 262
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.60 Ethanol 778037 0.0998 0.0815
3 3.44 t-Butanol 2534226 1.0011 0.8171
4 3.92 n-Propanol 3012458 1.0000 0.8162

Printed on 4/23/2010 10:47:21 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1000 +

800

600

400 -

200

INT+
- SBN

-345

-2.60

_

1!0 ‘ 1!5 ' zfo
Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/23/2010

Bound File Name = Sim042310.0044.RAW
Sample Name = 0.08 Sim ALB

Date Taken = 4/23/2010 11:02:25 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

T i T i 1 T 1 " T
2.5 3.0 3.5 4.0 4.5 5.0

Today's Time = 11:02:32 PM

VVDH Headspace Alcohol

Calibration Version = 262

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.60 Ethanol 754324 0.0972 0.0793
3 3.45 t-Butanol 2524607 1.0020 0.8178
4 3.92 n-Propanol 2998450 1.0000 0.8162

Page 1 of 1

Printed on 4/23/2010 11:02:32 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5

Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/23/2010

Bound File Name = Sim042310.0045.RAW
Sample Name = 0.08 Sim ALB

Date Taken = 4/23/2010 11:17:14 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 11:17:23 PM

VDH Headspace Alcohol

Calibration Version = 262

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.60 Ethanol 766831 0.0984 0.0803
3 3.45 t-Butanol 2530250 0.9994 0.8157
4 3.92 n-Propanol 3012822 1.0000 0.8162

Page 1 of 1

Printed on 4/23/2010 11:17:23 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 45 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/23/2010 Today's Time = 11:32:22 PM
Bound File Name = Sim042310.0046.RAW
Sample Name = 0.08 Sim ALB

Date Taken = 4/23/2010 11:32:15 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BioodAlcohol4.cal Calibration Version = 262
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.60 Ethanol 746579 0.0992 0.0810
3 3.45 t-Butanol 2433904 0.9964 0.8133
4 3.92 n-Propanol 2906829 1.0000 0.8162

Printed on 4/23/2010 11:32:22 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoin-JFH.met. FMT

Today's Date = 4/23/2010

Bound File Name = Sim042310.0047. RAW
Sample Name = 0.08 Sim ALB

Date Taken = 4/23/2010 11:47:17 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 11:47:23 PM

VVDH Headspace Alcohol

Calibration Version = 262

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 2.60 Ethanol 752365 0.1011 0.0825
3 3.45 t-Butanol 2398142 0.9928 0.8103
4 3.92 n-Propanol 2874679 1.0000 0.8162

Page 1 of 1

Printed on 4/23/2010 11:47:23 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/24/2010 Today's Time = 12:02:22 AM
Bound File Name = Sim042310.0048. RAW
Sample Name = 0.08 Sim ALB
Date Taken = 4/24/2010 12:02:18 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 262
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.60 Ethanol 767549 0.0980 0.0800
3 3.45 t-Butanol 2553846 1.0046 0.8199
4 3.92 n-Propanol 3025374 1.0000 0.8162
Page 1 of 1

Printed on 4/24/2010 12:02:22 AM




Chrom Perfect Chromatogram Report

2500

2000 8
o
1500
w
<
1000 | w
500 - o
. N
> )
I
0 ! T T | e
T T T T T 1 T T T T T
1.0 1.5 2.0 2.5 3.0 35 4.0 45

Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 4/24/2010

Bound File Name = Sim042310.0049.RAW
Sample Name = CCS

Date Taken = 4/24/2010 12:17:21 AM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

Today's Time = 12:17:27 AM

VDH Headspace Alcohol

Calibration Version = 262

5.0

Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 2.61 Ethanol 644431 0.0810

3 3.45 t-Butanol 2595616 1.0051
4 3.93 n-Propanol 3073247 1.0000

Page 1 of 1

Printed on 4/24/2010 12:17:27 AM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4,0

Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 4/24/2010

Today's Time = 12:32:26 AM

Bound File Name = Sim042310.0050.RAW

Sample Name = CCS

Date Taken = 4/24/2010 12:32:20 AM

Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

VDH Headspace Alcohol

Calibration Version = 262

5.0

Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 2.61 Ethanol 645528 0.0814
3 3.45 t-Butanol 2593395 1.0073
4 3.93 n-Propanol 3063746 1.0000

Page 1 of 1

Printed on 4/24/2010 12:32:26 AM




Chrom Perfect Calibration File

File Name:
Version:

Creator:

Description:

Reason for change:

C:\Methods\BloodAlcohol4.cal

268

Internal standard calibration

No injection volume correction

No sample weight correction
Area reject threshold:
Reference peak area reject threshold:

Amount un

its:

No default component

15000

0

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 Ethanol
1217 71 Expected retention time: 2.55 minutes
' ]’ .~ | Search window: 0.1 minutes
11 ya Internal standard component: 7 (n-Propanol)
1.0 e No retention time reference component
0.9 e Group number: 0
0.8 / . o
o 1 High alarm limit: 0

5 0.7 / Low alarm limit: 0

o 0.6+ Component constant: 0

g i

< 0.5 . . .
04.] Single peak quantification by area
0.3 // Y =2.587945 X + 0
0.2 /
01 E/’ Linear fit with equal weighting, forced to origin
0.0 Coefficient of determination; 0.9999886

‘ 0.00 0.10 ’ 0 ‘20 ' 0 ‘30 ' 0 ‘140 Average error: 0.806%
' ' A' (R t: ' Average CF: 2.090462
mount Ratio RSD: 55.921%
Level Amount Response Cal Factor Error, % Amount Ratio Response Ratio  Source Date and time

i 0 © 0.000 0 Manual 4/11/2005 10:03:40 AM
2 0.03 . 240524.1 8017470 2.953 0.03 0.0799313  C:\Aleohol Data\Alc042710\Alc042710.0003.BND  4/27/2010 12:16:35 PM
3 0081 6291014 7766684 0.893 0.081 02114951 C:\Alcohol Data\Alc042710\Alc042710,0004.BND  4/27/2010 12:31:34 PM
4 0219 1688405 7709612 0.111 0219 0.5673875  Ct\Alcohol Data\Alc042710\AIc042710.0005.BND  4/27/2010 12:39:35 PM
5 0437 3406374 7794906 0,072 0.437 L130113  C:\Alcohol Data\Alc042710\Alc042710,0006.BND  4/27/2010 1:00:43 PM

Printed on 5/4/2010 2:27:14 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT
Today's Dvate = 4/30/2010 Today's Time = 7:44:51 PM
Bound File Name = Sim043010.0017.RAW
Sample Name = CCS
Date Taken = 4/30/2010 7:44:41 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 268
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 2.53 Ethanol 634348 0.0820
3 3.38 t-Butanol 2487913 0.9856
4 3.87 n-Propanol 2989304 1.0000
Page 1 of 1

Printed on 4/30/2010 7:44:51 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2,5 3.0 3.5 4.0 4.5 5.0

Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 4/30/2010 Today's Time = 7:59:43 PM
Bound File Name = Sim043010.0018.RAW
Sample Name = CCS

Date Taken = 4/30/2010 7:59:40 PM VDH Headspace Alcohol
Method file = BloodAlcohold.met
Calibration file = BloodAlcohol4.cal Calibration Version = 268
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
2 2.53 Ethanol 633111 0.0817
3 3.38 t-Butanol 2505989 0.9910
4 3.87 n-Propanol 2994858 1.0000

Printed on 4/30/2010 7:59:43 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1000 -

-3.38

800 —
600 4

400 +

200 - L q
J D

© N

J ) < |

! L L /’\e/

T T T T T i 1 T 1 ' T ' T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5

Format File Name = simsoln-JFH.met.FMT

-2.53

INT+
- SBN

5.0

Today's Date = 4/30/2010 Today's Time = 8:14:54 PM
Bound File Name = Sim043010.0019.RAW
Sample Name = 0.08 Sim ALB

Date Taken = 4/30/2010 8:14:47 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 268
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.53 Ethanol 775371 0.1027 0.0838
3 3.38 t-Butanol 2439244 0.9904 0.8083
4 3.87 n-Propanol 2916818 1.0000 0.8162

Printed on 4/30/2010 8:14:55 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/30/2010

Bound File Name = Sim043010.0020.RAW
Sample Name = 0.08 Sim ALB

Date Taken = 4/30/2010 8:29:54 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 8:29:58 PM

VVDH Headspace Alcohol

Calibration Version = 268

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.53 Ethanol 746737 0.1006 0.0821
3 3.38 t-Butanol 2387187 0.9856 0.8045
4 3.87 n-Propanol 2868322 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.53 Ethanol 731457 0.1000 0.0816
3 3.38 t-Butanol 2340578 0.9805 0.8003
4 3.87 n-Propanol 2826946 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 268
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.53 Ethanol 719476 0.0993 0.0811
3 3.39 t-Butanol 2320782 0.9820 0.8015
4 3.87 n-Propanol 2798820 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal Calibration Version = 268
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.53 Ethanol 759913 0.0995 0.0812
3 3.38 t-Butanol 2462473 0.9882 0.8065
4 3.87 n-Propanol 2951181 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.53 Ethanol 749301 0.0994 0.0811
3 3.38 t-Butanol 2435558 0.9904 0.8084
4 3.87 n-Propanol 2912249 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

Today's Time = 9:44:58 PM

VDH Headspace Alcohol

Calibration Version = 268
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.53 Ethanol 746365 0.1010 0.0825
3 3.39 t-Butanol 2385803 0.9899 0.8079
4 3.87 n-Propanol 2854331 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal Calibration Version = 268
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.53 Ethanol 751482 0.1000 0.0816
3 3.38 t-Butanol 2415931 0.9854 0.8043
4 3.87 n-Propanol 2903545 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.53 Ethanol 744001 0.0995 0.0812
3 3.39 t-Butanol 2411005 0.9878 0.8062
4 3.87 n-Propanol 2890708 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal

Today's Time = 10:30:01 PM

VDH Headspace Alcohol

Calibration Version = 268

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.53 Ethanol 729930 0.0993 0.0810
3 3.39 t-Butanol 2353379 0.9809 0.8006
4 3.87 n-Propanol 2841202 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.54 Ethanol 739316 0.0994 0.0811
3 3.39 t-Butanol 2385175 0.9827 0.8021
4 3.88 n-Propanol 2874406 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.54 Ethanol 763704 -~ 0.0994 0.0812
3 3.39 t-Butanol 2490101 0.9936 0.8110
4 3.88 n-Propanol 2967961 1.0000 0.8162
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2 2.54 Ethanol 763655 0.0998 0.0815
3 3.39 t-Butanol 2471957 0.9903 0.8083
4 3.88 n-Propanol 2956208 1.0000 0.8162
Page 1 of 1

Printed on 4/30/2010 11:15:05 PM




Chrom Perfect Chromatogram Report

1000 ~

-3.38

800

600

400 +

-2.54

200

INT+
- SBN

T i ; T T i T ' T i T " T ' 1
1.0 1.5 2,0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/30/2010 Today's Time = 11:30:11 PM
Bound File Name = Sim043010.0032.RAW
Sample Name = 0.08 Sim DMR

Date Taken = 4/30/2010 11:30:09 PM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 268
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.54 Ethanol 751120 0.0961 0.0785
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4 3.88 n-Propanol 3019645 1.0000 0.8162
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