) O Vermont Department of Health Laboratory
/\\ Toxicology Program

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
(ph) 802-863-7336; (fax) 802-863-7632

Certificate of Analysis of DataMaster Certification Solution

On 5/13/2010, an ethanol solution was prepared by Darcy Richardson for use as a
DataMaster Certification Solution solution. The solution was prepared per standard
laboratory practice and assigned the lot number 10-34-020 and an expiration date of
5/13/2011.

On 5/13/2010 and 5/18/2010, the solution was analyzed by Darcy Richardson and
Amanda Bolduc. Analysis of the solution was performed using headspace gas
chromatography. The instrument was calibrated on the day analyses were begun. It was
found to have met required quality assurance performance specifications and was operating
properly. Quality checks throughout the analytical process demonstrated that the instrument
continued to operate properly.

This solution is certified as presenting 0.020 g/210L simulated breath ethanol
concentration and approved for use as a DataMaster Certification Solution solution.

Dated at Burlington, Vermont on Wednesday, May 19, 2010.

Amanda Bolduc

Alc 902 rev 0 (03/08)




] Qo Vermont Department of Health Laboratory
/\‘\ Toxicology Program

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
(ph) 802-863-7336; (fax) 802-863-7632

Certificate of Analysis of DataMaster Certification Solution

On 5/13/2010, an ethanol solution was prepared by Darcy Richardson for use as a
DataMaster Certification Solution solution. The solution was prepared per standard
laboratory practice and assigned the lot number 10-35-040 and an expiration date of
5/13/2011.

On 5/13/2010 and 5/18/2010, the solution was analyzed by Darcy Richardson and
Amanda Bolduc. Analysis of the solution was performed using headspace gas
chromatography. The instrument was calibrated on the day analyses were begun. It was
found to have met required quality assurance performance specifications and was operating
properly. Quality checks throughout the analytical process demonstrated that the instrument
continued to operate properly.

This solution is certified as presenting 0.040 g/210L simulated breath ethanol
concentration and approved for use as a DataMaster Certification Solution solution.

Dated at Burlington, Vermont on Wednesday, May 19, 2010.

A

Amanda Bolduc

Alc 902 rev 0 (03/08)
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Chrom Perfect Calibration File

File Name: C:\Methods\BloodAléohol4.cal
Version: 273

Creator:

Description:

Reason for change:

Internal standard calibration

No injection volume correction

No sample weight correction

Area reject threshold: 15000
Reference peak area reject threshold: 0
Amount units:

No default component

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 Ethanol
192 - Expected retention time: 2.565 minutes
11.] P/ Search window: 0.1 minutes
o S Internal standard component: 7 (n-Propanot)
1.0+ ya No retention time reference component
b /
0.9 - Group number: 0
0.8 . L
o 1 High alarm limit: 0
S 0.7 / Low alarm limit: 0
® 0.6 o Component constant: « 0
0 .
< 05- e _
0.4 h e Single peak quantification by area
0.3 Y =2.565758 X +0
e
024 7
0.1 - yd Linear fit with equal weighting, forced to origin
17 Coefficient of determination: 0.9999695
0.0 ¢
: 0.00 ‘ 0 ‘10 ' 0 '20 ' 0 '30 ' 0 ‘40 " Average error: 1.371%
’ ) ' : ' Average CF: 2.086592
Amount Ratio RSD: 55.968%
Level Amount Response Cal Factor Error, % Amount Ratio Response Ratio  Source Date and time
1 0 0) - 0.000 0 Manual 4/11/2005 10:03:40 AM
2 0.03 2218645 7395484 5.364 003  8.110165E-02 C:\Alcohol Data\Alc051110\Alc051110.0003.BND  5/11/2010 4:02:57 PM
3 0.081 5840859 7210937 1.375 0.081 02106839 C:\Alcohol Data\Alc051110\AIc051110,0004. BND  5/11/2010 4:18:00 PM
4 0219 1605013 7328827 0.058 0219 05615739 C:\Alcohol Data\Alc051110\AIc051110,0005 BND  5/11/2010 4:33:01 PM
5 0.437 3246558 7429195 0.058 0.437 1120587 Ci\Alcohol Data\Alc051110\Alc051110.0006.BND  5/11/2010 4:48:00 PM
Page 1 of 1

Printed on 5/14/2010 2:51:59 PM




Chrom Perfect Calibration File

File Name: C:\Methods\BloodAlcohol4.cal
Version: 273

Creator:

Description:

Reason for change:

Internal standard calibration

No injection volume correction

No sample weight correction

Area reject threshold: 15000
Reference peak area reject threshold: 0
Amount units:

No default component

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 Ethanol
12 — Expected retention time: 2.565 minutes
i1 | Search window: 0.1 minutes
T Internal standard component: 7 (n-Propanol)
1.0 e No retention time reference component
0.9 // Group number; 0
0.8 . -
o ] High alarm limit: 0
§ 0.7 Low alarm limit: 0
o 0.6 Component constant: 0
o |
< 05- , .
04 / Single peak quantification by area
J // !
0.3 s Y =2.565758 X+ 0
0.2 - F/
Ei Ve . . . . e e
014 Linear fit with equal weighting, forced to origin
00 17 Coefficient of determination: 0.9999695
: 0.00 ' 0 ’10 ' 0 ’20 ' 0 ‘30 0 ‘40 " Average error: 1.371%
: ‘ A. R ' o Average CF: 2.086592
mount Ratio RSD: 55.968%
Level Amount Response Cal Factor Error, % Amount Ratic Response Ratio  Source Date and time
1 0 ) - 0.000 0 0 Manual 4/11/2005 10:03:40 AM
2 003 2218645 7395484 5.364 003  8.110165E-02 C:\Alcohol Data\Alc051110\Alc051110.0003.BND  5/11/2010 4:02:57 PM
3 0.081 5840859 7210937 1.375 0.081 02106839 C:\Alcohol Data\Ale051110\Alc051110.0004.BND  5/11/2010 4:18:00 PM
4 0219 1605013 7328827 -0.058 0219 05615739 C:\Alcohol Data\Ale051110\Alc051110.0005.BND  5/11/2010 4:33:01 PM
5 0437 3246558 7429195 -0.058 0.437 1,120587 Ci\Alcohol Datat\Alc051110\Alc051110.0006.BND  5/11/2010 4:48:00 PM

Printed on 5/14/2010 2:52:04 PM

Page 1 of 1




Chrom Perfect Chromatogram Report

2000

-3.92

1500 —

1000 + 32
500 o))
. o
E 3 ;
Zwn
074, L ; 1 ’/\ i >| ; Lt
- T T I T I v T T f T T ] T T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 3:50:54 PM
Bound File Name = Sim051310.0001.RAW
Sample Name = CCS
Date Taken = 5/13/2010 3:50:51 PM VDH Headspace Alcohol
Method file = BloodAlcohold. met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount
Number (min) Name % WT/N/OL
2 2.59 Ethanol 602720 0.0858
3 3.44 t-Butanol 2285263 0.9995
4 3.92 n-Propanol 2739190 1.0000

Printed on 5/13/2010 3:50:55 PM Page 1 of 1




Chrom Perfect Chromatogram Report

2000

1500

-3.92

1000 32
500 + > .
Lo
Zn
0+ — r /\ . 1 —L 1 b
i T I v I T T I T T -
1.0 1.5 2.0. 25 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 4:05:47 PM
Bound File Name = Sim051310.0002.RAW
Sample Name = CCS
Date Taken = 5/13/2010 4:05:46 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 2.59 Ethanol 577622 0.0813
3 3.44 t-Butanol 2301476 0.9961
4 3.92 n-Propanol 2768134 1.0000
Page 1 of 1

Printed on 5/13/2010 4:05:48 PM




Chrom Perfect Chromatogram Report

1000 -

800

600
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-3.44

200 2
o ‘ ; . \ ; L
T T T i T T T T T | I A
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 4:20:52 PM
Bound File Name = Sim051310.0003.RAW
Sample Name = 0.02 DMR
Date Taken = 5/13/2010 4:20:48 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 179265 0.0256 0.0209
3 3.44 t-Butanol 2266814 0.9932 0.8106
4 3.92 n-Propanol 2734358 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 4:20:53 PM




Chrom Perfect Chromatogram Report

1000 4 \
3
800 — ¢
600
400 —
200 3
A L
0 | T T T T T
! T i T 1 T T T T T T T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 5/13/2010 Today's Time = 4:35:51 PM
Bound File Name = Sim051310.0004. RAW
Sample Name = 0.02 DMR
Date Taken = 5/13/2010 4:35:49 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.59 Ethanol 175924 0.0252 0.0206
3 3.44 t-Butanol 2247877 0.9906 0.8086
4 3.92 n-Propanol 2718448 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 4:35:52 PM




Chrom Perfect Chromatogram Report
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Printed on 5/13/2010 4;50:53 PM

200 ]
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 4:50:53 PM
Bound File Name = Sim051310.0005.RAW
Sample Name = 0.02 DMR
Date Taken = 5/13/2010 4:50:51 PM VDH Headspace Alcohol
Method file = simsoln.met
" Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.58 Ethanol 178735 0.0251 0.0205
3 3.44 t-Butanol 2297352 0.9906 0.8085
4 3.92 n-Propanol 2778388 1.0000 0.8162
- Page 1 of 1




Chrom Perfect Chromatogram Report

1000
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1.0 1.5 2.0 2,5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 5:05:52 PM
Bound File Name = Sim051310.0006.RAW
Sample Name = 0.02 DMR
Date Taken = 5/13/2010 5:05:50 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.58 Ethanol 174736 0.0250 0.0204
3 3.44 t-Butanol 2272430 0.9988 0.8152
4 3.92 n-Propanol 2725799 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 5:05:52 PM




Chrom Perfect Chromatogram Report

1000

800
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r t ‘L\ ! . 1 : ; tt
04
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1.0 1.6 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoin-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 5:21:03 PM
Bound File Name = Sim051310.0007.RAW
Sample Name = 0.02 DMR
Date Taken = 5/13/2010 5:20:58 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.58 Ethanol 181546 0.0252 0.0206
3 3.43 t-Butanol 2343461 0.9993 0.8157
4 3.91 n-Propanol 2809348 1.0000 0.8162
Printed on 5/13/2010 5:21:03 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1000 H

800

600 |

400

-343

200 o
+ N
0
] T T T I T I T T T i
1.0 1.5 2.0 2.5 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 5:36:08 PM
Bound File Name = Sim051310.0008. RAW
Sample Name = 0.02 DMR
Date Taken = 5/13/2010 5:36:05 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.58 Ethanol 181722 0.0252 0.0206
3 3.43 t-Butanol 2326943 0.9932 0.8107
4 3.91 n-Propanol 2806801 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 5:36:08 PM




Chrom Perfect Chromatogram Report

1000 —

800 1
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400
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T T . T ' 1 T T T T T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 5:50:59 PM
Bound File Name = Sim051310.0009.RAW
Sample Name = 0.02 DMR
Date Taken = 5/13/2010 5:50:54 PM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 176706 0.0251 0.0205
3 3.44 t-Butanol 2277229 0.9942 0.8114
4 3.92 n-Propanol 2744182 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 5:50:59 PM




Chrom Perfect Chromatogram Report

1000 -| I
3
800 - ¢
600
400
200 2 L
L3 X
Zn /\
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 6:06:02 PM
Bound File Name = Sim051310.0010.RAW
Sample Name = 0.02 ALB
Date Taken = 5/13/2010 6:05:56 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VVOL Conversion
2 2.59 Ethanol 173854 0.0250 0.0204
3 3.44 t-Butanol 2235326 0.9890 0.8072
4 3.92 n-Propanol 2707802 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 6:06:03 PM




Chrom Perfect Chromatogram Report
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1.0 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 6:21:01 PM
Bound File Name = Sim051310.0011.RAW
Sample Name = 0.02 ALB
Date Taken = 5/13/2010 6:20:57 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 173174 0.0250 0.0204
3 3.44 t-Butanol 2236426 0.9928 0.8104
4 3.92 n-Propanol 2698590 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 6:21:02 PM




Chrom Perfect Chromatogram Report

2
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 6:36:04 PM
Bound File Name = Sim051310.0012.RAW
Sample Name = 0.02 ALB
Date Taken = 5/13/2010 6:35:58 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 172498 0.0250 0.0204
3 3.44 t-Butanol 2229667 0.9916 0.8093
4 3.92 n-Propanol 2693819 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 6:36:05 PM




Chrom Perfect Chromatogram Report

3 ]
1000 |
3
800 | |
600 -
400 |
200 - 2
A
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I i [ I 1 T T T '
1.0 2.0 2.5 3.0 35 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 5/13/2010 Today's Time = 6:51:03 PM
Bound File Name = Sim051310.0013.RAW
Sample Name = 0.02 ALB
Date Taken = 5/13/2010 6:51:01 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 181731 0.0252 0.0206
3 3.44 t-Butanol 2349374 1.0026 0.8183
"4 3.92 n-Propanol 2807425 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 6:51:04 PM




Chrom Perfect Chromatogram Report
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1.0 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 7:06:09 PM
Bound File Name = Sim051310.0014.RAW
Sample Name = 0.02 ALB
Date Taken = 5/13/2010 7:06:03 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.60 Ethanol 176231 0.0249 0.0203
3 3.45 t-Butanol 2289174 0.9935 0.8109
4 3.93 n-Propanol 2760324 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 7:06:09 PM




Chrom Perfect Chromatogram Report
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1.0 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT ‘
Today's Date = 5/13/2010 Today's Time = 7:21:08 PM
Bound File Name = Sim051310.0015.RAW
Sample Name = 0.02 ALB
Date Taken = 5/13/2010 7:21:04 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.60 Ethanol 175168 0.0252 0.0206
3 3.45 t-Butanol 2249192 0.9953 0.8124
4 3.93 n-Propanol 2707261 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 7:21:08 PM




Chrom Perfect Chromatogram Report
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1.0 15 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 5/13/2010 Today's Time = 7:36:13 PM
Bound File Name = Sim051310.0016.RAW
Sample Name = 0.02 ALB
Date Taken = 5/13/2010 7:36:05 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/VOL Conversion
2 2.60 Ethanol 173434 0.0251 0.0205
3 3.45 t-Butanol 2235745 0.9941 0.8114
4 3.93 n-Propanol 2694335 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 7:36:13 PM




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 5/13/2010 Today's Time = 7:51:14 PM
Bound File Name = Sim051310.0017.RAW
Sample Name = CCS
Date Taken = 5/13/2010 7:51:07 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak Ret Time Peak Area Amount
Number (min) Name % WT/VVOL
2 2.60 Ethanol 582390 0.0819
3 3.46 t-Butanol 2307458 0.9970
4 3.93 n-Propanol 2772588 1.0000
Page 1 of 1

Printed on 5/13/2010 7:51:14 PM




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 25 3.0 3.5 4.0 4.5 5.0

Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 5/13/2010 Today's Time = 8:06:13 PM
Bound File Name = Sim051310.0018.RAW
Sample Name = CCS

Date Taken = 5/13/2010 8:06:06 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
2 2.60 Ethanol 587178 0.0782
3 3.45 t-Butanol 2308981 0.9453
4 3.93 n-Propanol 2926336 1.0000

Printed on 5/13/2010 8:06:13 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4,5 5.0
Format File Name = simsoin-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 8:21:18 PM
Bound File Name = Sim051310.0019.RAW
Sample Name = 0.04 DMR
Date Taken = 5/13/2010 8:21:13 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name ‘ % WT/VOL Conversion
2 2.61 Ethanol 365751 0.0498 0.0407
3 3.46 t-Butanol 2384253 0.9982 0.8147
4 3.93 n-Propanol 2861517 1.0000 0.8162
Page 1 of 1

Printed on 5/13/2010 8:21:18 PM




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 5/13/2010 Today's Time = 8:36:23 PM
Bound File Name = Sim051310.0020.RAW
Sample Name = 0.04 DMR

Date Taken = 5/13/2010 8:36:21 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.61 Ethanol 340719 0.0476 0.0389
3 3.46 t-Butanol 2324190 0.9983 0.8149
4 3.93 n-Propanol 2789028 1.0000 0.8162

Printed on 5/13/2010 8:36:23 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 5/13/2010 Today's Time = 8:51:16 PM
Bound File Name = Sim051310.0021.RAW :
Sample Name = 0.04 DMR

Date Taken = 5/13/2010 8:51:10 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.61 Ethanol 346884 0.0499 0.0407
3 3.46 t-Butanol 2248849 0.9940 0.8113
4 3.93 n-Propanol 2710521 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 5/13/2010 Today's Time = 9:06:17 PM
Bound File Name = Sim051310.0022. RAW
Sample Name = 0.04 DMR

Date Taken = 5/13/2010 9:06:11 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.61 Ethanol 340893 0.0486 0.0397
3 3.46 t-Butanol 2255099 0.9883 0.8067
4 3.93 n-Propanol 2733493 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 9:21:14 PM
Bound File Name = Sim051310.0023.RAW
Sample Name = 0.04 DMR
Date Taken = 5/13/2010 9:21:13 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime  Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.61 Ethanol 347426 0.0501 0.0409
3 3.46 t-Butanol 2226699 0.9869 0.8055
4 3.93 n-Propanol 2703057 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 5/13/2010

Bound File Name = Sim051310.0024.RAW
Sample Name = 0.04 DMR

Date Taken = 5/13/2010 9:36:14 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 9:36:19 PM

VDH Headspace Alcohol

Calibration Version = 273

Amount Heédspace

Peak RetTime Peak Area
Number (min) Name % WT/VOL Conversion
2 2.61 Ethanol 352119 0.0480 0.0392
3 3.46 t-Butanol 2284879 0.9579 0.7818
4 3.94 n-Propanol 2857634 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 9:51:24 PM
Bound File Name = Sim051310.0025.RAW
Sample Name = 0.04 DMR
Date Taken = 5/13/2010 9:51:17 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.61 Ethanol 357862 0.0497 0.0405
3 3.46 t-Butanol 2338137 0.9972 0.8139
4 3.93 n-Propanol 2809099 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 10:06:21 PM
Bound File Name = Sim051310.0026.RAW
Sample Name = 0.04 ALB
Date Taken = 5/13/2010 10:06:19 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.61 Ethanol 353262 0.0503 0.0410
3 3.46 t-Butanol 2273652 0.9950 0.8121
4 3.94 n-Propanol 2737608 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 5/13/2010

Bound File Name = Sim051310.0027.RAW
Sample Name = 0.04 ALB

Date Taken = 5/13/2010 10:21:20 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

2.5 T a0 a5 40 45 5.0
Today's Time = 10:21:27 PM

VDH Headspace Alcohol

Calibration Version = 273

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.61 Ethanol 350619 0.0496 0.0405
3 3.46 t-Butanol 2277786 0.9898 0.8079
4 3.94 n-Propanol 2756967 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/13/2010 Today's Time = 10:36:24 PM
Bound File Name = Sim051310.0028. RAW
Sample Name = 0.04 ALB
Date Taken = 5/13/2010 10:36:21 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.61 Ethanol 346700 0.0499 0.0407
3 3.46 t-Butanol 2255438 0.9976 0.8143
4 3.94 n-Propanol 2708520 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 5/13/2010 Today's Time = 10:51:27 PM
Bound File Name = Sim051310.0029.RAW
Sample Name = 0.04 ALB
Date Taken = 5/13/2010 10:51:22 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 2.61 Ethanol 347333 0.0496 0.0405
3 3.46 t-Butanol 2269290 0.9967 0.8135
4 3.94 n-Propanol 2727725 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 5/13/2010

Bound File Name = Sim051310.0030.RAW
Sample Name = 0.04 ALB

Date Taken = 5/13/2010 11:06:22 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 11:06:24 PM

VDH Headspace Alcohol

Calibration Version = 273

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.61 Ethanol 338726 0.0496 0.0405
3 3.46 t-Butanol 2206822 0.9930 0.8105
4 3.94 n-Propanol 2662398 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT
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Today's Time = 11:21:41 PM

Bound File Name = Sim051310.0031.RAW

Sample Name = 0.04 ALB

Date Taken = 5/13/2010 11:21:35 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

VDH Headspace Alcohol

Calibration Version = 273

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.61 Ethanol 360398 0.0497 0.0406
3 3.46 t-Butanol 2345705 0.9953 0.8124
4 3.94 n-Propanol 2823502 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 5/13/2010

Bound File Name = Sim051310.0032.RAW
Sample Name = 0.04 ALB

Date Taken = 5/13/2010 11:36:36 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 11:36:40 PM

VDH Headspace Alcohol

Calibration Version = 273

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.61 Ethanol 353721 0.0498 0.0406
3 3.46 t-Butanol 2308154 0.9981 0.8147
4 3.94 n-Propanol 2770359 1.0000 0.8162
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 5/13/2010 Today's Time = 11:51:33 PM
Bound File Name = Sim051310.0033.RAW
Sample Name = CCS
Date Taken = 5/13/2010 11:51:26 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 273
Peak Ret Time Peak Area Amount
Number - (min) Name % WT/NVOL
2 2.61 Ethanol 573229 0.0821
3 3.46 t-Butanol 2260939 0.9957
4 3.94 n-Propanol 2720377 1.0000
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 5/14/2010 Today's Time = 12:06:30 AM
Bound File Name = Sim051310.0034. RAW
Sample Name = CCS
Date Taken = 5/14/2010 12:06:29 AM VVDH Headspace Alcohol
Method file = BloodAlcohol4test.met
Calibration file = BloodAlcohol4test.cal Calibration Version = 16
Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
2 2.61 Ethanol 561965 0.0831
3 3.46 t-Butanol 2215091 0.9682
4 3.94 n-Propanol 2672837 1.0000
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Chrom Perfect Calibration File

File Name: C:\Methods\BloodAlcohol4.cal
Version: 278

Creator:

Description:

Reason for change:

Internal standard calibration

No injection volume correction

No sample weight correction

Area reject threshold: 15000
Reference peak area reject threshold: 0
Amount units:

No default component

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 Ethanol
] - Expected retention time: 2.6 minutes
1.2 e . .
1 | Search window: 0.1 minutes
1.1 Internal standard component: 7 (n-Propanol
i P p
1.0+ ’ No retention time reference component
0.9+ Group number: 0
0.8 . .
o : e High alarm limit: 0
8 0.7 P Low alarm limit: 0
8 0.6 ) < Component constant: 0
< 0.5- p ) ) )
041 //’ Single peak quantification by area
A Y
0.3 4 Y =2.608187 X +0
1 e
0.2+ /,}’
014 Linear fit with equal weighting, forced to origin
. a . . . C
0.0 Coefficient of determination: 0.9999588
: 0.00 ' 0.10 ' 0.20 ‘ 0 '3 0 0 '40 " Average error: 1.246%
' ' ' : ‘ Average CE: 2.117866
Amount Ratio RSD: 55.936%
Level Amount Response Cal Factor Error, % Amount Ratio Response Ratio  Source Date and time
1 0 ) - 0.000 Manual 4/11/2005 10:03:40 AM
2 0.03 2240419 7468064 3.652 003  8.1103356-02 Ci\Alcohol Data\Alc051810\alc051810.0003 BND  5/18/2010 9:49:10 AM
3 0.081  598060.4 7383462 2410 0.081 02163554 C:\Alcohol Data\Alc051810\alc051810.0004.BND  5/18/2010 10:04:13 AM
4 0219 1565436 7148110 0.054 0219 05715041 C:\Alcohol Data\Alc051810\alc051810.0005 BND  5/18/2010 10:19:14 AM
5 0437 3099626 7092966 -0.114 0.437 1138482 C:\Alcohol Data\Alc051810\alc051810.0006. BND  5/18/2010 10:34:12 AM
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 5/18/2010 Today's Time = 11:04:29 AM
Bound File Name = alc051810.0008.RAW
Sample Name = CCS
Date Taken = 5/18/2010 11:04:24 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
2 2.59 Ethanol 599324 0.0863
3 3.45 t-Butanol 2172348 0.9765
4 3.92 n-Propanol 2662802 1.0000
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Format File Name = Alcohol4-JFH.met. FMT

Today's Date = 5/18/2010

Bound File Name = alc051810.0009.RAW

Sample Name = CCS

Date Taken = 5/18/2010 11:19:13 AM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

Today's Time = 11:19:14 AM

VDH Headspace Alcohol

Calibration Version = 278

5.0

Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
2 2.59 Ethanol 562522 0.0815
3 3.44 t-Butanol 2197091 0.9938
4 3.92 n-Propanol 2646260 1.0000
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/18/2010 Today's Time = 11:34:17 AM
Bound File Name = alc051810.0010.RAW
Sample Name = 0.02 DMR
Date Taken = 5/18/2010 11:34:15 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.60 Ethanol 174904 0.0257 0.0210
3 3.45 t-Butanol 2137491 0.9797 0.7997
4 3.93 n-Propanol 2611330 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 5/18/2010 Today's Time = 11:49:23 AM
Bound File Name = alc051810.0011.RAW
Sample Name = 0.02 DMR
Date Taken = 5/18/2010 11:49:16 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.60 Ethanol 168047 0.0251 0.0205
3 3.45 t-Butanol 2117501 0.9865 0.8052
4 3.93 n-Propanol 2569215 1.0000 0.8162
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 5/18/2010 Today's Time = 12:04:24 PM
Bound File Name = alc051810.0012.RAW
Sample Name = 0.02 DMR
Date Taken = 5/18/2010 12;04:18 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 168983 0.0252 0.0205
3 3.44 t-Butanol 2102395 0.9770 0.7974
4 3.92 n-Propanol 2575606 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/18/2010 Today's Time = 12:19:25 PM
Bound File Name = alc051810.0013.RAW
Sample Name = 0.02 DMR
Date Taken = 5/18/2010 12:19:21 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.59 Ethanol 167677 0.0257 0.0210
3 3.44 t-Butanol 2024204 0.9691 0.7909
4 3.92 n-Propanol 2500226 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/18/2010 Today's Time = 12:34:28 PM
Bound File Name = alc051810.0014. RAW
Sample Name = 0.02 DMR
Date Taken = 5/18/2010 12:34:22 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.59 Ethanol 168433 0.0253 0.0206
3 3.44 t-Butanol 2118042 0.9923 0.8099
4 3.92 n-Propanol 2554889 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 5/18/2010 Today's Time = 12:49:27 PM
Bound File Name = alc051810.0015.RAW
Sample Name = 0.02 DMR
Date Taken = 5/18/2010 12:49:24 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name % WT/NOL Conversion
2 2.59 Ethanol 173169 0.0254 0.0207
4 3.44 t-Butanol 2146591 0.9836 0.8028
5 3.92 n-Propanol 2612224 1.0000 0.8162
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Today's Date = 5/18/2010 Today's Time = 1:04:28 PM
Bound File Name = alc051810.0016.RAW
Sample Name = 0.02 DMR
Date Taken = 5/18/2010 1:04:26 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.58 Ethanol 167640 0.0252 0.0206
3 3.44 t-Butanol 2087972 0.9796 0.7996
4 3.92 n-Propanol 2551120 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 5/18/2010 Today's Time = 1:19:33 PM
Bound File Name = alc051810.0017.RAW :
Sample Name = 0.02 ALB
Date Taken = 5/18/2010 1:19:27 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.58 Ethanol 174054 0.0251 0.0205
3 3.43 t-Butanol 2190648 0.9851 0.8040
4 3.91 n-Propanol 2661747 1.0000 0.8162
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Today's Date = 5/18/2010 Today's Time = 1:34:30 PM
Bound File Name = alc051810.0018.RAW
Sample Name = 0.02 ALB
Date Taken = 5/18/2010 1:34:26 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 278
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.58 Ethanol 170503 0.0251 0.0205
3 3.43 t-Butanol 2139228 0.9820 0.8015
4 3.91 n-Propanol 2607514 1.0000 0.8162
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Today's Date = 5/18/2010 _ Today's Time = 1:49:47 PM
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