VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047
TEL: 802-244-8788

FAX: 802-241-5557
http:/Avfl.vermont.gov

Certificate of Analysis of DataMaster Calibration Solution

On 4/17/2012, an ethanol solution was prepared by Amanda Bolduc for use as a
DataMaster Calibration solution. The solution was prepared per standard laboratory
practice and assigned the lot number 12-71-100 and an expiration date of 4/17/2013.

On 4/24/2012 and 4/25/2012, the solution was analyzed against calibration SimCal
042412 and SimCal 042512. Analysis of the solution was performed using headspace gas
chromatography. The instrument was calibrated prior to analyses. It was found to have met
required quality assurance performance specifications and was operating properly. Quality
checks throughout the analytical process demonstrated that the instrument continued to
operate properly. '

This solution is certified as presenting 0.100 g/210L simulated breath ethanol
concentration and approved for use as a DataMaster Calibration solution.

Dated at Waterbury, Vermont on Thursday, April 26, 2012.

Amanda Bolduc
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0.1 Calibration Solution 5L

Lot #12-71-100

Prepared 04/17/2012 by ALB

Exp 04/17/2013

ALB CAL SimCal 042412
ALB/TLCVials
Analyzed on 4/24/2012

Ave. =

Std Dev. =

Range =

0.1009 alb
0.1005
0.1019
0.1006
0.1023
0.1006
0.1032
0.0981 tle
0.1006
0.0983
0.1005
0.0981
0.1003
0.0087

0.1003
0.0016
0.0981-0.1032

TLC CAL SimCal042512
ALBITLC Vials
Analyzed on 4/25/12

Ave, =

Std Dev. =

Range =

0.0963 tlc
0.1007
0.0981
0.0996
0.0973
0.1004
0.0071
0.1012 alb
0.0984
0.1011
0.0981
0.1021
0.0920
0.0999

00992
0.0018
0.0963 - 0.1021

Total Values from Both Runs

Average
0.1009
0.1005
0.1019
0.1006
0.1023
0.1006
0.1032
0.0981
0.1006
0.0983

' 0.1005
0.0981
0.1003
0.0987
0.0963
0.1007
0.0981
0.0996
0.0973
0.1004
0.0971
0.1012
0.0984
0.1011
0.0981
0.1021
0.09%0
0.0999

Ave. =

Std Dev. =
Range =
Mean =

Mean Std Dev. =
RPD (Mean to Ave.)=

Mean
0.0963
0.0971
0.0973

0.0981
0.0983
0.0984
0.0987
0.0990
0.0996
0.0999
0.1003
0.1004

0.1005

0.1006
0.1007
0.1008
0.1011
0.1012
0.1019
0.1021
0.1023
0.1032

0.0998
0.0017
0.0863 - 0.1032
0.0999
0.0018
0.10%




Headspace Alcoh.ol Analysis Standards Coversheet

Analyst: Mgﬁ?

Calibration Standards:

LotID [S-03052012  Preparation Date: 03/05/2012%

Date; ™ } aH } I

*Standard E was re-prepared on 3/7/2012

Expiration Date: 06/05/2012_

i Standard A z"--_.Standard'-B"l' “Standard:C; -} Standard D= | Standard E: - [*Calibration Check .
% Ethanol (w/y) 0.005 0.022 0.082 0.202 0.409 '
AccepmceRavge | 0,006 | 0.024 | 0.090 | 0.222 | 0.450
0.004 | 0020 | 0074 | 0.182 0.368
Control Sample:
Sample . Source Lot number Target Value Acceptance Range
WioleBieod: | Cliniga 09T120A +0-076 0-668 0:083—
Az Covillian+ Frnaviair-oi G.ioo o090 o 11D
Calibration and Control Sample Data:
Vial | Sample ldentification Result In Range? Comments
No. i Pl
17| Blank ooz | N
2z | Compound Retention Times: '
Acetaldehyde ! 97 N/A
Methanol 5. o2
Ethanol 2 L
Acetone 3 o}
Isopropanol | = 00
T- butanol S
n-propano} SPRUES
: =
¥ ¥ | Standard A O poss Y) N
A = | Standard B 02T g’g N
5’ i, | Standard C (. o%0 w N
6 -7 | Standard D 4. 207 m N
7 ¢ | Standard E 6407 &:’2 N
34 Wh@,l@wB{U‘"é"aC ntrol . loso g) N /
710 Wh@ie&«eeé@mrﬂﬁ”t 0994 kY_} N 2= ol
7

F-ALC 010 v1 03012012

/g%

13\2}9\1’0\7/
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Chrom Parfect Catibration File

File Name:
Version: 7

Creator:
Description:
Reason for change:

Internal standard calibration

No injection volume correction

No sample weight correction

Area reject threshold:

Reference peak area reject threshold:
Amount units:

No default component

Method of calculating data point averages: Equal weight for all updates

No calibration update report

All levels are normal data points,

1600

C:\Methods\SimCal 04242012.cal

3 Ethanol
- - Expected retention time: 2.663 minutes
2.2+ Search window: 0.1 minutes
20 Internal standard component: 7 (n-Propanol)
18 No retention time reference component
u 3
Group number: 0
1.6 - .
o 14 High alarm limit: 0
&‘E 12 Low alarm limit; 0
= “ Component constant: 0
£ 10-
0.8 Single peak quantification by area
0.6+ —
i Y =5248651 X+0
0.4
0.2 - Linear fit with equal weighting, forced 1o origin
0. | Coefficient of determination: 0.9996684
0. R N N R L 5Averagc error: 1.277%
0.00 0.05 0.10 0.15 0.20 0.25.0.30 0.35 0.40 0. PAverage CF: 5252285
Armount Ratio RSD: 1 .855%
Level Amount Wesponse Cal Factor Error,% Amount Ratio Response Ratio  Source Date and time
1 ©{0.088)  (85146) - - 0.088 85146 Manual 2/24/2012 1:50:47 PM
2 00055  5367.267  975866.8 0.012 0.0055  2.887118B-02 CiAlcoho! Data\SIMO424201 28IM04242012.0004.BND  4/24/2012 4:17:25 PM
3 0022 2231623 1014374 0.740 0.022 0.1163249 CAlcohol Daim\SIMO0424201 2ASIM04242012 0605 BND  4/24/2012 4:31:43 PM
4 0082 7893373 962606.4 2479 0.082 04197212 C\AJcohol Daln\SIMO42420 [ 2ASIM04242012 0006 BND  4/24/2012 4:48:47 PM
5 0202 2050951 1015322 2612 0.202 1.08792  C:\Alcohol Data\SIMO424201 S ING4242012.0007.BND  4/25/2012 T:06:50 AM
6 0409 391604 957467 -0.540 0.409 2.135114  C:AAlcohol Data\SIMO424201 2S1M04242012. 0008 BND  4/25/2012 7:06:58 AM
Printed on 4/25/2012 7:29:53 AM Page 1 of 1



Chram Perfect Chromatogram Report

{
140 -
120 Q
¥
100
80 - §
60 - { E
40 -
20 -
0. ‘ . - ) : ‘ r . 1 : 7 i T T
1.0 1.5 20 25 3.0 3.5 4.0 4.5 6.0
Format File Name = simsoln-JFH.met. FMT.
Today's Date = 4/25/2012 Today's Time =7:16:19 AM
Bound File Name = SIM04242012.0001.RAW
Sample Name = Blank
Date Taken = 4/24/2012 3:30:00 PM VDH Headspace Alcohol
Method file = simsoln.met
Catibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
Number {min) Name % WT/NVOL  Conversion
3 3.64 t-Butanol 136448 0.9621 0.7853
1.0000 0.8162

4 4.45 n-Propanol 200668

Printed on 4/25/2012 7:16:19 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140

120

100
80
60
40|

20

—-3.64

o-L i T i N [ T 1 I 1 i
1.0 1.8 . 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoin-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:16:25 AM
Bound File Name = SIM04242012.0002. RAW ‘
Sample Name = Blank ‘ '
Date Taken = 4/24/2012 3:45:44 PM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = SimCal 04242012.cai Calibration Version =7
Peak RetTime Peak Amount Headspace
“Number ~ (min}) Name % WT/VOL  Conversion
4 3.64 t-Butanol 143055 1.0251 0.8367
5 445 n-Propanol 197454 1.0000 0.8162
Printed on 4/25/2012 7:16:25 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

356 -

300 -

3.07

250 -

200 -

3.20
- 4.45

-2.02

[

=4
\
=182
e
T -266
l
o384

| . - . o . | - I . R

f e T N
5.0 1.5 2.0 25 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/25/2012 Today's Time = 7:16:31 AM
Bound File Name = SIM04242012.0003.RAW
Sample Name = TMX

Date Taken = 4/24/2012 4:01:14 PM VDH Headspace Alcohol
Method file = simsoln.met ’
Calibration filte = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
Number (min) Name o ] % WT/VOL Conversion
2 1.92 Acetaldehyde 21354 0.0650 0.0531
3 2.02 Methanol 42896 0.0890 0.0726
4 2.66 Ethanol . 88380 0.0880 0.0718
5 3.07 Acetone 417474 0.1030 0.0841
6 3.20 Isopropanol 180857 0.0910 0.0743
7 3.64 t-Butanol 130580 0.9652 0.7878
8 4.45 n-Propanol 191413 1.0000 0.8162

Printed on 4/25/2012 7:16:31 AM Page 1 of 1



Chrom Perfect Chromatogram Report

140 -

120 -
2
100 ;
80 - §
60 -
49
0- \ n T v T T T \ [ T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoin-JFH.met.FMT
Today's Date = 4/25/2012 Today's Time = 7:16:37 AM
Bound File Name = 51M04242012.0004.RAW
Sample Name = STD A
Date Taken = 4/24/2012 4:17:15 PM VDH Headspace Alcohol
Method file = simsoln.met .
Calibration file = SimCal 04242012 cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name ) % WT/VOL  Conversion
3 2.67 Ethanol 05367 0.0055 0.0045
6 3.64 t-Butanol 134928 1.0269 0.8382
7 445 n-Propanol 185904 1.0000 0.8162

Printed on 4/25/2012 7:16:37 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140 ]
120 @
80 4 § \
GO - l
40 5
| A
1.0 1.5 2.0 2.5 3.0 35 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/25/2012 Today's Time = 7:16:44 AM
Bound Fite Name = SIM04242012.0005.RAW
Sample Name = STD B
Date Taken = 4/24/2012 4:31:33 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012 .cal Calibration Version=7
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
3 2.67 Ethanol 22316 0.0222 0.0181
5 3.64 {-Butanol 133030 0.9811 0.8008
6 4.45 n-Propanol 191844 1.0000 0.8162

Printed an 4/256/2012 7:16:44 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140 —’
120 -
¥
100 '
80 — ~ §
60 ﬁ
49 - \
20 \
"0 1.5 2.0 2.5 3.0 3.5 - 40 4.5 5.0
Format File Name = simsoin-JFH.met FMT
Teday's Date = 4/25/2012 _ Today's Time = 7:18:52 AM
Bound File Name = SIM04242012.0006.RAW
Sample Name =STD C
Date Taken = 4/24/2012 4:48:42 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name % WT/NOL  Conversion
3 2.67 Ethanol 78934 0.0800 0.0653
5 3.64 t-Butanol 136427 1.0264 0.8378
6 4.45 n-Propanol 188062 1.0000 0.8162

Printed on 4/25/2012 7:16:52 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

200 -
180
160 -

140

100
0
[14]
a0

20

267

4,45

-3.64

~ I 1 ! T

1.0 1.5 2.0 2.5
Format Fite Name = simsoln-JFH.met. FMT

Today's Date = 4/25/2012

Bound File Name = SIM04242012.0007. RAW
. Sample Name =STD D

Date Taken = 4/24/2012 5.01:55 PM

Method file = simsoln.met

Calibration file = SimCal 04242012 .cal

3.0 3.5 4.0 4.5 5.0

Today's Time = 7:16:58 AM

VDH Headspace Alcohol

Calibration Version = 7

Peak RetTime Peak Area Amount Headspace
Number (min) Name ) % WT/NVOL  Conversion
3 2.67 Ethanol 205095 0.2073 0.1692
5 3.64 t-Butanol 129848 0.9746 0.7954
6 445 n-Propanol 188520 1.0000 0.8162
Printed on 4/25/2012 7:16:58 AM Page 1 of 1



Chrom Perfect Chromatogram Report

250 -
200 -
150

WO;

50

- 2.66

-3.64

- 4,45

I ' T S 1 v T

3.0 3.5 4.0

1.0 1.5 2.0 2.5 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:17:04 AM
Bound File Name = SIM04242012.0008.RAW
Sample Name =STDE
Date Taken = 4/24/2012 5:20:07 PM VDH Headspace Alcohol
Method file = simsoln.met .
Calibration file = SimCal 04242012 cal Calibration Version =7
Peak - RetTime Peak Area Amount Headspace

~Number {min} Name ‘_ % WT/N/OL Conversion

2 2.66 Ethanol 391604 0.4068 0.3320

4 3.64 t-Butanol 132960 1.0257 0.8372

5 4.45 n-Propanol 183411 1.0000 0.8162

Page 1 of 1

Printed on 4/25/2012 7:17:04 AM
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Chrom Perfect Chromatogram Report

140

120 <

e - 4,45

100 -

-2.68

80 |

<+
23
P .
60
40 - : '
20 L
- S L . ’ y i T ! . L S U — —

0

i ‘ i s \

1.0 1.5 20 2.5 a0 a5 40 a5 5.0
Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/25/2012 Today's Time = 7:17:10 AM
Bound File Name = SIM04242012.0008.RAW
Sample Name = AQ QC

Date Taken = 4/24/2012 5:33:52 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012.cal ' Calibration Version = 7
Peak RetTime Peak Area Amount Headspace
. Number (min) Name B % WTNOL Conversion
2 2.66 Ethanol 102840 0.1020 0.0832
4 3.64 t-Butanol 132451 0.9753 0.7960

5 445 n-Propanol 192161 1.0000 0.8162

Printed on 4/25/2012 7:17:10 AM Page 1 of 1



Chrom Perfect Chromatogram Report

130
120 —
110 *
100 - E
80 -1 '
80 g 3
7 ‘ @
G0 r
50 f
40 ]
30 |
20 |
10| i - - l
o I — R Vo g | ey | , : . : . ;
1.0 1.5 2.0 25 3.0 3.5 ) 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/25/2012 Today's Time =7:17:17 AM
Bound File Name = SIM04242012.0010.RAW
Sample Name = AQ QC
Date Taken = 4/24/2012 5:51:24 PM VDH Headspace Alcohol
Method file = simsoln.met _
Calibration file = SimCal 04242012.cal Calibration Version = 7
Peak RetTime Peak Area , Amount Headspace
Number ~ (min) Name % WTNOL  Conversion -
2 2.66 Ethanol 88810 0.0999 0.0816
4 3.64 t-Butanol 125792 1.0511 0.8579
5 4.45 n-Propanol 169333 1.0000 0.8162

Printed on 4/25/2012 7:17:17 AM : Page 1 of 1



Chrom Perfect Chromatogram Report

140 -

120

g
100
a0 - 8 §
GO — 1
40 -
20~
0 |
[ I T ] [ B B | T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:22:24 AM
Bound File Name = SIM04242012.0029. RAW .
Sample Name = CCS
Date Taken = 4/24/2012 10:46:41 PM VDH Headspace Alcohol
Method file = simsoln.met :
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
Number - (min) Name % WTNOL Conversion
2 2.66 Ethanol 84263 0.0824 v 0.0673
4 3.64 t-Butanol 133577 0.9700 0.7917
5 445 n-Propanol 194841 1.0000 0.8162

Printed on 4/25/2012 7:22:24 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140 -
120 - o
p
100 !
80 % §
60 ;
40
. 20+ L
0t i - ] | ] | \ T :
1.0 1.5 2.0 25 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:29:02 AM
Bound File Name = S1M04242012.0030.RAW
Sample Name = CCS .
Date Taken = 4/24/2012 11:02:24 PM VDH Headspace Aicohol
Methed file = simsoln.met ‘ ‘
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
_Number  (min) Name % WTNVOL LConversion
2 2.66 Ethanol 80670 0.0801v 0.0654
4 3.64 t-Butanol 138818 1.0242 0.8359
5 445 n-Propanol 191781 1.0000 0.8162
Printed on 4125/2012 7:28:11 AM Page 10f1



Chrom Perfect Chromatogram Report

140 - R 7
120 -
100~ & Ji.
80 § ‘
80 — [
40 - :
I
0 T [ v 7 o \ I i T E— R —
1.0 1.5 2.0 25 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:09:41 AM
Bound File Name = SIM04242012.0031. RAW
Sample Name = 0.1 Cal ALB
Date Taken = 4/24/2012 11:17:50 PM VDH Headspace Alcchol
Method file = simsoln.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area » Amount Headspace
~ Number (min) Name % WT/VOL  Conversion
2 2.66 Ethanol 121800 0.1236 0.1009
4 3.64 t-Butanol 131005 0.9871 0.8057
5 445 n-Propanol - 187782 1.0000 0.8162

Printed on 4/25/2012 7:09:41 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140 + -
120 ©
100 é ]
80 - §
60
40
20 -
O ey ‘ | ' : | ' f ' '
1.0 , 1.5 2.0 2.5 3.0 3.5 4.0 4.5 50
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:09:47 AM
Bound File Name = SIM04242012.0032. RAW '
Sample Name = 0.1 Cal ALB
Date Taken = 4/24/2012 11:32:12 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/VOL  Conversion
2 2.66 Ethanol 123051 0.1231 0.1005
4 3.64 t-Butanol 137659 1.0229 0.8349
5 4.45 n-Propanol 190409 1.0000 0.8162

Printed on 4/25/2012 7:09:47 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140 N
120
100 § %
80 § ‘
G0 -
40 -
20
G- , ‘ \ , ‘ : : - ‘ |
1.0 1.5 2.0 2.5 3.0 3.5 4.0 A4S 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/25/2012 Today's Time = 7:09:54 AM
Bound File Name = SIM04242012.0033.RAW
Sample Name = 0.1 Cal ALB
Date Taken = 4/24/2012 11:47:56 PM VDH Headspace Alcohol
Methed file = simsoln.met
Calibration file = SimCal 04242012.cal Calibration Version =7,
Peak RetTime Peak Area Amount Headspace
~Number  (min) Name % WT/VOL  Conversion
2 2.66 Ethanol 123342 0.1248 0.1019
4 3.64 t-Butanol 131000 0.9848 0.8038
5 445 n-Propanol 188222 1.0000 0.8162

Printed on 4/25/2012 7:09:54 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140
120 ©
100 E i
| ‘ 3
80 - §
60 - \ \
40
20 ‘ ] :
0 U S
1.0 1.5 2.0 2.5 3.0 3.5 4,0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:10:01 AM
Bound File Name = 5IM04242012.0034. RAW
Sample Name = 0.1 Cal ALB
Date Taken = 4/25/2012 12:02:30 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name - % WTNOL  Conversion
2 2.67 Ethanol 122378 0.1232 0.1006
4 3.64 t-Butanol 137319 1.0266 0.8379
5 445 n-Propanol . 189254 1.0000 0.8162

Printed on 4/25/2012 7:10:01 AM . ' Page 1 of 1



Chrom Perfect Chromatogram Report

140 S
120 -
100 - § H
80- 3
60 -
40 -
204 -
0t i B T T | 1 T i 1 T f 7
1.9 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/25/2012 Today's Time = 7:10:08 AM
Bound File Name = SIM04242012.0035.RAW
Sample Name = 0.1 Cal ALB
Date Taken = 4/25/2012 12:18:13 AM VDH Headspace Alcohol
Method file = simsoln.met .
Calibration file = SimCal 04242012 cal Calibration Version = 7
Peak RetTime Peak Area Amount Headspace
Number (min) Name ” % WTN/OL  Conversion
2 2.66 Ethanol 121592 0.1254 0.1023
4 3.64 tButanol 128289 0.9823 0.8018
5 4.45 n-Propanol 184784 1.0000 0.8162

Printed on 4/25/2012 7:10:09 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140 -
120
400 - :‘% i
B0~ §
60
40
20
0 ‘ : . , . . : B ‘ : ‘ e ]
1.0 15 2.0 2.5 3.0 a5 4.0 45 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/26/2012 . Today's Time = 7:10:16 AM
Bound File Name = SIM04242012.0036. RAW
Sample Name = 0.1 Cal ALB ’
Date Taken = 4/25/2012 12:32:36 AM \VDH Headspace Alcohol
Method file = simsoln.met '
Calibration file = SimCal 04242012 cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
2 266 Ethanol 121876 _ 0.1232 0.1006
4 3.64 t-Butanol 136554 1.0255 0.8370
5 445 n-Propanol 188416 1.0000 0.8162

Printed on 4/25/2012 7:10:17 AM Page 1 of 1



Chrom Perfect Chromalogram Report

~ 1404
120 1
80 Z
60 |
40
20
._. e oy o
0 “". 1 T T T T 1 [ T i T ¥ T :
1.0 1.5 20 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoin-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:10:23 AM
Bound File Name = SIM04242012.0037. RAW
Sample Name = 0.1 Cal ALB
Date Taken = 4/25/2012 12:48:22 AM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
Number  (min) Name % WT/VOL Conversion
2 2.66 Ethanol 123323 0.1265 0.1032
4 3.64 t-Butanol 128604 0.9794 0.7994
5 445 n-Propanol 185793 1.0000 0.8162

Printed on 4/25/2012 7:10:23 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

140 -
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20
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1.6 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoin-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:10:29 AM
Bound File Name = SIM04242012.0038.RAW
Sample Name = CCS .
Date Taken = 4/25/2012 1:04:33 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
~Number ~ (min) Name % WT/VOL Lonversion
2 2.66 Ethanol 78270 0.0806 v 0.0657
4 3.64 t-Butanol 134733 1.0298 0.8405
5 4.45 n-Propanol 185122 1.0000 0.8162
Printed oﬁ w5012 TA0Z0AM B Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.8 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/25/2012 - Today's Time = 7:10:35 AM
Bound File Name = SIM04242012.0039. RAW
Sample Name = CCS

Date Taken = 4/25/2012 1:18:41 AM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012.cal Catibration Version =7
Peak RetTime Peak \ Area Amount Headspace
Number (min) Name ‘ ) % WT/NOL Conversion
2 2.66 Ethanol 79339 0.0825/ 0.0673
4 3.64 - t-Butanol 127806 ' 0.9865 0.8052
5 4.45 n-Propanol 183308 1.0000 0.8162

Printed on 4/25/2012 7:10:35 AM . ' Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.8 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:10:42 AM
Bound File Name = 8IM04242012.0040.RAW
Sample Name = 0.1 CAL TLG
Date Taken = 4/25/2012 1:36:02 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012 cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
~Number (min) Name - % WT/VOL  Conversion
2 2.67 Ethanol 114678 0.1202 0.0981
4 3.64 t-Butanol 132722 1.0332 0.8433
5 4.45 n-Propanol 181755 1.0000 0.8162
Printed on 4/25/2012 7:10542 AM Page 1 of 1



Chrom Perfect Chromatogram Report

120
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:10:49 AM |
Bound File Name = SIM04242012.0041. RAW
Sample Name = 0.1 CAL TLC A
Date Taken = 4/25/2012 1:49:15 AM VDH Headspace Alcohol
Methed file = simsoln.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
_ Number (min) Name % WT/VOL Conversion
2 2.66 Ethanol 115821 0.1232 0.1006
4 3.64 t-Butanol 125057 0.9879 0.8063
5 4.45 n-Propanol 179114 1.0000 0.8162
Printed on 4/25/2012 7:10:50 AM Page 1 of 1



Chrom Perfect Chromatogram Report
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0

- 4.45

1.0 24 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:10:56 AM
Bound File Name = SIM04242012.0042.RAW
Sample Name = 0.1 CAL TLC
Date Taken = 4/25/2012 2:05:46 AM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace

~ Number (min) Name % WT/VOL  Conversion

2 2.67 Ethanol 118452 0.1204 0.0983

4 3.64 t-Butanol 137123 1.0354 0.8451

5 445 n-Propanol 187379 1.0000 0.8162

Printed on 4/25/2012 7:10:56 AM Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoin-JFH.met. FMT
Today's Date = 4/25/2012 ' Today's Time = 7:11:02 AM
Bound File Name = SIM04242012.0043.RAW
Sample Name = 0.1 CAL TLC .
Date Taken = 4/25/2012 2:20:44 AM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
~Number ~(min) Name | % WT/NVOL  Conversion
2 2.66 Ethanol 122131 0.1231 0.1005
4 3.64 t-Butanol 131455 0.9843 0.8034
5 4.45 n-Propanol 188972 1.0000 0.8162

Printed on 4/25/2012 7:11:03 AM

Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/25/2012 Today's Time = 7:11:09 AM
Bound File Name = SIM04242012.0044. RAW
Sample Name = 0.1 CAL TLC
Date Taken = 4/25/2012 2:37:18 AM VDH Headspace Alcohol
Method file = simsoin.met :
Calibration file = SimCal 04242012 cal Calibration Version = 7
Peak RetTime Peak Area Amount Headspace
Number  (min) Name % WT/NVOL Conversion
2 2.66 Ethanol 116050 0.1202 0.0981
4 3.64 t-Butanol 134711 1.0359 0.8455
5 4.45 n-Propanol 183993 1.0000 0.8162

Printed on 4/25/2012 7:11:09 AM " Page1of1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5,0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time =7:11:15 AM
Bound File Name = SIM04242012.0045.RAW
Sample Name = 0.1 CAL TLC
Date Taken = 4/25/2012 2:51:01 AM VDH Headspace Alcohol
Method file = simsoln.met '
Calibration file = SimCal 04242012.cal Calibration Version=7
Peak RetTime Peak Area Amount Headspace
~Number  (min) Name - % WTNOL Conversion
2 2.66 Ethanol 114135 0.1229 0.1003
4 3.64 t-Butanol 124638 0.9967 0.8135
5 445 n-Propanol 176927 1.0000 0.8162

Printed on 4/25/2012 7:11:15 AM _ ' Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/25/2012 Today's Time = 7:11:22 AM
Bound File Name = SIM04242012.0046.RAW
Sample Name = 0.1 CALTLC
Date Taken = 4/25/2012 3:08:45 AM VDH Headspace Alcoho!l -
Method file = simsoln.met _
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
Number (min) Name i % WT/VOL  Conversion
2 2.66 Ethanol 115160 0.1209 0.0987
4 3.64 t-Butanol 133768 1.0433 0.8515
5 4.45 n-Propanol 181419 1.0000 0.8162
aﬂed on 4!25/20.1 271123 AM Pagé 10of1



Chrom Perfect Chromatogram Report
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0

1i0 . 1?5 - 250 . 2.5
Format File Name = simsoin-JFH.met.FMT

Today's Date = 4/25/2012

Bound File Name = SIM04242012.0047. RAW
Sample Name = CCS . o
Date Taken = 4/25/2012 3:22:28 AM

Method file = simsoin.met

Calibration file = SimCal 04242012 cal

Today's Time = 7:11:29 AM

VDH Headspace Alcohol

Calibration Version =7

Peak RetTime Peak - Area Amount Headspace
~ Number (min) Name - % WT/VOL  Conversion
2 2.66 Ethanol 79711 0.0824 v~ 0.0673
4 3.64 t-Butanol 127993 0.9825 0.8019
5 4.45 n-Propanol 184322 1.0000 0.8162
Printed on 4/25/2012 7:11:30 AM Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT '
Today's Date = 4/25/2012 Today's Time = 7:11:36 AM
Bound File Name = SIM04242012.0048.RAW
Sample Name = CCS
Date Taken = 4/25/2012 3:38:32 AM VDH Headspace Alcohol
Method file = simsoln.met ,
Calibration file = SimCal 04242012.cal Calibration Version =7
Peak RetTime Peak Area Amount Headspace
Number ~ (min) Name % WTNOL  Conversion
2 2.66 Ethanol 70578 0.0800 v 0.0653
4 3.64 t-Butanol 122998 1.0358 0.8454
5 4.45 n-Propanol 168023 1.0000 - 0.8162

Printed on 4/25/2012 7:11:36 AM ' Page 1 of 1



Analyst: TLC

Headspace Alcobol Analysis Standards Coversheet

Calibration Standards:

Lot ID: ES-03052012  Preparation Date: 03/05/2012%

Date: g““i (\3&““% (2

*Standard E was re-prepared on 3/7/2012

Expiration Date: 06/05/2012_

- 7 Standard A2 Standard Bo i Standard G50 Standard D o |- Standard B 4| Calibration Check ™
% Bthanol (/) 0.005 0.022 0.082 0.202 0.409
AccepanceRanes | 0.006 | 0.024 | 0090 | 0222 | 0450
0.004 | 0.020 | 0074 | 0182 | 0.368
Control Sample:
Sample Source Lot number Target Value Acceptance Range
T (grclitant  ENdITH-00 Ofoe G- 04 O Colio
Calibration and Control Sample Data: '
Vial | Sample Identiﬁcatibn Result In Range? Comments
No. —~
1 Blank E0 005 Y N
2 Compound Retention Times:
Acetaldehyde ‘ ; q & N/A
Methanol Do 2
Ethanol 3. b b
Acetone 3 5
Isopropanol 3 a Q}
T- butanol % gAY
. n-propanol ‘i AL ~
3 Standard A O 0654 Y} N
4 Standard B 0,032 @ N
5 Standard C 5L 0%l g) N
6 Standard D 0.149 g) N
7 Standard E {3 WD YY N
8 Wh _ Control [ £4<4 N )
N \%%;gﬂUﬁdCODtrol Oopg | N | g piave S Ny
dhulie  ders NP
F-ALC 010 vi 03012012 Page 1 of 1




Chrom Perfect Calibration File

File Name: C:AMethods\SimCal 04252012.cal

Version: 3
Creator:
Description:

Reason for change:

Internal standard calibration

No injection volume correction

No sample weight correction

Area reject threshold:

Reference peak area reject threshold:

Amount units:
No default component

Method of caleulating data point averages: Equal weight for all updates

No calibration update report

1000

0

All levels are normal data points.
3 Ethanol
2.4 Expected retention time: 2.662 minutes
29 | Search window: 0.1 minutes
20 Internal standard component: 7 (n-Propanol)
: No retention time reference component
1.8 Group number: 0
16 ¢

g 14 | High alarm limit: 0

8 Low alarm limift: 0

@ 1.2 Component constant; 0

< 1.0 .
08 Single peak quantification by area
06 Y =5.346678 X +0
04 -
i Linear fit with equal weighting, forced to origin
0.2 J 8
0 : Coeflicient of determination: 0.9998956
> 0 | Io 0I ‘0|1 ‘012 | ]25101 ‘0‘[35'0‘40'0 jAverage erior: 0.752%
0.00 0.05 0.10 0.15 0.20 Q. . .30 0. . '45Average CF: 5319813
Amount Ratio RSD: 0821%
Level Amonnt TResponse CalFactor Error,% AmountRatic Response Ratio  Source Date and time

1 (0.088)  (85146) - - 0,088 $5146  Manual 2/24/2012 1:50:47 PM
2 0.0055  5147.659  935933.1 -1.103 00055  2.9082468-02 CAAlcohol Data\SIM04252012\SIM04252012.0003.BND  4/26/2012 7:30:36 AM
3 0022 2227173 1012351 0.239 0022 0.1179078  C:\Alcohol Data\SIMO042520 1218 IM042520 12,0004 BND  4/26/2012 7:30:42 AM
4 0.082 7950599 9695853 -0.546 0.082 0.4360351 CA\Alcohol Data\SIMO42520 IASIMO42520 12,0005 BND  4/26/2012 7:30:48 AM
5 0202 1963701 9721341 -1.487 0.202 1063972  CAAlcohol DatsASIM042520124SIM04252012.0006. END  4/26/2012 7:30:55 AM
6 0409 3860612 9439149 0384 0.409 2.195191 CiAlcohol Data\SIMO4252012:SIME4252012.0007.BND  4/26/2012 7:31:01 AM

Printed on 4/26/2012 7:31:18 AM

Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 25 3.0 3.5 4.0 45 5.0
Format Fite Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 7:59:19 AM
Bound File Name = $iM04252012.0001. RAW
Sample Name = Blank
Date Taken = 4/25/2012 3:51:29 PM : VVDH Headspace Alcohol
Method file = simsoin.met
Calibration file = SimCai 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number -~ (min) Name ) % WT/VOL Conversion
4 3.64 t-Butanol 128348 0.9737 0.7948

5 4.45 n-Propanol 185193 1.0000 0.8162

Printed on 4/26/2012 7:59:19 AM o Page 1 of 1



" Chrom Perfect Chromatogram Report
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1‘.0 : 1!5 . 2.‘0 2!5 3?0 31‘5 4[0 4?5 ‘ 5.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/26/2012 Today's Time = 7:59:26 AM

Bound File Name = SIM04252012.0002.RAV

Sample Name = TMX

Date Taken = 4/25/2012 4:07:20 PM VVDH Headspace Alcohol

Method file = simsoln.met

Calibration file = SimCal 04252012 cal Calibration Version =3

Peak RetTime Peak Area Amount Headspace

~ Number (min) Name % WT/VOL Conversion
2 1.92 Acetaldehyde 23080 0.0650 0.0531
3 2.02 Methanol 40618 0.0890 0.0726
4 2.66 Ethanol 85598 0.0860 0.0702
5 3.07 Acetone 435477 0.1030 0.0841
6 3.20 Isopropanol 180722 0.0910 0.0743
7 3.64 t-Butanol 134678 1.0165 0.8297
8 4.45 n-Propanol 186142 1.0000 0.8162

Printéd on 4/26/2012 7:59:27 AM Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 240 25 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoin-JFH.met. FMT
Today's Date = 4/26/2012 , Today's Time = 7:59:34 AM
Bound File Name = SIM04252012.0003.RAW
Sample Name = STD A :
Date Taken = 4/25/2012 4:22:46 PM : ' VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak . Ret Time Peak Area Amount Headspace
~ Number (min) Name i % WT/VOL  Conversion
3 2.67 Ethanol 05148 : 0.0054 0.0044
6 3.64 tButanol . 123393 0.9795 0.7994
7 4.45 n-Propanol 177002 _ 1.0000 0.8162

Printed on 4/26/2012 7:59:34 AM Page 1 of 1



Chrom Perfect Chromatogram Report

140
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1.0 1.8 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 7:59:41 AM
Bound File Name = SIM04252012.0004. RAW
Sample Name = STD B
Date Taken = 4/25/2012 4:38:50 PM VDH Headspace Alcohol
Method file = simsoln.met ‘
Calibration file = SimCat 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number _(min) Name o ) % WT/VOL  Conversion
3 2.66 Ethanol 22272 0.0221 0.0180
b 3.64 t-Butanol 137330 , 1.0215 0.8337
6 4,45 n-Propanol 188891 1.0000 0.8162

Printed on 4/26/2012 7:59:42 AM Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simson-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 7:59:48 AM
Bound File Name = SIM04252012.0005.RAW
Sample Name = STD C '
Date Taken = 4/25/2012 4:52:57 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.67 Ethanol 79506 0.0816 0.0666
4 3.64 t-Butanol 126496 0.9747 0.7955
5 445 n-Propanol 182339 1.0000 0.8162

Printed on 4/26/2012 7:59:49 AM

Page 1 of 1



Chrom Perfect Chromatogram Report

200
180 -
160 - &
o
140 -
120 - w
Q:
<
100 ;
' 3
80 - ©
60 |
40
20 . . . L _ e
. ;
- 1 i : ' T e T T ] T 1 T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 7:59:556 AM
Bound File Name = SIM(4252012.0006. RAW
Sample Name = STD D
Date Taken = 4/25/2012 5:10:16 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration fite = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number ~ (min) Name ) % WTNOL  Conversion
3 2.66 Ethanol 196371 0.1990 0.1624
5 3.64 t-Butanol 134263 1.0221 0.8342
6 4.45 n-Propanol 184564 1.0000 - 0.8162

Printed on 4/26/2012 7:59:55 AM

Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 . 1.5 2.0 2.8 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 8:00:00 AM
Bound File Name = SIM04252012.0007.RAW
Sample Name = STD E
Date Taken = 4/256/2012 5:24:17 PM 7 VDH Headspace Alcohol
Method file = simsoln.met A
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number (min) Name - % WTNOL Conversion
2 2.66 Ethanol 386061 0.4106 0.3351
4 3.64 t-Butanol 123393 : 0.9858 0.8046
5 4.45 n-Propanol 175867 1.0000 0.8162

Printed on 4/26/2012 8:00:00 AM . ' ' Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 25 3.0 3.6 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/26/2012 Today's Time = 8:00:07 AM
Bound File Name = SIM04252012.0008.RAW
Sample Name = AQ QC '
Date Taken = 4/25/2012 5:41:43 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012 cal Callibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number _ (min) Name « % WT/VOL  Conversion
2 2.66 Ethanol 94555 0.0989 0.0807
4 3.64 t-Butanol 130422 1.0249 0.8365
5 4.45 n-Propanol 178789 1.0000 - 0.8162

Printed on 4/26/2012 8:00:07 AM

Page 1 of 1



Chrom Perfect Chromatagram Report
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1.0 1.5 2.0 25 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-dJFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 8:00:15 AM
Bound File Name = SiM04252012.0009.RAW .
Sample Name = AQ QC
Date Taken = 4/25/2012 5:55:20 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration-Version = 3
Peak RetTime Peak Area Amount Headspace
Number  (min) Name % WT/NOL  Conversion
2 2.67 Ethanol 94377 0.1009 0.0823
4 3.64 t-Butanol 121180 0.9729 0.7941
5 4.45 n-Propanol 175000 1.0000 0.8162

Printed on 4/26/2012 8:00:15 AM

Page 1 of 1



Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/26/2012 Today's Time = 8:00:21 AM
Bound File Name = SIM04252012.0028.RAW
Sample Name = CCS
Date Taken = 4/25/2012 10:55:52 PM VDH Headspace Alcohol
Methad file = simsoin.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name % WT/VOL _ Conversion
2 2.66 Ethanol 78181 0.0804 v~ 0.0656
4 3.64 t-Butanol 133788 1.0334 0.8434
5 4.45 n-Propanol 181898 1.0000 0.8162

Printed on 4/26/2012 8:00:21 AM

Page 1 of 1



Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 8:00:26 AM
Bound File Name = SiM04252012.0029.RAW
Samplie Name = CCS :
Date Taken = 4/25/2012 11:09:32 PM VDH Headspace Alcohol
Method file = simsoln.met :
Calibration file = SimCal 04252012.cal Cailibration Version =3
Peak RetTime Peak Area Amount Headspace
Number  (min) Name % WT/VOL  Conversion
2 2.67 Ethanol 80599 0.0828 v 0.0676
4 3.64 tButanol 126397 0.9754 0.7961
5 445 n-Propanol 182069 1.0000 0.8162

Printed on 4/26/2012 8:00:27 AM

Page 1 of 1



Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 8:00:32 AM
Bound File Name = SIM04252012.0030.RAW
Sample Name = 0.1 Cal TLC
Date Taken = 4/25/2012 11:25:39 PM VDH Headspace Alcohol
Method file = simsocln.met
Calibration file = SimCal 04252012 cal Calibration Version =3
Peak RetTime Peak Area Amount Headspace
_Number  (min) Name L % WT/VOL Conversion
2 2.66 Ethanol 116980 0.1180 0.0963
4 3.64 t-Butanol 134273 1.0173 0.8303
5 4.45 n-Propanol 185448 1.0000 0.8162

Printed on 4/26/2012 8:00:32 AM

F_‘age 1of1



Chrom Perfect Chrematogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 8:00:39 AM
Bound File Name = SIM(04252012,0031.RAW
Sample Name = 0.1 Cai TLC .
Date Taken = 4/25/2012 11:41:07 PM : VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL  Conversion
2 2.66 Ethanol 113880 0.1234 - 0.1007
3 364 t-Butanol 120074 0.9772 0.7976

4 4.45 n-Propanol 172644 1.0000 0.8162

Printed on 4/26/2012 8:00:40 AM : Page 1 of 1




Chrom Perfect Chromatogram Repori

Printed on 4/26/2012 8:00:47 AM
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Format File Name = simsoln-JFH.met.FMT
Today's Date = = 4/26/2012 Today's Time = 8:00:47 AM
- Bound File Name = S81M04252012.0032.RAW ,
Sample Name = 0.1 Cal TLC
Date Taken = 4/25/2012 11:57:10 PM VDH Headspace Alcchol
Methaod file = simsoln.met '
Calibration file = SimCai 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL  Conversion
2 2.66 Ethanol 114857 0.1202 0.0981
4 3.64 t-Butanol 131152 1.0313 0.8418
5 4.45 n-Propanol 178672 1.0000 0.8162
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Format File Name = simsoln-JFH.met FMT
Today's Date = 4/26/2012 - Today's Time = 8:00:55 AM
Bound File Name = SIM04252012.0033. RAW
Sample Name = 0.1 Cal TLC
Date Taken = 4/26/2012 12:11:31 AM VDH Headspace Aicohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area . Amount Headspace -
_ Number (min) Name _ : % WT/VOL Conversion
2 2.66 Ethanol 111692 0.1220 - 0.0996
4 3.64 t-Butanol 120199 0.9860 0.8048

5 445 n-Propanol™ 171273 1.0000 0.8162
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Today's Date = 4/26/2012 Today's Time = 8:01:03 AM
Bound File Name = SIM04252012.0034.RAW
Sample Name = 0.1 Cal TLC
Date Taken = 4/26/2012 12:28:37 AM VVDH Headspace Alcohol
Method file = simsoin.met
Calibration file = SimCal 04252012 cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
~Number (min) Name % WT/NOL Conversion
2 2.66 Ethanol 112601 0.1192 0.0973
4 3.64 t-Butanol 120421 1.0294 0.8402
5 4.45 n-Propanol 176634 1.0000 0.8162
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Bound File Name = SIM(04252012.0035.RAVV
Sample Name = 0.1 Cal TLC
Date Taken = 4/26/2012 12:42:20 AM - VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area - Amount Headspace
Number  (min) Name - % WT/NVOL  Conversion
2 2.66 Ethanol 111234 0.1230 0.1004
4 3.64 t-Butanol 118629 0.9851 0.8041
5 445 n-Propanol 169186 1.0000 0.8162
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Today's Date = 4/26/2012 Today's Time = 8:01:18 AM
Bound File Name = SiM04252012.0036. RAW
Sample Name = 0.1 Cal TLC
Date Taken = 4/26/2012 12:58:26 AM \VDH Headspace Alcohol
Method file = simsoin.met o
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name _ ) % WT/NVOL Conversion
2 2.66 Ethanol 115976 0.1190 0.0971
4 3.64 t-Butanol 133472 1.0285 0.8395
5 445 n-Propanol 182323 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Tdday's Time = 8:01:24 AM
Bound File Name = SIM04252012.0037.RAW
© Sample Name = CCS ' ‘
Date Taken = 4/26/2012 1:13:44 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name % WT/NOL  Conversion
3 266 Ethanol 77842 0.0827 vV 0.0675
5 3.64 t-Butanol 123410 : 0.98438 0.8038
6 4.45 n-Propanol 176072 1.0000 0.8162
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Bound File Name = SIM04252012.0038.RAW
Sample Name = CCS
Date Taken = 4/26/2012 1:29:55 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name _‘ % WTNOL Lonversion
2 2.66 Ethanol 78126 0.0808 v 0.0660
4 3.64 t-Butanol 132996 1.0336 0.8437
5 4.45 n-Propanol 180777 1.0000 0.8162
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Bound File Name = SIM04252012.0039.RAW
Sample Name = 0.1 Cal ALB
Date Taken = 4/26/2012 1:43:53 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCai 04252012.cal Calibration Version =3
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL _ Conversion
2 2.67 Ethanol 116452 -0.1240 0.1012
4 - 3.64 {-Butanol 123302 0.9861 0.8049
5 4.45 n-Propanol 175675 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 4/26/2012 Today's Time = 8:01:43 AM
Bound File Name = SIM04252012.0040. RAWY
Sample Name = 0.1 Cal ALB
Date Taken = 4/26/2012 1:59:39 AM VDH Headspace Alcohol
Method file = simsoln.met :
Calibration file = SimCal 04252012.cal Ca!ibration Version =3
Peak RetTime Peak Area Amount Headspace
~ Number (min) Name % WT/VOL Conversion
' 2 - 2.66 Ethanol 116428 0.1206 0.0984
3 3.64 t-Butanol 132462 1.0303 0.8410
4 445 n-Propanol 180627 1.0000 0.8162
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Bound File Name = SiM04252012.0041.RAW
Sampie Name = 0.1 Cal ALB , '
Date Taken = 4/26/2012 2:15:03 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012 cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number (min) Name o % WT/VOL Conversion
2 2.66 Ethanol 117353 0.1238 0.1011
4 3.64 t-Butanol 124799 0.9895 0.8076
5 4.45 n-Propanol 177198 1.0000 0.8162
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Bound File. Name = SIM04252012.0042.RAW
Sample Name = 0.1 Cal ALB
Date Taken = 4/26/2012 2:31:12 AM VDH Headspace Alcchol
Methaod file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number (min) Name. % WTNVOL Conversion
2 2.66 Ethanol 113286 0.1202 0.0981
4 3.64 t-Butanol 129607 1.0332 0.8433
5 445 n-Propanol 176236 1.0000 0.8162
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Bound File Name = SIM04252012.0043.RAW
-Sample Name = 0.1 Cal ALB ‘
Date Taken = 4/26/2012 2:44:49 AM VDH Headspace Alcohol
Method file = simsoln.met _
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area - Amount Headspace
Number (min) Name’ ) % WT/VOL  Conversion
- 2 2686 Ethanol - 111326 ~ 0.1251 0.1021
4 3.64 t-Butano! 117423 0.8910 0.8089
5 445 n-Propanol - 166467 1.0000 0.8162
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Sample Name = 0.1 Cal ALB
Date Taken = 4/26/2012 3:02:41 AM . VDH Headspace Alcohol
Methed file = simsoln.met
Calibration file = SimCal 04252012 cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
~ Number {min) - Name , % WTNOL Conversion
2 2.66 Ethanol 115550 _ 0.1213 0.0990
4 3.64 t-Butanol 131328 1.0359 0.8455
5 4.45 n-Propanol 178128 1.0000 0.8162
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Bound File Name = SIM04252012.0045.RAW
Sample Name = 0.1 Cal ALB
Date Taken = 4/26/2012 3:16:21 AM VDH Headspace Alcohol
Method file = simsoln.met '
Calibration file = SimCal 04252012.cal Calibration Version =3
Peak RetTime Peak Area Amount Headspace
Number (min) Name - % WT/VOL Conversion
o 2 266 Ethanol 111228 0.1224 0.0999
4 3.64 t-Butanol 119656 0.9894 0.8075
5 445 n-Propanol 169920 1.0000 0.8162
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Bound Fite Name = SIM04252012.0046.RAW
Sample Name = CCS
Date Taken = 4/26/2012 3:34:07 AM VDH Headspace Alcohol
Methed file = simsoln.met
Calibration file = SimCal 04252012 cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
~Number  (min) Name % WT/VOL @Gonversion
2 2.66 Ethanol 80120 0.0805 v 0.0657
3 3.64 t-Butanol 137719 1.0392 0.8482
4 4.45 n-Propanol 186194. 1.0000 0.8162
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Bound File Name = SIM04252012.0047.RAW
Sampie Name = CCS

Date Taken = 4/26/2012 3:47:48 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = SimCal 04252012.cal Calibration Version = 3
Peak RetTime Peak Area Amount Headspace
Number (min} Name 3 % WT/VOL Zonversion
2 2.67 Ethanol 65812 0.0818V 0.0668
4 3.64 t-Butanol 109222 1.0202 0.8327
5 4.45 n-Propanol ~ 150412 1.0000 0.8162
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