
INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100160
VPA TRAINING
12/02/2010
12/02/2010
12/10/2010
STEVEN E HARNOIS DEP

. 72,ec -,
I0 2"706 ~ p {d'-d

. C 7 (J 0 (' ~ 45 PC/f--Jr?-/\ ) ;-1 (0

I L 2eOe

ectC~ rH
Site meets specification in doc P-ALC-21O

Diagnostic Results

VERSIONS
DMf 1.05
PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.97°C
Breath Tube ~ 48.07°C
Digital Sim = 34.0°C

SETTINGS
Lamp Voltage =2.50 V
Cooler Voltage = 1.76 V
Bias Voltage = 80.6 V
Chopper Freq = 537.2 Hz

Accuracy and Precision Check
Concentration = 0.101 g/210L
Lot # ~ 10-XX-100
Average = 0.101 g/21OL
Std Dev = 0.000

RFI Interference Test
RFI detected

Sample Acceptance Test
Passed

0.10

PUMP INFO
Flow Rate = 5.773 LIM

DETECTOR INFO
PUMP ON OFF
MAX(V) 0.0896 0.0921
MIN(V) 0.0876 0.0909

FILTER INFO
Filter 1 0.092 Zero ~ true
Filter 2 0.257 Zero = true
Filter 3 1.102 Zero = true

CALIBRATION CIlliCK
Xq = 0.0899 0.39%

INSTALLATION PASSED
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Performed by = Date 12/10/2010

Reviewed by _
DMT Serial Number #100160

Date
Page I of I 12/tO/2010 13:39



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100160
VPA TRAINING
12/02/2010
12/02/2010
12/10/2010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

AccuracY and Precision Check
Concentration ~ 0.101 g/210L
Lot # ~ lO-XX-IOO
Average = 0.101 g/21OL
Std Dev = 0.000

RFI Interference Test
RFI detected

TEMPERATURES
Sample Chamber ~ 48.9JOC
Breath Tube ~ 48.07°C
Digital Sim = 34.0°C

Sample Acceptance Test
Passed

SETIlNGS
Lamp Voltage ~ 2.50 V
Cooler Voltage ~ 1.76 V
Bias Voltage = 80.6 V
Chopper Freq = 537.2 Hz

0.00 0.0
o 5 10 15 20 25 30 35 40 45 50 55 60

0.10

PUMP INFO
Flow Rate ~ 5.773 11M

8.0

16.0

24.0

40.0

32.00.08

0.04

0.06

0.02
CALI13RATION CHECK
Xq = 0.0899 0.39%

INSTALLATION PASSED

FILlER INFO
Filter I 0.092 Zero = true
Filter 2 0.257 Zero ~ true
Filted 1.102 Zero = true

DETECTOR INFO
PUMP ON OFF
MAXCV) 0.0896 0.0921
MINCV) 0.0876 00909

Performed by Date 12/10/2010

Reviewed by
DMT Serial Number # I00 160

Date
Page I ofl 12/10/2010 13,38



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100145
VPA TRAINING
12/0212010
12/06/2010
12/1012010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-21O

Diagnostic Results

VERSIONS
DMf 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

Accuracy and Precision Check
Concentration ~ 0.101 g/210L
Lot # ~ 10-XX-100
Average = 0.101 g/210L
Std Dev = 0.001

RFI Interference Test
RFI detected

lliMPERATURES
Sample Chamber = 48.68°C
Breath Tube ~ 47.49°C
Digital Sim = 34.1 °C

Sample Acceptance Test
Passed

SETTINGS
Lamp Voltage ~ 1.58 V
Cooler Voltage = 1.66 V
Bias Voltage = 80.3 V
Chopper Freq ~ 544.3 Hz

0.10

PUMP INFO
Flow Rate ~ 5.673 LIM
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DETECTOR INFO
PUMP ON OFF
MAX(Y) -0.0567 -0.0526
MIN(V) -0.0583 -0.0543

INSTALLATION PASSED

CALIBRAllON CHECK
Xq=0.12510.43%

FILTER INFO
Filter I -0.054 Zero = true
Filter 2 0.541 Zero = true
FilterJ 1.419 Zero = true

Performed by Date~_.....1,",2/,-,-1012~~_0_

Reviewed by
DMT Serial Number #100145

Date ~~~_.__..__
Page 1 of I 12110/2010 13:38



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100145
VPA TRAINING
12/0212010
12/06/2010
12/1012010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-21O

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube ~ 47.49°C
Digital Siro = 34. I °C

SETTINGS
Lamp Voltage ~ 1.58 V
Cooler Voltage ~ 1.66 V
Bias Voltage = 80.3 V
Chopper Freq ~ 544.3 Hz

Accuracy and Precision Check
Concentration = 0.101 g/210L
Lot # = 10-XX-100
Average ~ 0.101 g/210L
Std Dev = 0.001

RFI Interference Test
RFI detected

Sample Acceptance Test
Passed

0.10
PUMP INFO
Flow Rate ~ 5.673 LIM

DETECTOR INFO
PUMP ON OFF
MAX(V) -0.0567 -0.0526
MIN(V) -0.0583 -0.0543

FILTER INFO
Filter I -0.054 Zero ~ true
Filter 2 0.541 Zero ~ true
Filter3 1.419 Zero = true

CALIBRATION CHECK
Xq ~ 0.1251 0.43%

INSTALLAnON PASSED
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Performed by Date 12/10/2010

--_._-- ---- .._-Reviewed by
DMT Serial Number #- I00145

Date
Page 1 of I 12/1012010 13.37



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100145
VPA TRAINING
12/02/2010
12/06/2010
12/10/2010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-21O

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

Accuracy and Precision Check
Concentration ~ 0.101 g/21OL
Lot # = 10-XX-100
Average = 0.101 g/210L
Std Dev ~ 0.000

RFI Interference Test
RFI detected

TEMPERATURES
Sample Chamber = 48.9TC
Breath Tube = 47.30°C
Digital Sim = 34.2°C

SETTINGS
Lamp Voltage = 1.58 V
Cooler Voltage = 1.67 V
Bias Voltage = 80.3 V
Chopper Freq ~ 541.3 Hz

Sample Acceptance Test
Failed

KU7RIl7

0.10
PUMP INFO
Flow Rate =5.439 LIM
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c c
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CALIBRATION CHECK
Xq ~0.1238 0.57%

INSTALLATION FAILED

DETECTOR INFO
PUMP ON OFF
MAX(V) -0.1039 -0.0990
MIN(V)-O.1071 -0.1010

FlLTERINFO
Filter I -0.099 Zero ~ true
Filter 2 0.503 Zero = true
Filter 3 1.357 Zero = true

Performed by Date 12/10/2010

Reviewed by
DMT Serial Number #10014.5

Date
Page 1 of] 12/10/2010 12:13



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

123106
VPA TRAINING
12/31/2008
12/31/2008
1211012010
STEVEN E HARNOIS

~.VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMf 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.74°C
Breath Tube = 44.32°C
Digital Sim = 34.0°C

SEITINGS
Lamp Voltage = 1.71 V
Cooler Voltage ~ 1.71 V
Bias Voltage = 80.5 V
Chopper Freq = 534.9 Hz

Accura<;y and Precision Check
Concentration = 0.101 gl2l0L
Lot # = 10-XX-100
Average = 0.103 gl210L
Std Dcv ~ 0.001

RFI Interference Test
RFI detected

Sample Acceptance Test
Passed

0.10
PUMP INFO
Flow Rate = 4.596 LIM

DETECTOR INFO
PUMP ON OFF
MAX(V) 0.4400 0.4431
MIN(V) 0.4384 0.4417

FILTER INFO
Filter I 0.442 Zero ~ true
Filter 2 0.907 Zero = true
Filter 3 0.959 Zero = true

CALIBRATION CHECK
Xq = 0.0819 0.53%

INSTALLATION PASSED
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Performed by Date 12/10/2010
--~~

Reviewed by _
DMT Serial Number #123106

Date _
Page 1 of 1 12/10/2010 12:12



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

123106
VPA TRAINING
12/31/2008
12/31/2008
12110/2010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber ~ 48.74°C
Breath Tube ~ 44.32°C
Digital Sim = 34.0°C

SETTINGS
Lamp Voltage ~ 1.71 V
Cooler Voltage = 1.71 V
Bias Voltage ~ 80.5 V
Chopper Frcq = 534.9 Hz

Accuracy and Precision Check
Concentration ~ 0.101 g/210L
Lot # = 10-XX-100
Average = 0.103 g/2IOL
Std Dev = 0.001

RFI Interference Test
RFI detected

Sample Acceptance Test
Passed

PUMP INFO
Flow Rate = 4.596 LIM

DETECTOR INFO
PUMP ON OFF
MAX(V) 0.4400 0.4431
MIN(V) 0.4384 0.4417

FILTER INFO
Filter I 0.442 Zero ~ true
Filter 2 0.907 Zero = true
Filter 3 0.959 Zero ~ true

CALlBRA110N CHECK
Xq = 0.0819 0.53%

INSTALLATION PASSED
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Performed by -----... Date 12/10/20-=-10=---_

Reviewed by _
DMT Serial Number #123106

Date
-------

Page 1 of 1 12/1012010 12:13



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100145
VPA TRAINING
12/0212010
12/0612010
12/10/2010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-21O

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

Accuracy and Precision Check
Concentration = 0.101 g/210L
Lot # = 10-XX-100
Average = 0.101 g/21OL
Std Dev = 0.000

RFI Interference Test
RFI detected

TEMPERATURES
Sample Chamber = 48. 97°C
Breath Tube = 47.30°C
Digital Sim ~ 34.2°C

SETTINGS
Lamp Voltage = 1.58 V
Cooler Voltage ~ 1.67 V
Bias Voltage = 80.3 V
Chopper Freq = 541.3 Hz

Sample Acceptance Test
Failed

KU7RTI7

0.10

PUMP INFO
Flow Rate = 5.439 LIM

30

I
n 1 rnhnl IFlow Rat~ (LIM)

....

,.r-.,
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252015105o

0.02
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0.08

CALIBRATION CHECK
Xq = 0.1238 0.57%

INSTALLATION FAILED

Fll,TERINFO
Filter I -0.099 Zero = true
Filter 2 0.503 Zero ~ true
Filter 3 1.357 Zero = true

DETECTOR INFO
PUMP ON OFF
MAX(V) -0.1039 -0.0990
MIN(V) -0.1071 -0.1010

Performed by Date __--'1.=2110/2010

Reviewed by ~

DMT Serial Number #100145

Date _
Page lofl 1211012010 12,13



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100168
VPA TRAINING
12/0112010
12/0212010
12/1012010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-21O

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

Accuracy and Precision Check
Concentration = 0.101 g/21OL
Lot # ~ IO-XX-IOO
Average = 0.101 g/21OL
Std Dev = 0.001

RFI Interference Test
RFI detected

TEMPERATURES
Sample Chamber = 48.97°C
Breath Tube = 45.35°C
Digital Sim ~ 34.2°C

Sample Acceptance Test
Passed

SETTINGS
Lamp Voltage = 2.33 V
Cooler Voltage ~ 1.71 V
Bias Voltage = 80.6 V
Chopper Freq = 543.7 Hz

0.00 0.0
o 5 10 15 20 25 30 35 40 45 50 55 60

0.10
PUMP INFO
Flow Rate = 5.769 LIM

8.0

24.0

16.0

40.0

32.0

0.04

0.02

0.08

0.06

FILTER INFO
Filter 1 -0.026 Zero = true
Filter 2 0.101 Zero=true
Filter 3 0.557 Zero ~ true

DETECTOR INFO
PUMP ON OFF
MAXCV) -0.0299 -0.0260
MlNCV) -0.0325 -0.0285

INSTALLATION PASSED

CALIBRAnON CHECK
Xq = 0.0977 1.41%

Performed by Date 12/10/2010

Reviewed by . _ Date
-- ---------

DMT Serial Number #100168 Page I of I 12/10/20tO 12015



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100168
VPA TRAINING
12/0112010
12/02/2010
12/1012010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

Accuracy and Precision Check
Concentration - 0.101 g/210L
Lot # = 10-XX-IOO
Average = 0.101 g/210L
Std Dev = 0.001

RFI Interference Test
RFI detected

lEMPERATURES
Sample Chamber = 48.97°C
Breath Tube = 45.35°C
Digital Siro = 34.2°C

Sample Acceptance Test
Passed

SEITINGS
Lamp Voltage = 2.33 V
Cooler Voltage = 1.71 V
Bias Voltage = 80.6 V
Chopper Freq = 543.7 Hz

0.00 0.0
o 5 10 15 20 25 30 35 40 45 50 55 60

0.10

PUMP INFO
Flow Rate = 5.769 LIM

8.0

24.0

16.0

32.0

40.0

0.02

0.04

0.06

0.08

INSTALLATION PASSED

CALIBRAI10N CHECK
Xq = 0.0977 1.4I%

DElECTOR INFO
PUMP ON OFF
MAX(V) -0.0299 -0.0260
MIN(V) -0.0325 -00285

FILlER INFO
Filter I -0.026 Zero = true
Filter 2 0.101 Zero = true
Filter 3 0.557 Zero = true

Performed by Date __--'1-=2'--'/Ic=0"'12oc0--'lccO_

Reviewed by _
DMT Serial Number #100168

Date _
Page 1 ofl 12/10/2010 12:16



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100170
VPA TRAINING
12/0l/201O
12/06/2010
12/10/2010
STEVEN E HARNOIS

~,VERMONT
DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMr 1.05
PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

1EMPERATURES
Sample Chamber ~ 48.74'C
Breath Tube ~ 46.26'C
Digital Sim ~ 34.2'C

SETTINGS
Lamp Voltage ~ 2.07 V
Cooler Voltage ~ I.71 V
Bias Voltage ~ 80.7 V
Chopper Freq ~ 543.3 Hz

Accuraey and Precision Check
Concentration ~ 0.101 g/21OL
Lot # ~ 10-XX-100
Average ~ 0.100 g/21OL
Std Dev ~ 0.000

RFI Interference Test
RFI detected

Sample Acceptance Test
Passed

0.10

PUMP INFO
Flow Rate ~ 5.759 LIM

DE1ECTOR INFO
PUMP ON OFF
MAX(V) -0.0709 -0.0675
MIN(V) -0.0722 -0.0691

FIL1ERINFO
Filter I -0.068 Zero ~ true
Filter 2 0.170 Zero ~ true
Filter 3 0.593 Zero ~ true

CALIBRATION CHECK
Xq ~ 0.0883 0.59%

INSTALLATION PASSED
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Performed by Date 12.../....10/2010

Reviewed by ~

DMT Serial Number #100170

Date _
Page I of I 12/10/2010 12:52



INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed By:

100170
VPA TRAINING
12/0112010
12/0612010
12/10/2010
STEVEN E HARNOIS DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-21O

Diagnostic Results

VERSIONS
DMf1.05
PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.74°C
Breath Tube = 46.26°C
Digital Sim ~ 34.2°C

SE1TlNGS
Lamp Voltage ~ 2.07 V
Cooler Voltage ~ 1.71 V
Bias Voltage = 80.7 V
Chopper Frcq = 543.3 Hz

AccuracY and Precision Check
Concentration = 0.101 gl210L
Lot # = lO-XX-l00
Average ~ 0.100 gl21 OL
Std Dev = 0.000

RFI Interference Test
RFI detected

Sample Acceptance Test
Passed

PUMP INFO
Flow Rate ~ 5.759 LIM

DETECTOR INFO
PUMP ON OFF
MAX(V) -0.0709 -0.0675
MIN(V) -0.0722 -0.0691

FlLTERlNFO
Filter I -0.068 Zero = true
Filter 2 0.170 Zero = true
Filter 3 0.593 Zero ~ true

CALIBRATION CHECK
Xq = 0.0883 0.59%

INSTALLATION PASSED
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Performed by " d-zt;;;;;;.~ -' Date 12/10/2010

Reviewed by _
DMT Serial Number #100170

Date
Page 1 oft 12/10/2010 12:52


