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CONFIDENTIALITY NOTICE

The documents accompanying this facsimile transmissicon may be
confidential and intended only for the use of the individual to
whom the transmission is directed. If you are not the intended
recipient, be aware that any disclosure, copying, distribution or
use of the contents of this telecopied information is prohibited.
If you have received this facsimile in error, please notify us by
telephone immediately so we can arrange for the retrieval of the
criginal documents at no cost to your office. Thank you for your
assistance.
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DIAGNOSTIC RESULT

DataMaster DMT: 123106 ~»

it VERMONT
Calibration Date:  06/15/2009 as |

Certification Date: 06/15/2009
Insiallation Date: /1512

TostDater 061812009 DEPARTMENT OF HEALTH

Time: 14:34

VERSIONS
DMT 1.01

51(22(21?12506 ’FC/{_ (/ (/ewfl&h (,vrillpafa(

Questions 1.00
Reports 1.01

TEMPERATURES e

Sample Chamber = 4%.26°C —— T

Breath Tube = 45.91°¢C _ -

Digital Sim = 33.8°C C T ﬁ\e\l

L

SETTINGS ' \ 0(

Lamp Veoltage = 1.59 v )

Cooler Voltage = 1.68 V z,épg’

Bias Voltage = 80.1 Vv

Chopper Freq = 545.3 Hz | oY

PUMP INFO | 0O

Flow Rate = 4.599 L/M

DETECTOR INFO \‘O\

PUMP ON OFF

MAX (V) -0.0406 -0.0362

MIN (V) -0.0421 -0.0380

FILTER INFO T o

Filter 1 -0.038 Zero = true —_— T '

Filter 2 0.487 Zero = true ,

Filter 3 0.510 Zero = true . o ((_
-l @qp{f:c% C\é,(( -

CALTBRATION CHECK . .

Xq = 0.0797 0.43% NOYSIon Seeen Ok

Exapt o Comminetion

ool
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DIAGNOSTIC RESULT

DataMaster DMT: 101708

- P JT
Location: VT DEPT OF HEALTH LAW VERMO
Calibration Date:  06/15/2009 ' v

Ceriification Date; 06/15/2009

Installation Date: 06/15/2009

Test Date: 06/18/2009
Time; 14:35
VERSIONS

DMT 1.01 ~
PTC 2.05 (:7 \’(/
Modem 1.06 \ &A

Questions 1.00
Reperts 1.01

TEMPERATURES

Sample Chamber = 48.97°C
Breath Tube = 43.83°C
SETTINGS

Lamp Voltage = 1.72 vV
Cooler Voltage = 1.68 V
Bias Voltage = 80.3 V
Chopper Fregq = 537.4 Hz

PUMP INFO
Flow Rate = 4.673 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0783 -0.0772
MIN(V) -0.0813 -0.0791

FILTER INFO

Filter 1 -0.076 Zero = true
Filter 2 0.652 Zero = true
Filter 3 0.575 Zero = true

CALIBRATION CHECK
Xq = 0.0861 0.40%
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