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- A@ GUTH LABORATORIES, INC.

530 NORTH B7th STREET * HARRISBURG, PA 17111- 4611 # TELEPHONE: T17-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 10130 of
Alcohol Reference Solulion for Simulator were analyzed by
gas chromatography on May 27, 2010, ﬁsing a Perkin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and found to contain 0.1217% (w/vol)
ethyl alcohol. The expiration date for this lot
number is May 24,2012 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C 4/~ .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water uscd in this solution were

free of test interfering substances.

=7,

Ted L. Pauley, Prciidefit
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNI102408-02 whose
values are traceable 1o NIST,

All balances are calibrated annually by an outside agency using NIST tr iceable weights.
Calibration verification is done prior to each use utilizing NIST (raceable weights.



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100152

Date: 08/17/2010
Time: 14:46:22

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 11-02-100
SOLUTION CONCENTRATION: 0.100
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BLANK TEST 0.000 14:47
CALTBRATION CHECK PRSSED  14:47
SIMULATOR VAPCR 0.103  14:47
SIMULATOR VAPOR 0.103  14:48
SIMULATOR VAPOR 0.102  14:459
SIMULATOR VAPOR 0.103 14:50
SIMULATOR VAPCR 0.103  14:51
SIMULATOR VAPOR 0.102  14:52
STMULATOR VAEBCR 0.102  14:53
SIMULATOR VAPOR 0.102  14:54
SIMULATOR VAPOR 0.102  14:55
SIMULATOR VAPOR 6.102  14:56
BLANK TFST 0.000  14:57
Average = 0.102

Std Dev = 0.0005

DMT Serial Number #100152
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Check—In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 100152
ADDISON COUNTY SO
Certification Date: 06/02/2010
Installation Date: 06/02/2010
Date: 08/17/2010

Time: 14:41:34

Subject Name:; TEST 'TEST

Date of Birth: 08/17/2010 hge: 0
Guardian Present: N

Gender: M

License #: 0 VT

Test Operator Name: STEVEN E HARNCIS
Agency: VDHL

BLANK TEST 0.000 14:42
CALIBRATION CHECK . PASSED 14:42
SIMULATOR VAPOR ) 0.102 14:42
BLANK TEST 0.000 14:43
SUBJECT SAMPLE (Vol=1.7L) 0.000 14:44
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105

DMT Serial Number #100152
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Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 100152
ADDISON CQUNTY SO
Certification Date: 06/02/2010
Installation Date: 06/02/2010
Date: 08/17/2010

Time: 13:53:57

Subject Name: TEST TEST

Date of Birth: 08/17/2010 Age: O
Guardian Present: N

Gender: M

License #: 0 VT

Test. Operator Name: STEVEN E HARNCIS
Agency: VDHL

BLANK TEST 0.000 13:54
CALIBRATION CHECK PASSED 13:54
SIMULATCR VAPCR 0.101 13:55
BLANK TEST 0.C00 13:56
SUBJECT SAMPLE ({Vol=1.7L) 0.000 13:56

All alcohol values reported in g/210L
3im. Vapor Concentration 6,100
Sim. Vapor Range 0.095 - 0.105

DMT Serial Number #100152

Page 1 of 1

—_— A]cohol (g/2101)
— Flow Rate (L/M)

10

15

20

40,

A
S

16,

.0

08/17/2010 13:57



Check-In Confirmation Test
STATE OF VERMONT
DataMaster DMT: 100152
ADDISON COUNTY 50
Certification Date: 06/02/2010
Installation Date: 06/02/2010
Date: 08/17/2010
Time: 13:53:57
Subject Name: TEST TEST
Date of Birth: 08/17/2010 Age: ©
! Guardian Present: N
Gender: M
License #: 0 VT
Test Operator Name: STEVEN E HARNOIS
Agency: VDHL
BLANK TEST G6.000 13:54
CALIBRATION CHECK PASSED 13:54
E SIMULATOR VAPOR 0.101 13:5%
BLANK TEST 0.000 13:56
SUBJECT SAMPLE {Vol=1.7L) 0.000 13:56
All alcchol values reported in g/210L
Sim. Vapor Concentration 0.100
3im. Vapor Range 0.095 - 0.105
)
N

DMT Serial Number #100152

Page 1 of 1
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Check-Tn Confirmation Test

STATE OF VERMONT 0.04 1o | oeen ] 16.8

DataMaster DMT: 100152
ADDISON COUNTY SO
Certification Date: 06/02/2010
Installation Date: 06/02/2010
Date: 08/13/2010

Time: 09:15:46

Suibject Name: TEST TEST

Date of Birth: 08/13/2010 Age: 0O
Guardian Present: Y

Gender: M :
License #: 0 VT ) f ‘ ; : f 5.0

Test COperator Name: STEVEN E HARNQIS
Agency: VDHL

BLANK TEST 0.000 09:16
CALIBRATION CHECK PASSED 09:186
SIMULATOR VAPCOR 0.1902 09:17
BLANK TEST G.000 09:17
SUBJECT SAMPLE (Vol=1.8L) 0,000 69:18
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim, Vapor Range 0.085 - 0.105

DMT Serial Number #100152 Page 1 of 1 08/13/2010 - 09:18



Check-Tn Confirmation Test

STATE OF VERMONT

DataMaster DMT: 100152
ADDISON COUNTY S0
Certification Date: 06/02/2010
Installation Date: 06/02/2010
Date: 08/17/2010

Time: 14:41:34

Subject Name: TE3T TEST

Date of Birth: 08/17/2010 Age: 0
Guardian Present: N

Gender: M

License #: 0 VT

Test Operator Name: STEVEN L HARNOIS
Agency: VDIL

RLANK TEST 0.000 14:42
CALIBRATION CHECK PASSED 14:42
SIMULATOR VAPOR 0.102 14:42
BLANK TEST 0.0C0 14:43
SUBJECT SAMPLE (Vol=1.7L) 0.000 14:44

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105

DMT Serial Number #100152

Page 1 of 1
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