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DataMaster Monthly Update Che_ck—[lﬁsit

Dépe‘xr%ment/Agency: \/ Sp V\{ (“l'S'{‘cV\ DM serial #: l@@l@
pate 4 14 115 -

Provided - None this month

*Operators Loghook (Monthly) IZ L]

*Maimemancg Logbook Monthly) [ A

*Breath Summary Report (Monthly) IZ/ . ]
*Status Summary Report (Monthly) Iﬂ/ D
. ' . /
Calibration (Monthly as needed D _ [~
' /
Certification (Monthly as needed) ] [4
]Installation_ (Monthly as needed : |:|
Annual Preventative Maintenance D . |:| _
Routine Performance Check % 5
ol
- (3Xs year) @/ﬁe)o H D .
Simulator Solution Change ' il 610!5 '
(Monthiy) ' ' 7] feb !
Other Reports S A .

List other report type and date:
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Status Record History o4/t 13015
Status Status
Date Time Test Type Status Message
02/15/2015 02:57:47 | DUL Subject Record RESPONSE_TIMEOUT
02/1972015 02:41:34 DUI Subject Record RESPONSE TIMEOUT
«umber #100132 Page 1 of 1 04/04/2015 11:39 AM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100132

Location: Williston VSP
Calibration Date:  12/14/2011
Certification Date: 12/14/2011
Installation Date:  05/31/2012
RPC Date: 02/14/2015

Supervisor Name: TODD D AMBROZ

iagnosti 1

VERSIONS

DMT: 1.01

PIC: 2.06
Medem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

nwonoun
Wb

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

PUMP INFO
Flew Rate = 5.797 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1996 0.2018
MIN (V) 0.1980 0.2006

FILTER INFO

Filter 1 0.202 Zero = true
Filter 2 1.044 2Zero = true
Filter 3 0.280 Zero = true

CALIBRATION CHECK
Xg = 0.091 0.97%

Routine Performance Check Passed

Accuracy and Precision Ch
Concentration =(.098 g/210L
Lot# ) = 14-12-100
Range =0.093-0.103
Average =0.098 g/210L
Std Dev =0.0000

RF Detection Test
Passed

Sample Acceptance Test

Passed

Alcohol (g/210L) | |

0.09]- Flow Rate{L/M) |1 =

0 08 |roncrooed
|
|
|
|

0.07|

0.06)

0. 04 [rrsmrtrimmsms |
0.03

0.02 | S 1

e LI

A
Ll ‘ S| N—
B S - L

|
|
|
L

" ! 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by

Reviewed by

Date 02/14/2015

Datc

DMT Serial Number #100132

Pape 1 of 1

02/14/2015 10:27 AM




DATAMASTER DMT OPERATOR USE LOG
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\/D? W/ il stog

DATAMASTER DMT MAINTENANCE LOG
OO

Department/Agency

DataMaster DMT Serial

Number

PERFORMED BY

DATE TYPE OF SERVICE PERFORMED .
i (Name and Title)
' DataMaster Simulator Solution
, - Lot#13-21-100  EtOHag Conc:0.099 ~  -==
-5\'10\\\0( '+ | Range:0.094-0.104 - aange Place Label Here]
? ' . Preparation Date: 12/20/2013 Explres 12/20/2014 ;L ’ﬂ"/ » _‘__g
_________________ el B JRaiS®
bt

S'rmu\}oﬁl{ﬁ( 5al.\3'ran CJ\“QWEG e I?PC

Calod 25 dop do 5. ,\Uc:(;qp& mﬁjﬂ abec g;ﬁ%)%;g

. _..Compimd zon_pruucel

[ For RPC or Simulator SO[UtIOﬂ Change Place Label Here]

_DataMaster Simulator Solution

" Preparation Date: 3/12/2014 Expires: 3/12/2015

Iefjﬂ:,r s\

DT TR

R et w&
stondodor Shwdion
-—-@;&-m%z&..-....._..-..-.._.._.._...........

Lot# 14-02-100  EtOHaq Conc: 0.097
Range: 0.092 - 0.102

§ I
OPENED: lc:hﬁ M YO 2oy

DWT $q{?er\fi‘60&

-| Lot#14-12-100

RE, Rofermad

DataMaster Simulator Solution

EtOHaq Conc: 0.008

Rafige: 0,052 ~ 0105 hange Place Label Here]:

Preparation Date: 9/10/2014  Explres: 9/10/2015  gEPQULONOT Solodkion

ST T Qb
DMT Buecvuisal

OPENED: o?/ 4 ’7// 75 T4 byq——* C)f\mn%
i \a'w(:.mn tesT @Q&, .

561’ o Ammbruz

DM Sueryisol

[ FrorRPC ‘or Simulator Solution Change Place Label Here]

- ALC 803 REV 03 08/2011 -



