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Status Record History

Page 1
07/13/2015

Status Status
: Test Type Status Message
Date Time Yp 9
06/04/2015 14:49:10 APM Record Diagnostic Check Falled

DMT Serial Number #100132

Page 1 of 1

07/13/2015 9:50 AM
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DATAMASTER DMT MAINTENANCE LOG

Yillisha SO [COZ.39

Department/Agency

DataMaster DMT Serial Number

DATE TYPE OF SERVICE PERFORMED PERFORMED BY
, . (Name and Title)
............................ Compleded AN foheal o] ¥ el
‘-"/‘4/5’ [FOIF{P(‘ or ES[n_}L{lator Solutlon (*h’mJe Place Label He] e] T Tech

T - DataMaster Simulator Solution e L
Lot # 14-12-100 EtOHaq Conc: 0.098

------------------- - Range: 0.093-0.103 L
Preparation Date: 9/}0/2014 Expires: 9/10/2015 -

~ OPENED: -’i’[)j\/[ A0

Q{’C QQCLWT\QCQ /@mt& oot QA!MJ,J»L Lhrad
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100132

Location: Williston VSP
Calibration Date:  12/14/2011
Certification Date: 12/14/2011
Installation Date:  05/31/2012

APM Date: 06/04/2015
Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Concentration =0.098 g/210L
Lot# =14-12-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Simulator Vapor =0.095 g/210L
PIC: 2.06
Modem: 2.4 A
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 49.3°C Sample Acceptance Test

Breath Tube = 47.8°C Passed
Digital Sim = 34.1°C
SETTINGS
Lamp Voltage = 1.57 WV
Cooler Voltage = 1.65 V
Bias Voltage = 80 Vv 0.10 : . ; 2 3 40.0
C = 534 H - - ‘ | |
hopper Freq ‘ 0.09]- Alcohol [g/210L) | & 36.0
DPUMP TNFO — -—-.E'low Rajte(L/M)
Flow Rate = 5.926 L/M 0. 08 — |30 TR S P 5
DETECTOR INFO ‘ 5 -
i o S 0.07|~ st fississisdasin oo 280
MAX (V)  0.1967 0.2010 ) o
MIN(V)  0.1953 0.1996 .06 “[24-0
FILTER INFO 0.05|- G T i : 20.0
Filter 1 0.200 Zero = true ; i g i
Filter 2  1.049 Zero = true 0.04 |- | . e R 16.0
Filter 3 0.269 Zero = true ; ” i
0,03} ................ i A 12 ()
CALIBRATION CHECK ]
Xg = 0.091 0.39% o 11011 S PO A s
0.01 [\1 ------ L | e e e T
APM PASSED 0.00 \ 1 i i i _lo.o
0 5 10 15 20 25 30

wsT thecwome ber v tiieiverz 3.2 Kc%v/,
Sufis

= ftD
Performed by = - Date  06/04/2015

Reviewed by Date

DMT Serial Number #100132 Page 1 of 1 06/04/2015 3:10 PM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100132

Location: Williston VSP
Calibration Date:  12/14/2011
Certification Date: 12/14/2011
Installation Date:  05/31/2012

APM Date: 06/04/2015
Performed by: ROBERT DRISCOLL

Diagnostic Results

VERSIONS

DMT; 1.01
PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 50.1°C
Breath Tube = 48.0°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.57 Vv
Cooler Voltage = 1.65 V
Bias Voltage = 80 V
Chopper Freq = 548 Hz

Detector pverflow

KEP 7in

Filber evnee solenoid sons ~Ur\?\oﬁ‘3’t(’\ (o> Q/q (“/

phile dﬂaﬂ&hj inside asvasen

APM FAILED
Performed by T Date
Reviewed by Date

DMT Serial Number #100132 Page 1 of 1

06/04/2015

06/04/2015 2:50 PM




SOLUTION CHANGE

DataMaster DMT: 100132

Location: Williston VSP
Date: 06/12/2015
Performed by: TODD D AMBROZ

Accuracy and Precision Chéck

Concentration =0.098 g/210L
Lot # = 14-12-100

Range =0.093 -0.103
Average + =0.098 g/210L

Std Dev =0.0000

Simulator Temperature: 34.1°C

Performed by %

DMT Serial Number #100132

Date

Page 1 of 1

06/12/2015

06/12/2015 4:20 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100132

Location: Williston VSP
Calibration Date:  12/14/2011
Certification Date: 12/14/2011
Installation Date:  05/31/2012

RPC Date: 06/12/2015
Supervisor Name: TODD D AMBROZ

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # =14-12-100
VERSIONS Range =0.093 -0.103
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4

Questions: 2.1

RF Detection Tesi

TEMPERATURES Passed
Sample Chamber = 49.2°C
Breath Tube = 47.5°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.57T Vv
Cooler Voltage = 1.65 V
Bias Voltage =80V 0.10 ; ‘ 7 ; ] .0
Chi Fr = 550 Hz ) ) ) )
OPRes o 0,09 Alcohol (g/210L) | | 0
PUMP INFO —— Flow Rate(L/M)
Flow Rate = 5.769 L/M 0.08] - 0
DETECTOR INFO .
PUMP ON OFF S -0
MAX (V)  0.2203 0.2232 3 ;
MIN(V)  0.2187 0.2217 e Ay e
FILTER INFO 0. (20.0
Filter 1 0.223 Zero = true i ¢ :
Filter 2  1.069 Zero = true 0. 04 s B s | o i s
Filter 3 0.296 Zero = true ; i : ] : : !
0‘03 ........................... ‘I?"O
CATLTBRATION CHECK
Xq = 0.091 0.29% 0. O |- el g KRAUE- oo Lol et L L L g e 8.0
0.01 [~ ( ‘ \ 40
Routine Performance Check Passed 0.00 \ ‘ 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by L= > Date 06/12/2015

Reviewed by B Date

DMT Serial Number #100132 Page 1 of 1 06/12/2015 5:04 PM




DataMaster Monthly Update Check-list - Qe Qotly
DepaﬁmenﬂAgency \/5() ()\)t ldD\Uf\B DM-serial #:; ‘(.)C_) [ %:D

Date: 7//3//5’

*Maintenance Loghook (Monthly) B/

Calibration (Monthly as needed D _
Certification (Monthly as needed) []
Installation (Monthly as needed -~ [_]

Provided : None this month

*Operators Logbook (Monthly) |Z/[/

*Breath Summary Report (Monthly) @/

?'*Status Summary Report. (Monthly) IZI/

- ELEL-QD ﬁ_ 0 O

Annual Preventative Maintenance [ | |

Routine Performance Check x \’9\"&06
. w2
- (3Xs year) ./‘B‘JL D '
Simulator Solution Change _ ’ )
A
(Monthly) ' ‘ IZIA/Juﬂé (32 L]
_Other Reports . L S oo

List othel report type and date:




