ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100132
Location: Williston VSP
Calibration Date:  12/14/2011
Certification Date: 12/14/2011
Installation Date:  05/31/2012
RPC Date: 06/12/2015
Supervisor Name: TODD D AMBROZ
Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # =14-12-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
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SOLUTION CHANGE

DataMaster DMT: 100132

Location: Williston VSP
Date: 06/12/2015
Performed by: TODD D AMBROZ

Accuracy and Precision Chéck

Concenlration =0.098 g/210L
Lot # =14-12-100
Range =0.093-0.103
Average =0.098 g/210L
Std Dev = (1.O000

Simulator Temperature: 34.1°C
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