ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100133
Location:
Calibration Date:  11/18/2011
Cerlification Date: 11/18/2011
Installation Date:  12/22/2011
APM Date: 11/16/2012
Performed by:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2:06
Modem: 2.4
Questions: 2.1
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SETTINGS
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PUMP INFO
Flow Rate = 5.976 L/M

DETECTOR INFO

PUMP ON OFpF
MAX (V)  0.1400 0.1423
MIN(V)  0.1388 0.1409

FILTER INFO

Filter 1 0.142 Zero = true
Filtexr 2 0.508 Zero = true
Filter 3 1.114 Zero = true

CALIBRATION CHECK
Xg = 0.087 0.20%

APM PASSED
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Simulator Vapor Test

Concentration =0.099 g/210L
Lot # = 12-80-100
Range =0.094 -0.104

Simulator Vapor =0.097 g/2101.

RF Detection Test
Passed

Sample Acceplance Test

Passed

Alcohol (g/210L}
Flow Rate(L/M)

U] SE: R | I —— —

007 -

0,06

0.05 ,,,,,,,,,,,,
0.04
0.03

0/ g oot

- |40.0

36.0

32.0

Date 11/16/2012

DMT Serial Number #100133
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