ROUTINE PERFORMANCE CHECK REPORT

ooe Lof 5 Ao

DataMaster DMT: 100133
Logcation: Shelburne PD
Calibration Date;  11/18/2011
Certification Date: 11/18/2011
Installation Date:  12/22/2011
RPC Date: 10/09/2012
Supervisor Mame: ROBERT DRISCOLL
Diagnostic Results Accuracy and Precision Check
} Coneentration - =0.099 g/210L
Lot # =12-80-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.100 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
. RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 46.9°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.64 V
_Cooler Voltage = 1.59 V
Bias Voltage =81V 0.10 . - - 40.0
Chopper Freq = 541 Hz : - : ’
Alcohol (g/210L)
SUME TNEO 0.09 E16W Rato(h/t) [ i —
Flow Rate = 6.497 L:”M B @ iy T............. A feeyeond | ) N 00 TSN O SRS 1 (S| Dy 32.0
DETECTOR INFO % .
i A S O -|28.0
MAX (V) 0.1443 0.1476
MIN(V)  0.1429 0.1459 R B a1 6114 | s S 1 e 24.0
FILTER INFO [0 0 1 1 AelCE i SOERE R T ST I 4 I 1 AL 1 BN X R Ot 1 IS OB 200
Filter 1 0.146 Zero = true
Filter 2 0.516 Zero = true (iSO T | E—— e SR I 1 1 1 1 S CHRRRSSEE | RO W A
Filtexr 3 1.116 Zero = true
0 - 03 ................. 12 . 0
CALIBRATION CHECK
Xg = 0.086 0.60% ) _ 0., Q2 fvessmmmens PIRIET NP AL E S A | ey (conte 8.0
0.01 { _»-’\ / ---------------------------------- 4.0
Routine Performance Check Passed 0.00 |_lo.0
0 5 10 15 20 25 30
Performed by AT Dato 10/09/2012
Reviewed by ' D— (/ K_A/ Date \o\ t\\'Lo\'L
A L)
DMT Serial Number #100133 Page1ofl 10/09/2012 1:46 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100133

Location: Shelburne PD
Calibraiicn Date:  11/18/2011
Certification Date: 11/18/2011 :
Insiallation Date:  12/22/2011

RPC Date: 10/07/2012
Supervisor Name: PETER G KING

Diagmostic Resulis

VERSIONS

DMT: 1.01

PIC: 2.06
‘Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = gL
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.64 V
Cooler Voltage = 1.59 V
Bias Voltage = 81V
Chopper Freq = 542 Hz

PUMP INFO
Flow Rate = 6.593 L/M

DETECTOR INFO

PUMP ON orr

MAX (V) 0.1606 0.1620
MIN (V) 0.1591 0.1610

FILTER INFO

Filter 1 0.161 Zero = true
Filter 2 0.528 Zero = true
Filter 3 1.138 Zero = true

CALIBRATION CHECK
Xq = 0.087 0.10%

Routine Performance Check Failed

CRaka— N

Performed by Date
Reviewed by - Daie
DMT Serial Number #100133 . Pagelofil

10/07/2012

FC\(j/Q 200 5 £cd

10/07/2012 1:19 PM




RGUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:. 100133
Location: Shelbuime PD
Calibration Date:  11/18/2011
Certification Date; 11/18/2011
Installation Date:  12/22/2011
RPC Date: 10/07/2012
Supervisor Name: PETER G KING

Diagnostic Resulis . Accnracy and Precision Check
: Concentration =0.099 g/210L
Lot# =12-80-100
VERSTONS ‘ Range =0.094 - 0.104
DMT: 1.01 Average =0.100 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 p
RF Deiection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 47.8°C Sample Accentance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1l.64 V
Cooler Voltage = 1.59 V
Bias Voltage = 81 VvV 0.10 7 r 40.0
Chopper Freg = 542 Hz : : . '
— Alcohol (g/210L) | ¢ & 95,0
PUMP TNFO : Flow Rate(L/M) .
Flow Rate = 6.445 L/M [ 1o Ty REVNRRVRY SRS SN -|32.0
DETECTOR INFOQ O | T p—
PUMP ON OFF . ~-[28.0
MAX (V) 0.1598 0.1622
MIN (V) 0.1585 - 0.1608 0. {.)6 ----------------------------------------- e I 7
FILTER INFO L oY Tm— —_
Filter 1 0.161 Zero = true - )
Filter 2, 0.52% Zero = true 0.04[ PR 1160
Filter 3 1.137 Zero = true {
. 0.03 (12,0
CALIBRATTON CHECK
Kq = §.087 0.70% : 0.02—— e e e s e e S B L e S S s e e i 8.0
O . Ol ,,,,,,,,,,,,,,,,,,,,, 4 " 0
Rouiine Performance Check Passed 0.00 0.0
0 5 25 30

Tacomplete  sample c‘{a’:'lob,“nm les) e iOI(-)L?_

Performed by _ ' Date - 10/07/2012
Reviewed by Date
DMT Serial Number #100133 Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100133
Location: Shelburae PD
Calibration Date;:  11/18/2011
Certification Date: 11/18/2011
Installation Daie:  12/22/2011
RPC Date: 10/07/2012
Supervisor Name: PETER G KING
Diagnosiic Resulis

VERSIONS

DMT: 1.01

PIC: 2.06

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 46.5°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.64 V
Cooler Voltage = 1.59 V
Bias Voltage =381V
Chopper Freq = 541 Hz -

PUMP INFO
Flow Rate = 6.574 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V)  0.1663 0.1683
MIN(V)  0.1646 0.1671

FILTER INFO

Filter 1 0.167 Zero = true
Filter 2 0.535 Zero = true
Filter 3 1.148 Zero = true

CALIBRATION CHECK
Xg = 0.088 1.00%

Routine Performance Checle Failed

Performed by _ Date 10/07/2012
Reviewed by : Daie
DMT Serial Number #100133 ' Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100133

Location: Shelburne PD
Calibration Date:  11/18/2011
Certificaiion Date: 11/18/2011
Installation Date: - 12/22/2011

RPC Date: 10/09/2012
Supervisor Name: ROBERT DRISCOLL

Diasnosiic Resulis

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber = 49.1°C
Breath Tube = 47.6°C
Digital Sim = 34,0°C
SETTINGS
Tamp Voltage =1.64V .
Cooler Voltage = 1.59 V 4
Bias Voltage = 81 Vv
= 540 Hz

Chopper Freq

PUMP INFO
Flow Rate = 6.596 L/M

DETECTOR INFO

PUMP ON OFF

MA¥ (V) 0.1478 0.1500
MIN (V) 0.1463 0.1486

FILTER INFO

Filter 1 0.150 Zero = true
Filter 2 0.519 Zero = true
Filter 3 1.121 Zerxro = true

CALIBRATION CHECK
Xg = 0.087 0.30%

Routine Performance Check Failed

AF dodecked ,resp* Sfﬁa‘]-h‘\u)-? ,50e  TST cleded m/cf }ZO[L RCD 4 fc,,/fz

Performed by P alia Date 10/09/2012
Reviewed by Dite
DMT Serial Number #100133 Page 1 of 1 10/09/2012 1:31 PM
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