VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047
.~ TCL: 802-244-8788

FAX: 802-241-5557
http:/vil,vermont,gov

" DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: _Shelburne PD DataMaster Serial #: 100133
Date: 3/21/2014 Requestor: Peter King
Instrument Supervisor: Peter King Phone #: (802) 985-8051

Taken By: Robert Driscoll

Problem: DMT supervisor believes simulator solution is going out of range in a short time

period.

Laboratory Response: DMT technician to investigate on site.

Work Performed: Ran a Diagnostic which indicated that the instrument was operating within
specifications. Leak checked simulator and found the jar was not sealing. Replaced the lid o-
ring, but simulator still had a large leak. Replaced simulator and solution; matched temperatures
and completed Solution Change protocol. NIST thermometer S/N: 111814517 reading 33.9
degrees C.
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Status Record Histor ot
y 03/21/2014
Status Status
. Test Type 3tatus Message
Date Time ¥p g
02/00/2014 08:54:23 | REC Record ] ACCURBCY AND PRECISION CHECK FAILED T
(3/01/2014 01:27:38 bUI Subject Record B Simulator Oubt of Range
03/01/2014 01:47:25 DUI Subject Record Simulator Qubt of Rahge .
03/08/2014 03:57:46 DUI Subject Record Simulater Out of Range
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DIAGNOSTIC RESULT

DataMaster DMT:100133
Location: Shelburne PD
Calibration Date: 11/18/2011
Certification Date:11/18/2011
Installation Date: 12/22/2011
Test Date: 03/21/2014
Test Time: 13:33:35

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 46.5°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.64 V
Cooler Voltage = 1.59 V
Bias Voltage =81l V
Chopper Freq = 544 Hz

PUMP INFO
Flow Rate = 6.065 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.2118 0.2148
MIN (V) 0.2106 0.2134

FILTER INFO

Filter 1 0.214 Zero = true
Filter 2 0.572 Zero = true
Filter 3 1.168 Zero = true

CALIBRATION CHECK
Xq = 0.086 0.60%
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ACCURACY & PRECISION REPORT

o O o0

STATE OF VERMONT

DataMater DMT: 100133
Location: Shelburne PD

Date: 03/21/2014
Time: 13:35:57

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 13-16-100

SOLUTION CONCENTRATION: 0.099

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.1
STMULATOR VAPOR 34.1
STIMULATOR VAPOR 34.1
STIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
STMULATOR VAPOR 34.1
BLANK TEST
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SOLUTION CHANGE

DataMaster DMT: 100133

Location: Shelburne PD
Date: 03/24/2014
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentralion =0.099 g/210L,
Lot # =14-01-100
Range =0.094 - 0.104
Average =0.098 g/210L
Std Dev = 0.0000

Simulator Temperature: 33.7°C

R
NIsT Theimenmeter Siv 1H1814S?7 305 9°C 3/2'1//‘!

Performed by P KD Date 03/24/2014
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