VERMONT FORENSIC LABORATORY

PO BOX 47
. WATERBURY, VERMONT 05676-0047
- TEL: 802-244-8788

FAX: 802-241-5557
http://vil.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Morristown PD DataMaster Serial #: 100134
Date: 10/17/2014 Requestor: R. Driscoll
Instrument Supervisor: Michael Reeve Phone #: (802) 888-4211

Taken By: _R. Driscoll

Problem: Filter wheel error during subject test.

Laboratory Response: Will inspect filter wheel operation.

Work Performed: Printed Status Record History and found several recent filter wheel errors
during subject tests. Moved filter wheel using the technician screen while observing the filter
wheel motor and solenoid/pin operation. Could not repeat the failed condition, but did notice
that the solenoid operating the filter wheel pin seemed to not fully release all of the time.
Compressed the spring up/down until the pin operated freely and ran a filter wheel test through
12 cycles without any errors. DMT supervisor to notify VFL staff if there are any further
errors.
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Status Record Histor o
y 10/17/2014
Status Status
Date Pime Test Type Status Message
01/16/2012 11:24:07 Diagnostic Record Filter Wheel Error
02/06/2012 1G:57:56 Accuyracy & Precision Records Sirmulator Temperature Too Low
02/19/2012 01:32:14 DUi Subject Record Blank Ezror
02/16/2012 D3:20:26 DUI Subject Record Riank Brror
02/18/2012 03:45:29 DUI Subject Record Blank Error
03/24/2012 17:01:33 DUI Subject Record Blank Error
03/24/2012 17:09:31 DU Subiect Recerd RESPONSE TIMEQUT
03/24/2012 17:30:21 DUI Subiject Record Blank Error
04/12/2012 00:26:58 DUT Subject Record RESPONSE TIMEOUT
04/20/2012 00:02:51 DUI Subject Record RESPONSE ‘TIMEOUT
04/28/2012 23:48:15 DUT Subject Record : RESPONSE TIMEOUT
04/28/2012 00:19:41 DUI Subject Record Simulator Out of Range
04/25%/2012 00:22:37 DUI Subject Record ] Simulaltor Out of Range
05/18/2012 01:149:04 DUI Subject Record RESPONSE TIMEQUT
05/30/2012 22:57:28 DUI Subject Record RESPONSE TIMEOUT
05/31/2012 22:10:48 DUI Subject Record RESPONSE TIMEQUT
06/07/2012 15:24:20 DUT Subijecl Record Simulator Out of Range
06/17/2012 21101125 DUI Subjeclt Record RESPONSE TIMEOUT
07/15/2012 0i;38:13 DUT Subject Record RESPONSE TIMEQUT
07/15/2012 01:43:18 PUI Subject Record RESPONSE TIMEOUT
07/21/2012 G2:08:27 DUI Subject Record RESPONSE TIMEOUT
08/02/2012 G3:02:27 DUT Subject Record Simulator Out of Range
08/24/2012 21:55:26 DUI Subject Record RESPONSE TIMEQUT
08/27/2012 23:36:09 DUI Subject Record Simulator Out of Range
09/05/2012 03:14:22 DUI Subject Record Simulator Out of Range
03/12/2012 22130:54 DUY Subject Record RESPONSE TIMECUT
09/23/2012 02:30;40 DUT Subdect Record RESPONSE TIMEOUT
10/271/2012 00:39:51 DUI Subject Record Filter Wheel Error
io0/27/2012 00:556:49 Diagnostic Record Filter Wheel Error
11/03/2012 03:02:06 DUI Subject Record RESPONSE TIMEQUT
12/01/2012 02:19:41 DUI Subject Record Simulator Cut of Range
12/08/2012 22324137 DUI Subject Record RESPONSE TIMEOUT
12/08/2012 - [22:29:25 PUI Subject Record RESPONSE TIMEOUT
01/10/2013 13:18:38 APM Record ACCURACY AND PRECISION CHECK FAILED
01/20/2013 00:06:18 BUI Subject Record Simulator Out of Range
01/20/2013 00:08:54 DUI Subject Record Simulator Out of Range
Qzf17/2013 02:46:42 DUT Subject Record RESPONSE TIMEOUT
02/17/2013 02:50:41 DUI Subject Record RESPCONSE TIMEQUT
03/02/2013 03:18:08 DUI Subject Record RESPONSE TIMEQUT
¢4/26/2013 19:36:35 bUI Subject Record RESPONSE TIMEQUT
06/01/2013 19:56:;48 DUT Subject Record Simulator Out of Range
06/27/2013 23:1%;:28 DUI Subject Racord Amblent Fail
06/28/2013 22:13:54 DUI Subject Record RESPONSE TIMEOUT
67/21/2013 02:55:01 DUT Subject Record Simulator Out of Range
12/06/2013 23:51:18 DUI Sublect Record RESPONSE TIMEOUT
01/12/2014 01:51:45 DUI Subiect Record RESPONSE TIMEOUT
02/15/2014 01:15:37 DUI Subject Reccrd Simulator Out of Range
02/15/2014 19:39:42 RPC Racord User Abort
03/11/2014 22:13:20 DUI Subject Record RESPONSE TIMEOQUT
03717/2014 21;57:03 DUI Subject Record Blank Error
03/22/2014 02:24:02 DUI Subject Record RESPONSE TIMEGUT
04/05/2014 23127:09 DUT Subject Record Blank Error
05/14/2014 19:28:00 DUI Subject Record Simulator Out of Range
05/17/2014 01:46:;03 DUI Subject Record Simulator Out of Range
05/23/20314 23313145 DUL Subject Record Simulator Cut of Range
05/25/2014 17:14:03 DUI Subject Record Simulator Qut of Range
05/31/2014 01ls14:21 DUI Subject Record RESPONSE TIMECUT
06/29/2014 19:02:00 DUI Subject Record Simuiator Cul of Range
07/31/2014 18:46:27 DUI Subject Record Simuiator Qut of Range
08/04/2014 16:09;40 Solutien Change Record BACCURACY AND PRECISION CHECYX FAILED
08/04/2014 16:42:50 Solution Change Receoxd ACCURACY AND PRECISION CHECK FAILED
08/09/2014 19:06:49 DUI Subject Record Filter Wheel Error
08/09/2014 19:24:21 DUI Subject Record Filter Wheel Error
08/10/2014 08:01:42 DUI Subject Record Filter Wheel Error
09/07/2014 00:2B8:58 pUI Subject Record RESPONSE TIMEQUT
09/15/2014 17:50:56 Check-1n Confirmation Recorgd Blank FError
10/G3/2014 07:52:02 DUT Subject Record Biapk Error
10/G3/2014 07:57:18 DUT Subjett Record Filter Wheel Error
10/03/2014 23:34:56 DUI Subject Record Filter Wheel Errex
10/03/2014 23:36:51 DUI Subiect Record Filter Wheel Rrrer
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Test Test Al cohol Alcohol Sim. Sim.
Date Time Agency Operator Name val. 1 Val. 2 Conc. 1 Conc. 2 Status Message

07/04/2014 22:471 321 MORRISTOWN PD SACQUES R MARCOUX 0.111 0.095

07/08/2014 Z2:4B:43] WILLISTON VSP JACOB A METAYER 0.065 0.05%6

07/12/2014 22:57:41 ] WILLISTON V5P JACOB A METAYER 0.140 0.0G54

07/20/2014 22:2B:47| Morristown Police Department RONATD R AUDET 0.139 0.0%6

G7/30/2014 0§:55:55] MORRISTOWN PR SCOTT N MCCULLOUGH 0.0:14 0.093

07/31/2014 18:44:58| WILLISTON VSP CHRISTIAN HUNT 0.093 Simulator Out of Range

08/08/2014 15:40:08| MORRISTOWN ED TANNER C ATWOOD INTERFERENCE 0.102 0.087 {.085

08/09/2014 19:06:03] MORRISTOWN PD TANNER C ATWOOD Fiiter Wheel Brror-

08/09/2014 19:23:307] MORRISTOWN PD TANNER € ATWOCD Filter Wheel Error

0B/10/2014 07:37:02] MORRISTOWN PD SCOTT N MCCULLOUGH 0.000 {.088

08/1G/2014 08:01:03] MORRISTOWN PD SCOTT N MCCULLOUGH Filter Wheel Error

0B/1C/2014 0g8:30:28] MORRISTOWN 2D SCOTT N MCCULLOUGH 0.000 0.098

08/31/2014 00:32:31] MORRISTOWN PD JACQUES R MARCOUX G.0586 2.084 0.087 0.087

09/06/2014 00:44:23] Morristown PD JASON 2 LUNERU 0.076 0.085

08/06/2014 07:18:22] MORRISTOWN 2D SCOTIT N MCCULLOUGH 0.083 0.097

08/0%/2014 003253221 WILLISTON VSPE NEIL H CAREY 0.087 RESPONSE TIMEOUT

Q9/13/2014 20:09:30] MORRISTOWN PD MICHAEL W REEVE 0.081 0.083 0.086 0.09%6

08/15/2014 17:47:301 MORRISTOWN PD TANNER C ATWOQD 0.385 Q.097 Blank Error

09/18/2014 21:34:10] Morristown Police Department RONALD R AUDET 0.11% 0.086

10/01/2014 -1§:19:48) WILLISTON VEP MARK MAGNANT 2,087 0.086 0.0%6 Q.085

10/02/2014 23:11:47! Morristown Police RONALD R AUDET 0.118 0.085

10/03/2014 07:47:48] WILLISTON VSP WILLIAM WARNER 0.232 0.0%4 2lank Error

10/03/2014 1 07:156:38 WILLISTON VSP WILLIAM WARNER Filter Wheel Error

10/03/2014 23:34:12 WILLISTON V8P JAMES V FOX Filter Wheel Error

10/03/2014 23:36:15] WILLISTON VsSZ JAMES V FOX Filter Wheel Error

10/03/2014 23:38:15] WILLISTON V8P JAMES V FOX 0,134 0.09%

10/04/2014 21:23:57 Morxristown PD JASON F LUNEAU 0,104 0.5%4

10/05/2014 23:29:04| WILLISTON V5P JACOB A METAYER 0.179 0.200 0.085 0.0%5

10/11/2014 07:12:12} MORRISTOWN ED G R CHRISTENSEN 0.016 0.085
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100134
Location: Morristown PD
Certification Date: 01/31/2012
Installation Date: 02/09/2012
Date: 10/17/2014

Time: 10:59:12

SUBJRECT NAME:
TEST TEST

DOB: 01/01/1979 AGE:

GENDER: M

35

TEST OPERATOR NAME :
ROBERT DRISCOLL

AGENCY: VFL
BLANK TEST 0.000 11:00
CALIBRATION CHECK PASSED 11:00
SIMULATOR VAPOR 34.0°C 0.095 11:00
SUBJECT SAMPLE (Vol=1.8L) 0.000 11:01
BLANK TEST 0.000 11:02

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 - 0.104
Lot #: 14-04-100

DMT Serial Number #100134
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