e ~ VERMONT FORENSIC LABORATORY
mw%\‘ PO BOX 47

WATERBURY. VERMONT 05676-0047
TEL: 802-244-8738
Ml FAX: 802-241-5557

; http://vil.vermont.gov

FORENSIC

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Morristown PD DataMaster Serial #: 100134
Date: _7/1/2015 Requestor:_Michael Reeve
Instrument Supervisor: Michael Reeve Phone #: (802) 888-4211

Taken By:_Robert Driscoll

Problem: DMT Supervisor states that the instrument had a filter wheel error during June RPC.

Laboratory Response: __Alcohol program staff will investigate
onsite.

Work Performed: __ Printed a Status Record History Report and noticed no filter wheel errors
since the October 2014 TSI. Cycled the filter wheel through 25 cycles with no errors. Before
starting the RPC the detector voltage was observed to be above 0.700V. It is most likely that the
instrument failed to zero one of the filters. Instrument was brought back to the VFL and detector
voltage optimized to 0.00V +/-0.100V. Calibration and Certification were completed and again
the filter wheel was tested through several cycles of operation. The instrument is now awaiting
Installation.
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. Driscoll, Rob

— = e E—— = ——
From: Michael Reeve <MReeve@morristownvt.org>
Sent: Tuesday, June 30, 2015 10:15 PM
To: Driscoll, Rob
Subject: Fw: Morristown DMT
Attachments: doc04877420150630211135.pdf

Rob,

I have attached the failed Routine Performance Check for the Morristown PD DMT. It appears we have a filter wheel
error. | am away for the next two days, but Scott is around to assist you.

Corporal Michael Reeve
Morristown Police Department
121 Lower Main ST

Morrisville, VT. 05661
802-888-4211

From: mpdcopier@gmail.com <mpdcopier@gmail.com>
Sent: Tuesday, June 30, 2015 10:11 PM

To: Michael Reeve

Subject:

TASKalfa 3050ci
[00:c0:ee:86:f9:20]

J A 7O



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

'Dia ic Result

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

gnun

PUMP INFO

100134

Morristown PD
01/30/2012
01/31/2012
02/09/2012
06/30/2015
MICHAEL W REEVE

1,66 V
.66 V

1
80 VvV
531 Hz

Flow Rate = 5.638 L/M

DETECTOR INFO
PUMP ON

MAX (V) 0.7250
MIN(V} 0.7236

FILTER INFO

Filter 1 0.726
Filtexr 2 1.190
Filter 3 1.281

CFF
0.7295
0.7281

Zero = true
Zero = true
Zero = true

CALIBRATION CHECK
Xg = 0.083 0.83%

Routine Performance Check Failed
YWkl 2
Performed by - Date 06/30/2015
Reviewed by Date
DMT Serial Number #100134 Page 1l of 1 06/30/2015 9:54 PM
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Status Record History

Page 1
07/01/2015

Status Status
Date Pime Test Type Status Message
10/03/2014 07:52:02 DUI Subject Record Blank Error
10/03/2014 Q7+57:18 DUI Subject Record Filter Wheel Error
10/03/2014 23:34:56 DUI Subject Record Filter Wheel Error
10/03/2014 23:36:51 DUI Subject Record Filter Wheel Error
11/02/2014 16:20:53 RPC Record RF NOT DETECTED
12/14/2014 00:1B:06 DUI Subject Record RESPONSE TIMEOQUT
12/20/2014 21:37:10 DUI Subject Racord RESPONSE TIMEOUT
01/15/2015 23:38:47 DUI Subject Record RESPONSE TIMECUT
01/15/2015 23:43:37 DUI Subject Record RESPONSE TIMEOUT
01/28/2015 19:39:24 DUI Subject Record RESPONSE TIMECUT
02/08/2015 02:55:51 DUI Subject Record Simulator Out of Range
02/11/2015 16:20:57 RPC Record RF NOT DETECTED
03/31/2015 19:31:18 DUI Subject Record CALIBRATION CHECK ERROR
03/31/2015 19:40:13 DUI Subject Record Simulator Out of Range
03/31/2015 20:19:58 DUI Subject Record Simulator Cut of Range
05/09/2015 00:22:37 DUI Subject Record Simulator Qut of Range
05/15/2015 22:06:28 DUI Subject Record Blank Error
05/16/2015 19:41:10 Check-In Confirmation Record Simulator Cut of Range
06/17/2015 22:05:22 DUI Subject Record RESPONSE TIMEOUT
06/30/2015 21253527 RPC Record Diagnostic Check Failed
A
DMT Serial Number #100134 Page 1 of 1 07/01/2015 10:55 AM



DIAGNOSTIC RESULT

DataMaster DMT:100134
Location: Morristown PD
Calibration Date: 01/30/2012
Certification Date:01/31/2012
Installation Date: 02/09/2012
Test Date: 07/01/2015
Test Time: 13:07:46

VERSICNS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 45.0°C
Digital Sim = 0.0°C
SETTINGS

Lamp Veltage = 1.66 V
Cocler Veoltage = 1.66 V
Bias Voltage = 80 V
Chopper Freg = 528 Hz

PUMP INFO
Flow Rate = 5.807 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.791¢9 0.7886
MIN (V) 0.7561 0.7868

FILTER INFO
Filter 1 0.7%96 Zero = true
Filter 2 1.265 Zero = true
Filter 3 1.346 Zero = true

CALIBRATION CHECK
Xq = 0.087 3.33%

DMT Serial Number #100134 Page 1 of 1
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CALIBRATION REPORT

DataMaster DMT: 100134
Calibration Date: 07/01/2015
Calibrated by: ROBERT DRISCOLL

Lot: 15-08-100

Ca = 0.100

CAL = 1.040872 0.800 = CAL < 1
bl = 0.000 0.000 <= bl <O
b2 = 0.004 0.002 <= b2 <0
b3 = 0.000 0.000 <= b3 <0
Xg = 0.083 0.050 <= Xg < 0
azl = 1.221725 1.050 <= a2l < 1
a3l = 0.454838 0.300 <= a31 < 0

Performed by fag £

.200
.004
.010
.004
.200
.300
.800

DMT Serial Number #100134

Date

07/01/2015

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100134

Date: 07/01/2015
Time: 14:26:45

SUPERVISOR NAME:
RCD CAL CHECK

SOLUTION LOT #: GUTH 14110
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 14:27
CALIBRATION CHECK PASSED 14:27
SIMULATOR VAPOR 33.9°C 0.098 14:28
SIMULATOR VAPOR 33.9°C 0.098 14:29
SIMULATOR VAPCR 34.0°C 0.098 14:30
SIMULATOR VAPOR 34.0°C 0.098 14:31
SIMULATOR VAPOR 34.0°C 0.098 14:32
SIMULATOR VAPOR 34.0°C 0.098 14:33
SIMULATOR VAPOR 33.9°C 0.099 14:34
SIMULATCOR VAPOR 33.8°C 0.098 14:35
SIMULATOR VAPOR 34.0°C 0.099 14:36
SIMULATOR VAPOR 34.0°C 0.100 14:37
BLANK TEST 0.000 14:38
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Average = 0.098
Std Dev = 0.000
DMT Serial Number #100134
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CERTIFICATION REPORT

DataMaster DMT: 100134

Calibration Date:  07/01/2015
Certification Date: 07/01/2015
Certified by:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

nnu
>
w
~
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

o

PUMP INFO
Flow Rate = 5.630 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.014¢€ 0.0183
MIN (V) 0.0134 0.0171

FILTER INFO

Filter 1 0.017 Zexro = true
Filter 2 0.554 Zero = true
Filter 3 0.715 Zero = true

CALIBRATION CHECK
Xg = 0.082 0.73%

DMT Serial Number #100134

ROBERT DRISCOLL
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Options
OPTIONS
Units
PLECHOL wowave s swramns smmzersts &
Simulator
Tolerance Check...... —
Standard Typ€..cc:cccnesss
NOMERAL couvsos wammsnin & eneess s
Digital Simulator........
Subject
Ask QuestionNS...cee.ss .
Number of Tests........ o @
Alcoheol Display...... saea
Volume Display...--eve.--
Query Refusal...iecuveces
COPLeS L s savamn o wiie 8
Similator Before.........
Simulator BetweeN........
Simulator After........ .
Observation Time.........
Supervisor
Number of Tests.....ccc-.
Calibration
Stardard TYD®.wwws i
WemiBaL v s sewaes vsemes 5
Nominal (DXy Gas) eceveeeas-
Number of Tests..... R
Printer
Printer ONe: saswws ¢ snmies &
Scftware Configuration
Data Collection...... it
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Linearity Check Results DMT Linearity
True Value Reported Average Std Dev o
0.020 g/210L  0.020 g/210L 0.0000 : /
Lot # 14-13-020 0.42
0.079g/210L  0.079 g/210L 0.0000 i /
Lot # 14-08-080 £0.33
0.159g/210L  0.156 g/210L 0.0000 5 /
Lot # 15-03-160 “; 0.25
0398g/210L  0.396 g/210L 0.0000 2 T
Lot # 14-09-400 Je0.17
R*=0.9999 0.08
0.00
A In Test 0.00 0.08 0.17 0.25 0.33 0.42 0.50
Lot # 15-04-08A1 | DMT Results
Interference Detected
0.10 I T [ 40.0
Mouth Algzhol Test 0.09 Alcohol (g/210L) | | 36.0
Mouth Alcohol Detected ' Biow Bate i/ '
0.08 == | G SO [ NUEO | 32.0
RF ion T
Passed
llO
Sample Acceptance Test i i : ;
Passed Aleohol(g/210L) | .. .. . . 3
& 0..02 Flow Rate(L/M) e
0.08| | ' 32.0
R ] bt o o e v 28.0
8 o i B e B e A 24.0
0. | 20.0
0. ’ sumesaal sy 16.0
0. 12.0
0 8.0
CERTIFICATION PASSED
0- .............................. 4 i O
0. : } i 0.0
15 20 25 30
Performed by Sl Date 07/01/2015
Reviewed by J&/ﬁ‘r’— Date | (Z/) >
S—" TN
DMT Serial Number #100134 Pagc 2 of 2 07/02/2015 6:31 AM
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