ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100134

Location: Morristown PD
Calibration Date:  07/01/2015
Certification Date: 07/01/2015
Installation Date:  07/02/2015

RPC Date: 03/01/2016
Supervisor Name: MICHAEL W REEVE

Diagnostic Results Accuracy and Precision Check

Concentration =0.100 g/210L

Lot # =15-25-100
VERSIONS Range =0.095-0.105
DMT: 2.00 Average =0.102 g/210L
PIC: 2.05 StdDev . =(.0005
Modem: 2.6
Questions: 2.1 RF Detection Test

Passed

TEMPERATURES
Sample Chamber = 49.1°C S le Ac ce Te
Breath Tube = 42.3°C Passed
Digital Sim = 34.1°C
SETTINGS
Lamp Voltage =1.71 V )
Cooler Voltage = 1.68 V 0.10 40.0
Bias Voltage = 80 V Alcohol (g/210L) S
Chopper Freg = 537 Hz 0.08 Flow Rate (L/M) Lk
PUMP INFO 0.08 32.0

flow Rate = 5.732 L/M -
0.07 1 28.0
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PUMP ON OFF -06 e
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MIN(V) -0.0350 =-0.0319 . .
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. Dukette, Jeffery

— s ———— ————=——— ———
From: Dukette, Jeffery
Sent: Wednesday, March 02, 2016 8:43 AM
To: 'Michael Reeve'
Subject: RE: DMT Routine Performance Check

Sounds good. Thanks

From: Michael Reeve [mailto:MReeve@morristownvt.org]
Sent: Wednesday, March 02, 2016 8:43 AM

To: Dukette, Jeffery

Subject: Re: DMT Routine Performance Check

Jeff

| saw that blip after | printed the ticket. It did not show during the test. | will complete the test today and email you a
color copy this afternoon.

Sent from my iPhone

On Mar 2, 2016, at 08:40, Dukette, Jeffery <Jeffery.Dukette@vermont.gov> wrote:

Cpl. Reeve,

I am following up on the RPC you performed on 3/1/16 for the DMT. It looks like there was a small blip
in the alcohol line during the shallow breath of the sample acceptance test. Can you please run a Check-
In with a passing sample acceptance test? When you run the Check-In, use “RPC TEST” for the first and
last name to avoid any confusion. Please let me know if you have any questions.

Thank you,

Jeff Dukette

Forensic Chemist

Vermont Forensic Laboratory
45 State Drive

Waterbury, VT 05671

(802) 241-5275
Jeffery.Dukette@vermont.gov
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Driscoll, Rob
“

From: Dukette, Jeffery

Sent: Friday, March 04, 2016 12:33 PM

To: Driscoll, Rob

Subject: FYI

Attachments: doc05512820160304120511.pdf; ATTO0001.htm

From: Michael Reeve [mailto:MReeve@morristownvt.org]
Sent: Friday, March 04, 2016 12:08 PM

To: Dukette, Jeffery

Subject: Fwd:

Jeff

Here is another test. I see a blip in the first intermittent test. Not sure if the device is having an issue. It seems to
be working correctly.

Let me know if you want me to take it out of service.
Mike Reeve
Sent from my iPhone
Begin forwarded message:
From: mpdcopier@gmail.com

Date: March 4, 2016 at 12:05:15 EST
To: mreeve@morristownvt.org

TASKalfa 3050ci
[00:c0:ee:86:19:20]
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0.10 ] I : I : 7 40.0
Alcohol (g/210L) :
Flow Rate(L/M)

0.09 S 36.0

0.08 : : 32.0

0.07 ’_‘\\‘\ 28.0

0.06 24.0
CHECK—-IN CONFIRMATION TEST 0.05 20.0

STATE OF VERMONT
i

DataMaster DMT: 100134 0.04 : 16.0
Location: Morristown PD
Certification Date: 07/01/2015 !
Installation Date: 07/02/2015 i
___________________________________________ 0.03 ; t 12.0
Date: 03/04/2016 P ﬂ
Time: 11:59:55

0.02 8.0
SUBJECT NAME:

RPC TEST ;

DOB: 06/10/1972 AGE: 43 ;
GENDER: M 0.01 , : i 4.0
TEST OPERATOR NAME:

MICHAEL W REEVE O I I I AR 0.0
AGENCY: MORRISTOWN PD 0 5 10 15 20 25 30 35 40 45
BLANK TEST 0.000 12:00
CALIBRATION CHECK PASSED 12:00
SIMULATOR VAPOR 34.0°C 0.102 12:01

- SUBJECT SAMPLE (Vol=4.0L) 0.000 12:02
BLANK TEST 0.000 12:03
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105

Lot #: 15-25-100

DMT Scrial Number #100134 ‘ . Page 1 of 1 03/04/2016 12:03 PM
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMaster DMT: 100134
Location: Morristown PD
Certification Date: 07/01/2015
Installation Date: 07/02/2015
Date: 03/04/2016

Time: 13:23:45

SUBJECT NAME:
TEST TEST

DOB: 01/01/1990 AGE: 26

GENDER: M

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

BLANK TEST 0.000 13:24
CALIBRATION CHECK PASSED 13:24
SIMULATOR VAPOR 34.1°C 0.100 13:25
SUBJECT SAMPLE (Vol=1.7L) 0.000 13:25
BLANK TEST 0.000 13:26
All alcohel values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105

Lot #: 15-25-100
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