ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100135

Location: Franklin County SO 5t Albans
Calibration Date:  10/16/2014

Certification Date: 10/16/2014

Installation Date:  10/16/2014

APM Date: 01/09/2015
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test

Concentration =0.098 g/210L

Lot #f = 14-12-100
VERSIONS Range =0.093 -0.103
DMT: 1.01 Simulator Vapor =0.097 g/210L
PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Test

Passed
TEMPERATURES
Sample Chamber = 49.1°C Sample Acceptance Test
Breath Tube = 47.6°C Passed
Digital Sim = 34.0°C
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