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Operators Logbook - |
- Maintenance Logbook P
Breath Summary Report | - /
tatus Summary Report N
Calibration Report N
Ceﬁiﬁca’don Report D
Installation Report 3 []

5 . e
Annual Preventative Maintenance

Routine Performance Check N
Simulator Solution Change ]
Other R@ﬁorts | D

List other report type and date:

None this month
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DATAMASTER DMT MAINTENANCE LOG
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DataMaster DMT Serial Number

I " Department/Agency
] i . ) -‘ b ! D
DATE TYPE OF SERVICE PERFORMED PERPUSMED B
- - (Name and Title)
DataMiaster Simulator Solution /! 2 Epnd
A .Hj 77 lot#15-13-100  EtOHaq Conc:0.099 e e A5 %*
;_.f;\j,/—’_ | Range:0.094- 0,104 s Tlace Label Here . sl
¥ ~ Prepa fxpate 09/15/2015 Expires: 09/15/2006 +——rrrmrmrrmmmmmrmsmemee it s/ G
-"-«» V‘ £af
o &il
e AP D TQC@:\-.._..CQM(J.\Q._\_:QQ P
, lif;’ LFor :PC or Simulator Solution Ghang= “lace Label Herz] s
ﬂ]'?fb ---------------- PHT Teel, .
l !ﬂr E” C or Simulator Sclution iane “lace Label Here]
ST, <SS
[ For RPC or Simulsior Solution C‘hdnge Flace MJ*’A! Herf‘*]
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LD LUL Y

Y 01/07/2016
_ Test Tegt Alcohol Alcchol Sim. Sim.

_ Date Time hgency Sparaves .Zmn.pw Val. 1 Val. 2 Conc. 1 Conc. 2 status Message
10/28/2015 02:20:32| MIDDLESEX VSF CHRIS BROWN 0.075 0.0356

10/31/2015 03:07:56] MIDDLESEX VSE JONATHAN PRACK 0.108 0.097 RESPONSE TIMEOUT
11/01/2015 04:45:50] MONTPELIER FD DAVID W _KACHAJIAN 0.124 0.123 0.0%8 0.097

11/11/2015 00:42:13]| MONTPELIER ED JOSHUA MACURA 0.098 RESPONSE_TIMEOUT
11/25/2015 15:06:30| MIDDLESEX V5P LINDSAY OSTEEN 0.309 0.302 0.096 0.095

12/01/2015 02:26:21| MIDDLESEX V5P LOGEN POTSKOWSKL REFUSED 0.095

12/05/2015 | 00:39:38| MONTPELIER BD WILLIAM M JENNINGS 0.145 0.096

[12/11/2015 | 15:05:01| MIDDLESEX VSE DARRYL M CREMO 0.160 0.162 0.097 0.096

1271172015 19:47:47| MONTPELIER PD JOSHUE. MACURRA 0.225 0.096 Blank Error

12/15/2015 04:36:23| BARRE CITY PD JUSTIN L BICKEL 0.120 0.120 0.096 0.096

15/23/2015 15:45:20| MONTPELIER _PD CHAD BEAN 0.000 0.096

01/01/2016 02:07: 02| WASEINGTON COUNTY S0 ANDREW K _BENT 0.124 0.127 0,092 0.094

DMT Serial Number #100136

Page 1 of 1

01/07/2016 7:30 AM



Status Record Histo:

e Pagt«
L y 01/07/2¢
Status Status
. Test Type Status Message
Date Time ¥p atus M g

10/31/2015 03+12:28 DUI Subject Record RESPONSE TIMEOUT

11/11/2015 00:45:26 DUI Subject Record RESPONSE TIMEOUT

12/11/2015 19:52:09 DUL Subject Record Blank Error
DMT Serial Number #100136 Page 1 of 1 01/07/2016 7:3:



ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100136
Location: Monipelier PD
Calibration Date:  11/14/2011
Certification Date:  11/14/2011 i e 1
Installation Date:  12/06/2011 R a7 o
APM Date: 11/23/2015 : ‘ 4 il
Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test

Concentration =0.099 g/210L

Lot # =15-13-100"
VERSIONS Range =0.094-0.104
DMT: 2.00 Simulator Vapor . =0.096 g/210L
PIC: 2.05
Modem: 2.6 .
Questions: 2.1 RF Detection Test

Passed

TEMPERATURES
Sample Chamber = 48.9°C Sample Acceptance Test
Breath Tube = 47.9°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1.80 Vv
Cooler Voltage = 1.79 V
Bias Voltage = 80 V 0.10 T 7 T 40.0
Chopper Freq = 535 Hz oo Alcohol (g/210L) -
PUMP INFO - Flow Rate({L/M) :
Flow Rate = 5.862 L/M : &. 78 e (\\ 32,0
DETECTOR INFO .............................
PUMP ON OFF 0.07 : 28.0
MAX (V) 0.1551 0.1581 .
MIN(V)  0.1539 0.1567 0. 06~ 24.0
FILTER INFO L | I — 20.0
Filter 1 0.158 Zexro = true
Filter 2 0.596 Zexro = true 0.04 16.0
Filter 3 1.447 Zero = true

0 DR secsassed g rremsafoin b msimsssics 112.0
CALIBRATION CHECK
Xq = 0.084 1.58% (0T 2] E S S qaes e L: )

O 01 ..... 4 O

0.00 /w\\ A 0.0
APM PASSED X 0 ) 5 10 15 20 25 30
Performed by 7 Date 11/23/2015
Reviewed by : Date
DMT Seg'ial Number #100136 Pagelof 1 01/07/2016 7:32 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100136
Location: Montpelier PD
Calibration Date:  11/14/2011
Certification Date: 11/14/2011
Installation Date:  12/06/2011
RPC Date: 10/23/2015
Supervisor Name: CHAD BEAN
Diagnostic Results Accuracy and Precision Check
Concentration . =0.099 g/210L
Lot # =15-13-100
VERSIONS Range =0.094 - 0.104
DMT: 2.00 Average =0.098 g/210L
PIC: .2.05 Sid Dev =(.0007
Modem: 2.6 :
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.9°C .
Breath Tube = 47.1°%C Sample Acceptance Test
Digit al Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.80 Vv
Cooler Voltage = 1.79 V
Bias Voltage =80V 010 T 7 7 40.0
= 538 - i i |
Chopper Freq 5 ‘ Hz o osl. Alcohol (g/210L) oo
PUMP TNFO Flow Rate(L/M)
Flow Rate = 5.913 L/M 0.08} 32.0
DETECTOR INFO
PUMP ON OFF 0.01 we:p
MAX (V) 0.1563 0.1596
MIN(V)  0.1549 0.1581 Q-0 20
FILTER INFO 0.05 .................. 20|O
Filter 1 0.158 Zero = true
Filter 2 0.599 Zero = true 0.04 L e 16.0
Filter 3 1.448 Zero = true
R | I | L L S 12.0
CAT.IBRATION CHECK o /
Xq = 0.083 0.42% .02 8.0
0 01 le ............. ’ 4 & 0
: 0.00 V\ ‘ 0.0
Routine Performance Check Passed b e e
Performed by ,%227 Date 10/23/2015
Reviewed by Date
DMT Serial Number #100136 Page 1 of 1 01/07/2016 7:33 AM




