.DataiMaster DMT Monthly Update Check-list
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Provided None this month
Operators Logbook
Maintenance Logbook
Breath Summary Report
Status Summary Report
Calibration Report
Certification Report
Installation Report
Annual Preventaﬁv.e Maintenance
Routine Performance Check

Simulator Solution Change
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List other report type and date:




Status Record History

Page
07/01/21

Test Type

Status Message

DUI Subject Record

Blank Error

DUI Subject Record

Blank Error

Status Status
Date Time
06/27/2016 14:23:30
06/27/2016 14:50: 02
DMT Serial Number #100136
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07/01/2016 10:4



DiLTAlLll DNTOoULU L LD _(C._l.v.\ 07/01/2016
Test Test : Alcohol Alcohol Sim. Sim.
R O Sta

Date Time Agency e Hae Val. 1 Val. 2 Conc. 1 Conc’. 2 Bus Messaye

06/21/2016 02:23:31| MIDDLESEX V5P JAMES B VOORIS REFUSED 0.096

06/27/2016 14:19:00| MONTPELIER PD CHRISTOPHER M TRUHAN 0.199 0.096 Blank Error

06/27/2016 14:41:14| MONTPELIER BD CHRISTOPHER M TRUHAN 0.195 INCOMPLETE 0.085 0.094 Blank Error
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DATAMASTER DMT hWAHN:I}ﬂENANCE LOG
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‘Department/Agency DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
- . (Name and Title)
../ | DataMaster Simulator Solution ' |
'-‘”!: ‘(-"?I :‘ T Lot # 15-13-100 EtOHaq Conc: 0.099 e T s T A A e e AR pe] ! !‘ J'{ 1;,!!:1,, ¥)
t‘“{:{"-\“./. | B IFjiange: 0:094—0.104 nge - Place ' atal lere M 2
- mpa:i_'%_%:i?atem9/15/2015 Expires: 09/15/2016 A——A-—--—--—--—--—--—----_.--..-..7"7.,f..",.ﬁ_.,7_.7?}%ﬁ,b_{ o7
________________ . dbevert o - T gl
o Geflogy
I . (v Qrgmcu _C@m(z\@%‘é.__. | ? ~
U o | RO
,_!,},:)[;5 4P PG or Simulator Solution Change Flace Label Hars] Ad Beu\{
fieesr T - IR R N O . o 7c¢£n

DataMaster simulator Solution
7777777 lot# 15-13-100  EtOHaq Conc: 0.099

- \\W\‘% [ ¢ Range: 0.094-0.104
> JorATe: 09/15/2915 Expires: 09/15/2016

__________ el

DataMaster External Standard Solution

Al W ~ lot#16-05-100  EtOHaq Conc:0.099
! | Range: 0.094-0.104
Dafe: 4/19/2016 Expires: 4/19/2017
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DATAMASTER DMT OPERATOR USE LOG
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DATAMASTER DMT OPERATOR USE LOG
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ROUTINE PERFORMANCE CHECK REPORT

DataMasier DMT: 100136
Location: Montpelier PD
Calibration Date:  11/14/2011
Certification Date: 11/14/2011
Installaiion Date:  12/06/2011
RPC Date: 07/01/2016
Supervisor Name: CHAD BEAN

Diagnostic Resulis

VERSIONS

DMT: 2.00

PECE: 205
Modem: 2.6
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.9°C

Breath Tube = 48.1°C

Digital Sim = 33.9°C

SETTINGS

Lamp Voltage = 1.80 V
, Cooler Voltage = 1.79 V

Bias Voltage =80V

Chopper Freq = 539 Hz

PUMP INFO
Flow Rate = 5.934 L/M

DETECTOR INFO

PUMP ON QFF

MAX (V) 0.2152 0.2173
- MIN(V) 0.2138 0.2161

FILTER INFO

Filter 1 0.216 Zero = true
Filter 2 0.658 Zero = true
Filter 3 1.505 Zero = true

CALIBRATION CHECK
%g = 0.083 1.58%

Routing Performance Check Passed

o)
B 5514 i

Accuracy and Precision Check

Coneentration =0.09% g/210L
Lot =16-05-100
Range =0.094 - 0.104
Average =0.099 g/210L
Sid Dev =0.0004
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 ; 5 ; 40.0
0.09 el T e &
0.08 B 32:.0
0.07 Eolome o bl : 28.0
0.06 = ~124.0
0.05 : ot [\J" 20.0
0.04 T [ 16.Q
R s e St 5 Nt o S e il vt il sttt 12.0
0.02 L - {s.0
0.01 f\“ 4.0
0.00 J 0.0
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Performed by ==

Reviewed by

DMT Serial Number #100136

Date 07/01/2016

Date
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