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Status Record History

Page
04/11/2¢
Status status
; Test Type Status Message
Date Time Yp g
01/22/2016 19:42:43 DUI Subject Record Simulator Cut of Range
02/09/2016 18:25:19 Check-In Confirmation Record Simulator OQut of Range
02/13/2016 21:31:42 Check-In Confirmation Record Simulator Out of Range

DMT Serial Number #100136
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04/11/2016 9:5t



i Taccll nDnNnCTouUL Ul ._.._.Ll.Ur\Cl_lk 04/11/2016
Test Test Acenc Operator Name Alcohol Alcohol Sim. Sim. stat M
Date Time g Y P Val. 1 Val. 2 Conc. 1 Conc. 2 us hessage

01/01/2016 02:07:02| WASHINGTON COUNTY SO ANDREW R BENT 0.124 0.127 0.094 0.094

01/21/2016 23:34:11| MONTPELIER FPD MICHAREL B PHILBRICK 0.195 0.094

01/22/2016 19:38:09] MONTPELIER FD KEVIN T MOULTON 0.099 0.094 0.093 Simulator OUL of Range

01/22/2016 19:44:39) MONIPELLIER FD KEVIN T MOULTON 0.103 0.094

02/06/2016 13:36:31] MONTPELIER PD CHRISTOPHER M TRUHAN 0.096 0.091 0.094 0.094

02/08/2016 18:23:49| MONTPELIER PD KEVIN T MOULTON 0.093 Simulator Out of Range

02/13/2016 21:30:09] MONTPELIER PD BENJAMIN R MICHAUD 0.093 Simulator Out of Range

02/15/2016 02:02:11| MIDDLESEX VSF WILLIAM J PHELPS REFUSED 0.098

02/16/2016 04:22:07| MIDDLESEX VSP WILLIAM J PHELPS REFUSED 0.087

02/17/2016 17:33:20| MONTPELIER PD KEVIN T MOULTON 0.134 0.139 0.087 0.098

02/19/2016 20:22:07| MONTPELIER PD MICHAEL B PHILBRICK 0.174 0.097

02/24/2016 02:10:50] MIDDLESEX VSP CHRIS BROWN REFUSED 0.097

02/25/2016 15:37:41] MONTPELIER PD CHRISTOPHER M TRUHAN 0.075 0.074 0.0398 0.097

02/28/2016 03:04:20| MIDDLESEK VSP ALEX A COMIOIS 0.190 0.195 0.097 0.096

02/28/2016 05:16:44| MIDDLESEX VSP ALEX A COMTOIS 0.175 0.088

03/06/2016 03:03:19| MIDDLESEX VSP WILLIAM J PHELPS 0.164 0.163 0.087 0.096

03/25/2016 00:43: 01| MONTPELIER PD KEVIN T MOULTON 0.090 0.085 0.006 0.005

DMT Serial Number #100136 Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100136

Location: Montpelier PD
Calibration Date:  11/14/2011
Certification Date: 11/14/2011
Installation Date:  12/06/2011
RPC Date: 02/14/2016
Supervisor Name: CHAD BEAN
Diagnostic Results

VERSIONS

DMT: 2.00

PIC: 2.05

Modem: 2.6

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 46.6°C
Digital Sim = 34.0°%
SETTINGS

Lamp Voltage = 1.80 V
Cooler Voltage = 1.79 V

Bias Voltage = 80 V
Chopper Freq = 537 Hz

PUMP INFO
~ Flow Rate = 5.992 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1500 0.1533
MIN (V) 0.1484 0.1520

FILTER INFO

Filter 1 0.152 Zero = true
Filter 2 0.593 Zero = true
Filter 3 1.444 Zero = true

CALIBRATION CHECK
Xqg = 0.083 0.84%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =15-13-100
Range =0.094 - 0.104
Average =0.098 g/210L
Std Dev =0.0004
RF Detection Test

Passed

Sample Acceptance Test

Passed
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