VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047
- TEL: 802-244-8788

FAX: 802-241-5557
http://vil.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Grand Isle County SO DataMaster Serial #: 100137
Date: _1/23/2015 Requestor: _Ray Allen
Instrument Supervisor: _Ray Allen Phone #: (802) 372-4482

Taken By: Robert Driscoll

Problem: Pump error on Check-In test.

Laboratory Response: Asked DMT supervisor to run a Diagnostic test and review the pump flow
rate. The flow rate was within the manufacturer’s specifications so further troubleshooting will
be performed on site.

Work Performed: Ran a Diagnostic test and all checks passed. Tried to run a Check-In test and
the instrument had a pump error when trying to take a sample from the simulator. Removed the
simulator tower cover and found the tubing to be kinked. Trimmed the excess tubing and routed
in a manner that would not cause any collapse in the tubing. Performed another Check-in test
with no pump errors. Performed an Accuracy and Precision test to also verify the issue had been
resolved.
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DIAGNOSTIC RESULT

DataMaster DMT:100137

Location: Grand Isle County SO

Calibration Date: 01/26/2012
Certification Date:01/27/2012
Installation Date: 02/03/2012
Test Date: 01/23/2015
Test Time: 11:02:12

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.6°C
Breath Tube = 47.8°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.59 Vv
Cooler Voltage = 1.61 V
Bias Voltage = 80 V
Chopper Freq = 540 Hz

PUMP INFO
Flow Rate = 5.630 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.4033 0.4067
MIN (V) 0.4016 0.4055

FILTER INFO

Filter 1 0.406 Zero = true
Filter 2 0.660 Zero = true
Filter 3 0.829 Zero = true

CALIBRATION CHECK
Xg = 0.084 2.23%

DMT Serial Number #100137
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100137

Location: Grand Isle County SO

Certification Date: 01/27/2012
Installation Date: 02/03/2012

Date: 01/23/2015
Time: 11:06:09

SUBJECT NAME:
TEST TEST

DOB: 06/05/1979 AGE: 35

GENDER: M

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VDHL

BLANK TEST
CALIBRATION CHECK

Pump Error

0.000 11:07
PASSED 11:07

All alcohol values reported in g/210L

Sim. Vapor Concentration
Sim. Vapor Range
Lot #: 14-10-100

0.097

0.0%2 - 0.102

DMT Serial Number #100137
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100137

Location: Grand Isle County SO
Certification Date: 01/27/2012
Installation Date: 02/03/2012

Date: 01/23/2015
Time: 11:18:51

SUBJECT NAME :
TEST TEST

DOB: 06/05/1979 AGE: 35

GENDER: M

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

BLANK TEST 0.000 11:
CALIBRATION CHECK PASSED 11:
SIMULATOR VAPOR 34.1°C 0.095 11:
SUBJECT SAMPLE (Vol=1.6L) 0.000 11:
BLANK TEST 0.000 11:

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range 0.092 - 0.102
Lot #: 14-10-100

DMT Serial Number #100137
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100137
Location: Grand Isle County SO

Date: 01/23/2015
Time: 11:24:59

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 14-10-100
SOLUTION CONCENTRATION: 0.097

BLANK TEST 0.000
CATLIBRATION CHECK PASSED
SIMULATOR VAPOR 34.0°C 0.095
SIMULATOR VAPOR 34.0°C 0.095
SIMULATOR VAPOR 34.0°C 0.096
SIMULATOR VAPOR 34.0°C 0.096
SIMULATOR VAPOR 34.0°C 0.096
SIMULATOR VAPOR 34.0°C 0.096
SIMULATOR VAPOR 34.0°C 0.096
SIMULATOR VAPOR 34.0°C 0.097
SIMULATOR VAPOR 34.0°C 0.097
SIMULATOR VAPOR 34.0°C 0.096
BLANK TEST 0.000
Average = 0.096

Std Dev = 0.000
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DMT Serial Number #100137
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