ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100137

Location: Grand Isle County SO
Calibration Date: ~ 01/26/2012
Certification Date: 01/27/2012

| P
Installation Date:  02/03/2012 S, AL
RPC Date: 02/13/2016
Supervisor Name: BLAKE R ALLEN

Diagnostic Results ' Accuracy and Precision Check P

Concentration =0.100 g/210L TR

Lot# =1225100  REP zlel
VERSIONS Range =0.095-0.105
DMT: 2.00 Average =0.095 g/210L
PTG 2,05 Std Dev = (.0005
Modem: 2.6
Questions: 2.1 BEDetBCﬁOHIES!

P.

TEMPERATURES asssd
Sample Chamber = 48.9°C Sample Acceptance Test
Breath Tube = 43.1°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1.59 Vv
Cooler Voltage = 1.61 V 0.10 40.0
Bias Voltage = 80 V Alcohel (g/210L) SE i
Chopper Freg = 533 Hz 0.09 Flow Rate(L/M) oy
PUMP INFO 0.08 ' ! ne
Flow Rate = 5.558 L/M

0.07 - : 28.0
DETECTOR INFO -
PUMP ON OFF L \ s
MAX (V) 0.4900 0.4972 o . I\ .
MIN(V)  0.4882 0.4961 e \
FILTER INFO 0.04 1 Hid
Filter 1 0.496 Zero = true 0.03 12.0
Filter 2 0.745 Zero = true : o
Filter 3 0.882 Zero = true 8. 0% ‘ 8.0
CALIBRATION CHECK . ' .
Xg = 0.083 1.27% \ h ‘ ‘ , \ hieio

: 0.00 \l JHHJ 1 | A 0.0,

Routine Performance Check Passed 0 5 10 15 20 25 30 35 40 45 50 55 60
¥ : &, @)
—AI0 Dreatn desty pedvpacd. behueon @@PC ond  Solodion e ; "
Performed by § Date 02/13/2016 \ ,U’U
Reviewed by Date 201t AU
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SOLUTION CHANGE

DataMaster DMT: 100137

Location: Grand Isle County SO
Date: 02/19/2016
Performed by: DUSTIN J ABELL

Accuracy and Precision Check

Concentration =(.100 g/210L
Lot# =15-25-100
Range =0.095-0.105
Average =0.097 g/210L
Std Dev =0.0004

Simulator Temperature: 34.0°C
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