ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100138
Location: Derby VSP
Calibration Date:  10/07/2011
Certification Date: 10/11/2011
Installation Date:  10/25/2011
RPC Date: 10/19/2012
Supervisor Name: KERRY SKOCHIN
Diagnostic Results Accuracy and Precision Check
Concentration =0.100 g/2101,
Lot # =12-51-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Average =0.099 g/210L
PIC: 2.05 Std Dev =(.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 45,9°C Sample Acceptance Test
Digital Sim = 34,0°C Passed
SRETTINGS
Lamp Voltage = 1.68 V
Cooler Voltage = 1.72 V
Bias Voltage = 80 V 0.10 7 i 7 7 40.
Chopper Freq = 549 Hz o 00 Alcohol (g/210L) || |- L.
PUMP INFO Flow Rate(L/M)
Flow Rate = 5.641 L/M T T 0 | PRGN (NS OSSN SOOI (NSRS (USRS (o 132,
DETECTOR INFO : :
PUMP  ON OFF el i 26
MAX (V)  0.1364 0.1398 P wf\%
MIN(V) 0-1352 0‘1384 0-06 """"""""""""""""""""""""""""""""" ,\ """"""""""""""""""""" 24.
FILTER INFO L e R S | i 20.
Filter 1 0.139 Zero = true i
Filter 2 0.303 GZero = true | 16.
Filter 3 0.681 Zero = true
1 e e S S e e {1z,
CALIBRATION CHECK
Xq = 0.091 0.87% T 0 e 4 B O e S 8.
0.01 m ----- 1 e | .
i 0.00 0.
Routine Performance Check Passed e
/)( )(./“;\
Performed by S =5/ Date 10/19/2012 \/
Reviewed by ,4/// % . Date /) /g t)/, 9
L - \_._/ v T X
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100138

Location: Derby VSP
Calibration Date: . 10/07/2011
Certification Date:  10/11/2011
Installation Date:  10/25/2011
RPC Date: 10/19/2012

Supervisor Name: KERRY SKOCHIN

- Diagnostic Resulis

VERSIONS

MT: 1.01
PIC: 2.05
Modem: 2.4
ouestions: 2.1

TEMPERATURES
Sample Chanber = 48.8°C

Breath 'Tube = 45,9°¢
Digital Sim « 34,0°C

Accuracy and Precision Check

" Concentration =0,100 g/2101,
Lot# = 12-51-100
Range = {095 - 0,105
Average =0.099 g/2101..
Std Dev = {0000
RY Detection Test

Pagsed

Sample Acceptance Test
Passed

SETTINGS
Lamp Voltage = 1.68 V
Conler Voltage = 1.72 V
Bias voltage = 80 V ¢.10 i y I 7 0.0
r =
Chopper Freq 549 Hz . Aleohol (9/2101) o
PUMP INFO ——— Flow Rate{L/M) ‘
Flow Rate = 5‘641 II/M 0.08 32.0
DEFECTOR INFO
PUMP  ON OFF 0.07 28.0
MAX (V)  0.1364  0.1398 o A"
MIN{V) 0.1352 0.,1384 0,086 \/\.\ 24,0
FILTER INFO 0.08 20.0
Miltex 1 0.139 fZero = txue
rilter 2 0.303 Zero = true 0. 04 16,0
Filtex 3 0.681 Zero = true '
. 0.03 ~112.0
CATLIBRATION CHECK WP
Xq = 0-091 0.87% 0.021 8.0
0.01 ﬂ 4.0
; 0.00 ‘ 0.0
Routine Performance Check Passed e — T %0 70 80 90
Performed by (<"7 S Date -~ 107192012
Reviewed by Date
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Driscoll, Rob

From: Skochin, Kerry

Sent: Wednesday, October 24, 2012 10:00 AM
To: Driscoll, Rob

Subject: RE: October RPC Reminder
Attachments: RPC Oct 2012.pdf

Original is in the mail............

Kerry

From: Driscoll, Rob

Sent: Monday, October 22, 2012 8 24 AM

To: Reeve, Michael; Skochin, Kerry; Cushing, Blake; White, David; O'Donnell, Hugh; robinson@dps.state.vt.us; Zorn,
Jacob; Gauld, Bruce; Hebert, MaryBeth; Thomas.Simpson@state.vt.us; Leonard, Anthony; Norton, Christopher; Noyes,
Jeffrey; Marceau, Andrew; Gibbs, Kevin; Moulton, Charles; Carignan, Mark; Meyer, Bret; Cushing, Blake; Lehneman, Jack;
Roy, James; DuPont, Tom; LaFountain, Gordon; rochcontom@yahoo.com; Kinney, Tyson; Howard, Joel; Noblet, Jason;
Sly, John; John.Johnson@state.vt.us; Schmidt, John Paul; Tienken, Derrick; Crowe, Thomas; Robinson, Dustin; Whitney,
Patricia; Walker, Kyle; Knight, David; Gero, Michael; dbrodeur@bpdvt.org; Nokes, Jason; King, Richard; Lavoie, Michael;
Gilbert, Donald; Ellis, Holly; Newton, Brent; Sweeny, Jay; Lynch, James; jmchadburn@hotmail.com; Deslauriers,
Katherine; KEmilio@middleburypolice.org; Taylor, Stephanie; Kipnes, Ethan; Conti, Trisha

Subject: October RPC Reminder

Our records indicate that you have not yet performed the October RPC for your DataMaster DMT. If this is not
completed before the end of October, the instrument will automatically be removed from service until such time as a
passing RPC is completed. The instrument will display “Routine Performance Check Required”. Please submit a color
copy of your results to us via e-mail or mail at your earliest convenience.

If you have any questions, please reach out to me or Trisha Conti (trisha.conti@state.vt.us or 241-5436).

Robert Driscoll

Electronics Technician
Vermont Forensic Laboratory
103 South Main Street
Waterbury, VT 05671-2101
(802) 241-5817 (desk)

1

ﬁ(f 306 3 R



