ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100138

Location: . Derby VSP
Calibration Date:  10/07/2011
Certification Date;  10/11/2011
Installation Date:  10/25/2011
RPC Date: 06/30/2014

Supervisor Name: GREG MARSH

Diagunostic Resy

VIIRS TONS

DMT: L.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

£

Accuracy and Precision Check

Cancentration =0.098 ¢/210L
Lot/ = 14-05-100

"Range =0,093 - 0.103
Averape =0.100 g/210L
Std Dev =().0000

RI Detection Test
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PUMP oN OFF 0.07 28,0
MAX (V) 0.2407 0.2441
MIN(V)  0.2394  0.2427 .08 208
FILTER INFO 0.05 20,0
Filter 1 0.243 Zexro = true .
Filter 2 0.408 f%ero = true 0.04 16,0
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