ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100139
Location: Bennington PD
Calibration Date:  09/26/2011
Certification Date: 09/28/2011
Installation Date:  02/10/2014
RPC Date: 10/05/2014
Supervisor Name: CHRIS E LAUZON
Diagnostic Results Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # =14-04-100
VERSTONS Range =0.094 -0.104
DMT: 1.01 Average =0.102 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 48.0°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.80 V
Cooler Voltage = 1.69 V
Bias Voltage = 80 V 0.10 R 40.0
Chopper Freq = 541 Hz 0.00|- Alcohol(g/210L) | i | | | A
PUMP INFO Flow Réte(L/M)' ’
Flow Rate = 6,111 L/M 5. B (b o s i 32.0
DETECTOR INFO
SUMB i o s AR PESE: S R S T T e — 28.0
MAX (V)  0.0545 0.0579
MIN(V)  0.0528  0.0563 o I N B R e s g
FILTER INFO D QB | fpns
Filter 1 0.057 Zero = true
Filter 2 0.408 Zero = true L Ml (ot B A B
Filter 3 1.012 FZero = true

o | R
CALIBRATION CHECK
Xq = 0.083 1.27% g el e b e e

o o1 /'\ m h i
Routine Performance Check Passed 0.00l___ ﬂ ﬂ .
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100139
Location: Bennington PD
Certification Date: 09/28/2011
Installation Date: 02/10/2014

11/03/2014
10:07:03

Date;
Time:;

SUBJECT NAME :

TEST T TEST
DOB: 11/01/1954 AGE: 60
GUARDIAN PRESENT: N
GENDER: M
LICENSE #: 1234 VT

TEST OPERATOR NAME:
CHRIS E LAUZON
AGENCY: BENNINGTON PD

BLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 33.9°C
SUBJECT SAMPLE (Vol=3.1L) 0.000
BLANK TEST 0.000

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.099

Sim. Vapor Range
Lot #: 14-04-100
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“Driscoll, Rob

Fram; ' Lauzon, Chris

Sent: ' Monday, November 03, 2014 10:28 AM
o Driscoll, Rob
" Subject: RE: October RPC followup

';ff.iit's in the mail...thanks, chris

. Corparal Christopher Lauzon

;. ~Bennington Police Department
+118 South Street

. Bennington, Vermont 05201

g 8‘02—442-1030

;--From Dr:scolE Rob

' SentrMonday, November 03, 2014 10:15 AM
ot Lalizon, Chris

{f;;Sth?J,BCt RE: QOctober RPC followup

AR
i I E

| Wa‘s'r‘é'ferring to the sample acceptance test...this is where the manual gives you a brief description of each of the four
* samples.

ub]ect RE “October RPC followup

. Qk;‘_tl'iought.‘e,the :prqgram was on page 19

i al Christopher Lauzon
B nington Police Department .

118 South Street

' ‘Bennington, Vermont 05201

- 802—-442—1030

From Drlscoii Rob

- Sent::Monday, November 03, 2014 9:25 AM
i} __To Lauzon, Chris
- Subject:/RE; October RPC followup

W -‘tarted an Accuracy and Precision check, which talkes 10 samples of the simulator sofution. You need to
CHhit” ihe RUN button on the main screen and select Check in....this should allow you to perform the 4 breath samples. If
You have any fur{her guestion please et me know.

3uf Y Lo




“Robert Driscolt

‘Yermont Forensics Laboratory
. LO% So ith Maln Street
CiWat uyy, VT 05671
ics Technzcaan

Rob Dnscoil@state vi.us
Desk: (802) 2415817

_(802) 585-0123

From: Lauzon, Chris

‘Sent: Monday, November 03, 2014 9:24 AM
~To: Driscoll; Rob

Subjéack: RE: October RPC followup

rob, i-tried to run the test....dmt just kept running simulator tests....i aborted at #8 test,

- Corporal Christopher Lauzon
Benmngton Police Department
118 South Street

. Bennmgton, Vermont 05201

From;: Drls‘cbll" Rob

Sent: Thursday, Qctober 30, 2014 7:30 AM
To: Lauzon, Chris

Subject: October RPC followup

' complete the review of your RPC? You can following along on page 19 of the Supervisor Manual. Just use “TEST TEST”
for the-subject name when completing the Check-in. If you have any question feel free to contact me.

E F ST DT
Rob.Driscoll @state.vt.us
Desk (802) 241 5817

Yol y Led




