ROUTINE PERFORMANCE CHECK REPORT

DataMagter DMT: 100140

Location: Bradford VSP
Calibration Date:  10/20/2011
Certification Date: 10/20/2011
Installation Date:  10/27/2011

RPC Date: 06/27/2012
Supervisor Name: DAVID C WHITE

Diagnostic Results Accuracy and Precision Chec
Coneeniration = 0,098 w/210L
Lot =12-73-100
VERS LONS Range =0,093-0.103
DMT: 1.01 Averape =0.100 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.2
Questions: 2.0 .
_ : RF Detection Test
TEMPERATURES Pasgsed
Sample Chambexr = 49.0°C
Breath Tube = 47.1°C
Dlgital Sim = 34,1°C Passed
SETTINGS
Lamp Voltage = 1.54 V
Coolexr Voltage = 1.50 V )
Bias Voltage = B0 V 0.10 ;i T T | T T ; T 40,0
Ghoppet Brey = 54l H= i Aleohol(g/2loL) || | 2 s
PUMP INFO EFlow Ralte(L/M) ! '
Flow Rate = 5.435 L/M (IR0 [ AR B S, P A i 32.0
DETECTOR INFO 2
PUMP  ON OFF Rl e
MAX (V) 0.1581 0.1602 0.06 ) A
MIN (v) 0. 15 63 0. 1587 # Y Jieneasenssany pabliekaal) pccctores v ek Lol B i T e 24.0
FILTER INFO 0.05 N A R e - S [ 7, )
Filter 1 0.160 fZero = true
" Filter 2 0.537 Zero = true 0.04 P\” 16.0
Filter 3 1.098 Zero = true ""*M\
: 0.03 Lt ETIeeates ST ............. e St B! [ A 0
CALIBRATION CHECK ) i i
' Xq = 0.077 0,56% 3. odiotbl s 1 ﬂ , s
0,01 “ i 4.0
Routine Performance Check Passed 0.00 : 0.0

, &
Performed by e Date 06/27/2012 /@/ \’\P\V
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