ROUTINE PERFORMANCE CHECK REPORT

DataMaster DM'T: 100140

Location: Bradford VSI
Calibration Date:  10/20/2011
Certification Date: 10/20/2011
Installation Date:  10/27/2011
RPC Date: 10/05/2014

Supervisor Name: HEATHER A FLOWERS

Diagnostic Resulis

VISRS TONS

DMT: 1.01

pPIC: 2.05
Modem: 2.4
Questions: 2.1
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Lamp Valtage
Coolexr Voltage
Bias Voltage
Chopper Freq

nmnnau

PUMP INFO
Flow Rate = 5.361 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.3317 0.3352
MIN(V) . 0.3305 0.3344

FILTER INFO

Filtexr 1 0.334 fZero = true
Filter 2 0.697 Y%ero = true
Filtexr 3 1.213 Zero = true

CALIBRATION CHECK
Xq = 0.077 0.45%

Routine Performance Check Passed

Accuracy and Precigsion Check

Concenlration = 0,097 g/2101,
Lot it = 14-10-100
Ranpe =(.092 - 0,102
Average = 0,097 g/2101,
Std Dev =0.0000
RF Detection Test

Passed

sample Acceptance Test
Passed
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