CALIBRATION REPORT

DataMaster DMT: 101708

Calibration Date:  09/23/2010

Calibrated by: STEVEN E HARNOIS
Lot: 11-03-100

Ca = 0.102000

CAL = 1.054781 0.800 <= CAL <
bl = 0.000000 0.000 <= bl <
b2 = 0.002853 0.001 <= b2 <
b3 = 0.000000 0.000 <= b3 <
Xq = 0.084764 0.050 <= Xq <
a2l = 1.222587 1.050 <= a2l <
a3l = 0.419314 0.300 <= a3l <
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 101708

Date: 09/23/2010
Time: 09:45:09 Qpﬁ M
SUPERVISOR NAME: STEVEN E HARNOTS

SOLUTION LOT #: 11-11-100
SOLUTTON CONCENTRATION: 0.100

BLANK TEST 0.000 09:46
CALIBRATION CHECK PASSED 09:46
SIMULATOR VAPOR 0,102 09:46
SIMULATCR VAPCR ©0.103 09:47
SIMULATOR VAPOR 0.103 09:48
SIMULATOR VAPCR 0.103 09:49
SIMULATOR VAPOR 0.104 09:50
SIMULATCR VAPCR 0.104 09551
SIMULATCR VAPCOR 0.104 09:52
SIMULATCR VAPCR 0.104 09:53
SIMULATOR VAPOR 0.104 09:54
SIMULATCR VAPCR 0.104 09:55
BLANK TEST 0.000 09:56
Average = 0,103

Std Dev = 0.0007
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DMT Serial Number #101708
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CERTIFICATION REPORT

DataMaster DMT: 101708

Calibration Date:  09/23/2010
Certification Date: 09/23/2010

Certified by: STEVEN E HARNOIS

J[ENT OF HEALTH

DEPARTR

Diagnostic Results Options

VERSIONS Printer: yes

DMT 1.05 Number of Copies: 3

PIC 2.05 Number of Supervisor Tests: 10
Modem 1.06 Tolerance Check: yes

Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.09°C
Breath Tube =47.19°C

SETTINGS

Lamp Voltage =185V
Cooler Voltage=1.68V
Bias Voltage =807V
Chopper ¥req =3544.0Hz

PUMP INFO
Flow Rate = 6.294 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V)-0.0258 -0.0228
MIN(V) -0.0280 -0.0242

FILTER INFO

Filter 1 -0.023 Zero = true
Filter 2 0.580 Zero = tiue
Filter 3 0.734 Zero =true

CALIBRATION CHECK
Xq=0.0851 0.51%

DMT Serial Number #101708

Data Collection; yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.102
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of2 09/23/2010 14:31



Linearity Check Results DMT Linearity
True Value  Reported Average Std Dev 0.50

0.020 g/210L 0.019 g/210L 0.000 /
Lot # 10-34-020 0.40
0.081 g/210L 0.077 g/210L 0.001 /
Lot # 10-30-080 80.10
0.160 g/210L  0.155 g/210L 0.002 g /
Bo.20

Lot # 10-31-160

0373 g/210L  0.377 g/210L 0.001 ' /-/
Lot # 10-32-400 0.10
R2=0.9997 00
0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot# 1111-08A1
Interference Detected 0.20 : : % : s i % 40.0
0.18 Blcohol (g/210L) - 36.0
Mouth Alcohol Test Flow: Bate (L/M) _ )
Mouth Alcohol Detected 0.16 e e i 32.0
0.14 28.0
0.12 24.0
0.10 20.0
RF Interference Test (U7 R G T i 16.0
RFI detected 0.06 12.0
0.04 8.0
0.02 4.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.10 : ; i : : 40,0
Sample Acceptance Test Alcohol (g/210L)
Passed Flow Rate (L/M) s
0.08 [ eSS Ta— s 32.0
T 0 o T a— i 24,0
0.04 { 4 ‘ 16.0
0.02 8.0
CERTIFICATION PASSED — 3 % 3 | i 5
) 0 i5 20 25 30 35 40 15

Performed by = b%‘p Date 09/23/2010

r g

Reviewed by _)A’f)(ﬂﬂ/ ] Date ('T’ay’h 0

DMT Serial Number #101708 Page 2 of 2 09/23/2010 14:31



INSTALLATION REPORT

DataMaster DMT: 101708 oN

Location: VERNON PD i\*_\ VERMO‘ \ ‘ I

Calibration Date:  09/23/2010 : e el M

Certification Date: 09/23/2010
llation Date: /19/2010 ; - .

meanea sy stevenenamvos  DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Resulis Accuracy and Precision Check

Concentration = 0.098 g/210L,
VERSIONS Lot # = 11-04-100
DMT 1.05 Average = 0.097 g/210L
PIC 2.05 Std Dev = 0.001
Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test

RFI detected

TEMPERATURES
Sample Chamber = 48.97°C
Breath Tube = 48.10°C Sample Acceptance Test
Digital Sim = 34.2°C Passed
SETTINGS

Lamp Voltage =185V
Cooler Voltage =1.69 V
Bias Voltage =80.7V
Chopper Freq =537.6 Hz

0.10 ‘ , — 40.0
PUMP INFO )
Flow Rate = 6.033 L/M ?igillgiégiiiﬁ?)

gJ0g == o g o el | M1 | | & TSRS, ERSUSS  SSPUPISIS. SHRSTETS 32.0
DETECTOR INFO
PUMP ON OFF
MAX(V) -0.0957 -0.0923
MIN(V) -0.0969 -0.0939 Gl [ U T Bl
FILTER INFO ; ﬂ :
Filter 1-0.093 Zero = true 0.04 | I e o L B e I L
Filter 2 0.523 Zero = true : f | ‘ i
Iilter 3 0.657 Zero = true

0 1 R s o St s 8.0
CALIBRATION CHECK
Xq=0.0847 0.00% |
INSTALLATION PASSED R S T T R 7 5670 80 90

Performed by x‘@é——ﬁ Date  10/19/2010

Reviewed by - Date
DMT Serial Number #101708 Page 1 of 1 10/19/2010 11:21




TRACY KELLY SHRIVER
State’s Attorney

SCOTT A, WILLISON
DAVID W. GARTENSTEIN

%eﬁ

MARK E, CARIGNAN
ARCHER H. MAYOR

Investigators

MARTHA E. MOMANEY

SUSAN B, CAY . i . CAROL SCOTT
ELLEN KRYGER O¥FICE OF THE . - SUSAN C, JOHNSON
STEVEN M. BROWN Vietim Advocates
Deputy Slate’s Atiorneys WINDHAM CO:J?ENSJTQETEE'S ATTORNEY ’
PosTQFFICE Box 785
BRATTLEBORO, VERMONT (5302
TEL (802) 257-2860
FAX (802} 257-2864
MEMO ¥
-~ ) i ' \_f‘
TO: ALL WINDHAM COUNTY LAW ENFORCEMENT AGENCIES — PLEASE DISTRJBE_JTE

TO ALL DATAMASTER SUPERVISORS
"FROM: STEVEN.BRO\V?,D PUTY STATE’S ATTORNEY, WINDHAM COUNTY
SUBJECT: DATAMASTER DMT OPERATOR LOGS AND DATAMASTER DMT RECORDS

DATE: APRIL 6, 2010

DATAMASTER DMT OPERATOR USE LOGS-

Effective immediately, please discontinie the use of the Operator Use Log. This decision was made in
consultation with the chemists at the Vermont Department of Health. The information that was gathered with
the logs is now being stored and is available within the memory of the instrument. . ’

DATAMASTER DMT MONTHLY UPDATES-

As a reminder, pursuant to page 11 of the DataMaster DMT Instrument Supervisor & Record Administrator
Manual, the Windham County State’s Attorney’s Office is requiring agencies to provide monthly updates
which should be directed to Steven Brown. Please include the following:

.

*Maintenance reports and logs;

e, iR
bt

P d

Question Mmay be directed io myself or State’s Attorney Tracy Kelly Shriver,

«Instrument status and breath record summary reporis;
+Correspondence with the Vermont Department of Health; and

+Other discoverable materials generated,

Page 1 of 1




OFFICE OF THE ’
WINDHAM COUNTY STATE'S ATTORNEY

DISCOVERY REQUEST
To: mmj\{i! %ELY\V\ Hi,kl‘»(ir \F&jb . Date Requested: D}Cb/b

From: STEVEN M. BROWN, DSA

?ag\é |

Re: Updating the Windham County State’s Attorney’s DataMaster DMT Binder
PLEASE PROVIDE COPIES OF THE FOLLOWING DATAMASTER DMT RECORDS:
MONTHLY REPORTS: , -
[_] Breath Summary Report (generated by the DataMaster)
[ | Status Summary Report (generated by the DataMaster)
| [_] Check-up and Maintenance Log (handwritten by DatEllMaStBI‘ Supervisor)
PERIODIC REPORTS: ‘
[ Routine Pel'fal‘mance Check Report (FEB, JUN, OCT) (generéted by the DataMaster)
| ] Simulator Change Report (generated by the DataMaster)
ANNUAL REPORTS:
[] Annual Preventative Maintenaﬁce {generated by DM, performed by VDHL)

MISCELLANEQUS:

@éllibration Report (generated by DM, performed by VDHL)

Eée ification Report (generated by DM, performed by VDHIL) |
fj—Zé:allaﬁon Report (generated Aby DM, performed by VDHL)
OTHER:

[ ] Any Correspondence with Department of Health

*PLEASE RETURN THIS FORM ATTACHED TO THE REQUESTED MATERIAL, *

COMMENTS:

OFFICER'S SIGNATURE Date Returned




DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 101708

VERNCN PD

Certification Date: 09/23/2010
Installation Date: 10/19/2010
Date: 10/29/2010

Time: 11:42:28

Subject Name: TEST TEST

Date of Birth: 10/29/2010 Age: 0
Guardian Present: N

Gender: M

License #: 0 VT

Case #: 00

Time of Operation: 11:11
Location of Incident: VERNON
Town: VERNON

County: WINDHAM

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

Obs. Period Start: 11:27
BLANK TEST 0.000 11:43
CALIBRATION CHECK PASSED 11:43
SIMULATOR VAPOR 0.097 11:43
BLANK TEST 0.000 11:44
SUBJECT SAMPLE (Vol=1l.6L) 0.000 11:45
BLANK TEST 0.000 11l:486
CALTBRATION CHECK PASSLED 11:486
SIMULATOR VAPOR 0.098 11:46
BLANK TEST 0.000 11:47
SUBJECT SAMPLE (Vol=1.7L) 0.000 1Lzdd

All aleochol values reported in g/210L

Sim. Vapor Concentration 0.098

Sim. Vapor Range 0.093 - 0.103
Simulator Temp 34.0°C

fc}(j‘re ~Leal KC* Per recfl

gy ozl co

DMT Serial Number #101708

0.

Page 1 of 1
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Flow Rate (L/M)

5 10 15 20 25 30 35 40 45
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Alcohol (g/210L)
Flow Rate (L/M)
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 101708

Date: 10/29/2010
Time: 11:30:02

SUPERVISOR NAME: STEVEN E HARNOIS

SOLUTION LOT #: 11-04-100
SOLUTION CONCENTRATION: 0.098

BLANK TEST 0.000 11:30
CALIBRATION CHECK PASSED  11:31
SIMULATOR VAPOR (34.2°C) 0.098 11:31
SIMULATOR VAPCR (34.1°C) 0.098 11:32
SIMULATOR VAPCR (34.1°C) 0.098 11:33
SIMULATOR VAPCR (34.1°C) 0.098 11:34
SIMULATOR VAPCR (34.1°C) 0.098 11335
SIMULATOR VAPOR (34.1°C) 0.098 11:36
SIMULATOR VAPOR (34.0°C) 0.098 11:37
SIMULATOR VAPOR (34.1°C) 0.098 11:38
SIMULATOR VAPCR (34.1°C) 0.098 11:39
SIMULATOR VAPOR (34.1°C) 0.098 11:40
BLANK TEST 0.000 11:40

Average = 0.097
Std Dev = 0.0000
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Alcohol (g/210L)
Flow Rate (L/M)

32.

i 24,

" guiiMony 0.06
~SLUTA, A :

Check-In Confirmation Test

STATE OF VERMONT W7 N S S . W— _ - 16.

DataMaster DMT: 101708

VERNON PD

Certification Date: 09/23/2010
Installation Date: 10/18/2010
Date: 10/29/2010

Time: 11:03:07

Subject Name: TEST TEST

Date of Birth: 10/29/2010 Age: 0
Guardian Present: N

Gender: M i
License #: 0000 VT ! : § 0.

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

BLANK TEST 0.000 11:04
CALIBRATION CHECK PASSED 11:04
SIMULATOR VAPOR 0.095 11:04
BLANK TEST 0.000 11:05
SUBJECT SAMPLE (Vol=1.7TL) 0.000 11:05
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.098

Sim. Vapor Range 0.093 - 0.103

Simulator Temp 34.1°C

DMT Serial Number #101708 Page 1 of 1 10/29/2010 11:06



OPTIONS PRINT OUT

DataMasier DMT: 101708
Location; VERNON PD
Calibration Date:  09/23/2010
Certification Date: 09/23/2010
Installation Date:  10/19/2010

Printer: yes

Number of Copies: 3

Number of Superviscr Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210%L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.098
Digital Simulator: guth
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: vyes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.1060

DMT Serial Number #101708

VERMONT

DEPARTMENT OF HEALTH

Page 1 of1

04/26/2011 2120



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 101708
Location: VERNON PD
Calibration Date:  09/23/2010
Certification Date: 09/23/2010
Installation Date:  10/19/2010
RPC Date: 01/20/2011

Supervisor Name: BRUCE GAULD

Diagnostic Resulis

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube =48.10°C
Digital Sim = 33.9°C

SETTINGS

Lamp Voltage =1.85V
Cooler Voltage =1.68 V
Bias Voltage =80.7V
Chopper Freq =546.9 Hz

0.10
PUMP INIFO
Flow Rate = 6.047 L/M

0.08
DETECTOR INFO
PUMP ON OFF
MAX(V)-0.1589 -0.1569
MIN(V) -0.1608 -0.1583 0.06
FILTER INFO
Filter 1 -0.157 Zero = true 0.04
Filter 2 0.457 Zero =true
Filter 3 0.629 Zero = true

0.02
CALIBRATION CHECK
Xq=0.0845 0.21%

0.00

Routine Performance Check Passed

"~ VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.098 g/210L
Lot # = 11-04-100
Average = 0.100 g/210L
Std Dev = 0.001
RFI Interference Test

RIT detected

Sample Accepiance Test
Passed

i : ! H H 40.0

Alcohol (g/210L) |

Flow Rate (L/M)
B S T T 32.0
----------
rrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrr 16.0
U S . U S So f 8.0
ﬂ A n A 0510

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by <o = VoD

Reviewed by

Date  01/20/2011

Date

DMT Serial Number #101708

Page 1 of 1 01/20/2011 19:11



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 101708

Date: 01/19/2011
Time: 17:30:25

SUPERVISOR NAME: BRUCE GAULD
SOLUTION LOT #: 11-04-100
SOLUTION CONCENTRATION: 0.098

BLANK TEST 0.000 1731
CALIBRATION CHECK PASSED 1 Fas3il
SIMULATOR VAPOR (34.0°C) 0.092 1731
SIMULATOR VAPOR (33.9°C) 0.094 17432
STIMULATOR VAPOR (34.0°C) 0.094 17:33
SIMULATOR VAPOR (33.9°C) 0.094 1734
SIMULATOR VAPOR (34.0°C) 0.094 17:356
SIMULATOR VAPOR (34.0°C) 0.094 17:36
STIMULATOR VAPOR (34.0°C) 0.094 L4317
SIMULATOR VAPOR (33.9°C) 0.095 17:38
SIMULATOR VAPOR (33.9°C) 0.095 17:39
SIMULATOR VAPOR (34.0°C) 0.094 17:40
BLANK TEST 0.000 17:41
Average = 0.093

Std Dev = 0.0008

DMT Serial Number #101708
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 101708
Location: VERNON PD
Calibration Date:  09/23/2010

Certification Date: 09/23/2010 ' i -

RPCDater 017202011 DEPARTMENT OF HEALTH

Supervisor Name: BRUCE GAULD

Diagnostic Results Accuracy and Precision Check

Concentration = 0.098 g/210L
VERSIONS Lot# = 11-04-100
DMT 1.05 Average = 0.099 g/210L
PIC 2.05 Std Dev = 0.000

Modenm 1.06
Questions 1.00

Reports 1.02 RF] Interference Test
RFT not detected

TEMPERATURES

Sample Chamber = 48.86°C

Breath Tube = 48.09°C Sample Acceptance Test

Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =1.85V
Cooler Voltage = 1.68 V
Bias Voltage =807V
Chopper Freq = 546.6 Hz

PUMP INFO
Flow Rate = 6.087 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V)-0.1638 -0.1614
MIN(Y) -0.1652 -0.1630

FILTER INFO

Filter 1 -0.162 Zero = true
Filter 2 0.453 Zero = true
Filter 3 0.622 Zero = true

CALIBRATION CHECK
Xq=0.0845 0.21%

Routine Performance Check Failed

Performed by »<a.. o ) Date 01/20/2011

Reviewed by Daie
DMT Serial Number #101708 Page 1 of 1 01/20/2011 13:54




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 101708
Location: VERNON PD
Calibration Date: 09/23/2010

Certification Date: 09/23/2010

REC Dater 017202011 DEPARTMENT OF HEALTH

Supervisor Name: BRUCE GAULD

Diagnostic Results Accuracy and Precision Check

Concentration = (.098 g/210L
VERSIONS Lot# = 11-04-100
DMT 1.05 Average = (.099 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1:06
Questions 1.00
Reports 1.02 RFI Interference Test

RFI not detected

TEMPERATURES
Sample Chamber = 48.86°C
Breath Tube = 48.09°C Sample Acceptance Test

Digital Sim =34.0°C

SETTINGS

Lamp Voltage =185V
Cooler Voltage =1.68 V
Bias Voltage =807V
Chopper Freq = 546.6 Hz

PUMP INIFO
Flow Rate = 6.087 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.1638 -0.1614
MIN(V) 0.1652 -0.1630

FILTER IN¥O

Filter 1 -0.162 Zero = true
Filter 2 0.453 Zero =true
Filter 3 0.622 Zero =true

CALIBRATION CHECK
Xq=0.0845 0.21%

Routine Performance Check Failed

Performed by <. N o 00 Date 01/20/2011

Reviewed by Date )
DMT Serial Number #101708 Page 1 of 1 01/20/2011 18:54




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 101708
Location: VERNON PD
Calibration Date:  09/23/2010
Certification Date: 09/23/2010
Instatlation Date:  10/19/2010
RPC Date: 01/20/2011

Supervisor Name: BRUCE GAULD

Diagnostic Results

VERSIONS
DMT 1.05

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURIES

Sample Chamber = 48.91°C
Breath Tube =48.07°C
Digital Sim = 33.9°C

SETTINGS

Lamp Voltage =185V
Cooler Voltage = 1.68 V
Bias Voltage =807V
Chopper Freq =546.6 Hz

PUMP INFO
Flow Rate = 6.133 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) -0.1577 0.1561
MIN(V)-0.1598 -0.1579

FILTER INTFO

Filter 1 0.158 Zero = true
Filter 2 0.458 Zero=true
Filter 3 0.629 Zero = true

CALIBRATION CHECE
Xq=0.0846 0.10%

Routine Performance Check Failled

VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.098 g/210L
Lot# = 11-04-100
Avcrage = 0.099 g/210L
Std Dev = (.000
RFI Interference Test

RFI not detected

Sample Acceptance Test

Performed by » (o T ar’J

Reviewed by

DMT Serial Number #101708

Date 01/20/2011

Date
Page 1 of 1 01/20/2011 18:03




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 101708
Location: VERNON PD
Calibration Date:  09/23/2010

Certification Date: 09/23/2010 ' T . .

RPCDater 017202011 DEPARTMENT OF HEALTH

Supervisor Name: BRUCE GAULD

Diagnostic Results Accuracy and Precision Check

Concentration = 0.098 g/210L
VERSIONS Lot # = 11-04-100
DMT 1.05 Average = 0.099 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test

RFI not detected

TEMPERATURES
Sample Chamber = 48.91°C
Breath Tube = 48.07°C Sample Acceptance Test

Digital Sim = 33.9°C

- SETTINGS

Lamp Voltage =185V
Cooler Voltage =1.68V
Bias Voltage =807V
Chopper Freq =546.6Hz

PUMP INFO
Flow Rate = 6.133 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(V) -0.1577 -0.1561
MIN(V) -0.1598 -0.1579

FILTER INFO

Filter 1 -0.158 Zero = true
Filter 2 0.458 Zero = true
Filter 3 0.629 Zero = true

CALIBRATION CHECK
Xq=0.0846 06.10%

Routine Performance Check Failed

Performed by e T or’) Date 01/20/2011

Reviewed by Date
DMT Serial Number #101708 Page 1 of 1 01/20/2011 18:02




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

101708
VERNON PD
09/23/2010

o1/2012011 DEPARTMENT OF HEALTH

BRUCE GAULD

ﬁ

Accuracy and Precision Check

Concentration = 0.098 g/210L
VERSIONS Lot# = 11-(4-100
DMT 1.05 Average = 0.091 g/210L
PIC 2.05 Std Dev = 0.001
Modem 1.06
Questions 1.00
Repoits 1.02 RFI Interference Test
TEMPERATURES

Sample Chamber = 48.74°C

Sample Acceptance Test

Breath Tube =47.62°C
Digital Sim =33.9°C

SETTINGS

Lamp Voltage =185V
Cooler Voltage = 1.68 V
Bias Voltage =807V
Chopper Freq = 547.1 Hz

PUMP INFO
Flow Rate = 6.163 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) -0.1579 -0.1561
MIN(V}-0.1595 -0.1573

FILTER INFO

Filter 1 -0.156 Zero = true
Filter 2 0.460 Zero = true
Filter 3 0.629 Zero = true

CALIBRATION CHECK
Xq=0.0840 0.82%

Routine Performance Check Failed

Performed by (o T o) Date _ 01/20/2011

Reviewed by Date

DMT Serial Number #101708 Page I of 1

01/20/201% 17:17



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Resulis

VERSIONS
DMT 1.05

101708 %
VERNON PD
09/23/2010

o1/20/2011 DEPARTMENT OF HEALTH

BRUCE GAULD

Accuracy and Precision Check
Concentration 0.098 g/210L
Lot # 11-04-100
Average 0.091 g/210L

o

PIC 2.05 Std Dev 0.001

Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test

TEMPERATURES
Sample Chamber = 48.74°C

Breath Tube = 47 62°C Sample Acceptance Test

Digital Sim =33.9°C

- SETTINGS
Lamp Voltage =185V
Cooler Voltape =1.68 V
Bias Voltage =807V
Chopper Freq =547.1 Hz

PUMP INFO
Flow Rate = 6,163 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(V) -0.1579 -0.1561
MIN(V) -0.1595 -0.1573

IILTER INFO

Filter 1 -0.156 Zero =true
Filter 2 0.460 Zero = true
Filter 3 0.629 Zero = true

CALIBRATION CHECK
Xq=0.0840 0.82%

Routine Performance Check Failed

Performed by (oo T30} Date 01/20/2011

Reviewed by Date

DMT Serial Number #101708 Page 1 of 1

01/20/2011 17:17



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:; 101708

Location: VERNON PD
Calibration Date:  09/23/2010
Certification Date: 09/23/2010
Installation Date:  10/19/2010

RPC Date: 01/20/2011
Supervisor Name: BRUCE GAULD

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.86°C
Breath Tube =47.24°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =185V
Cooler Voltage =169V
Bias Voltage =807V
Chopper Freq =547.2 Hz

PUMP INFO
Flow Rate = 6.080 L/M

DETECTOR INFO

POUMP OCN  OFF
MAX(V)-0.1679 -0.1654
MIN(V) -0.1695 -0.1669

FILTER INFC

Filter 1 -0.166 Zero = true
Filter 2 0.453 Zero = true
Filter 3 0.615 Zero=true

CALIBRATION CHECK
Xq=0.0845 0.21%

Routine Performance Check Failed

-

VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.093 g/210L
Lot# = 11-04-100
Average = (.092 g/210L
Std Dev = (0.001
RFI Interference Test

RFI not detected

Sample Acceptance Test

Performed by « o MNarnf

Reviewed by

DMT Serial Number #101708

Date _ 01/20/2011

Date
Page 1 of 1 01/20/2011 17:03




ROUTINE PERFORMANCE CHECK REPORT

PDataMaster DMT: 101708

Location: VERNON PD
Calibration Date:  09/23/2010
Certification Date: 09/23/2010
Installation Date:  10/19/2010

RPC Date: 01/20/2011
Supervisor Name: BRUCE GAULD

Diagnostic Resulis

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.86°C
Breath Tube =47.24°C
Digital 8im = 34.0°C

- SETTINGS

Lamp Voltage =185V
Cooler Voltage =1.69 V
Bias Voltage =807V
Chopper Freq = 547.2 Hz

PUMP INFO
Tlow Rate = 6.080 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(V)-0.1679 -0.1654
MIN(V) 0.1695 -0.1669

FILTER INFFO

Filter 1 -0.166 Zero = true
Filter 2 0.453 Zero =true
Filter 3 0.615 Zero = true

CALIBRATION CHECK
Xq=0.0845 0.21%

Routine Performance Check Failed

%

.VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.093 g/210L
Lot # = 11-04-100
Average = 0.092 g/210L
Std Dev = 0.001
RFI Interference Test

RFI not detected

Sample Acceptance Test

Performed by Coae a2l

Reviewed by

DMT Serial Number #101708

Date

01/20/2011

Date

Page 1 of 1

01/20/2011 17:63



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 101708 “
Location: VERNON PD N VERM N
Calibration Date:  09/23/2010 i | . ! )

Certification Date: 09/23/2010

RPCDater . 06/g/2011 DEPARTMENT OF HEALTH

Supervisor Name: BRUCE GAULD

Diagnostic Results Accuracy and Precision Check

Concentration = 0.098 g/210L
VERSIONS Lot # = 11-14-100
DMT 1.05 Average = 0.102 g/210L
PIC 2.05 Std Dev = 0.000

Modem 1.06
Questions 1.00

Reports 1.02 RFI Interference Test
RI'T detected

TEMPERATURES

Sample Chamber = 48.97°C

Breath Tube = 48.09°C Sample Acceptance Test

Digital Sim = 34.0°C Passed

SETTINGS

Lamp Voltage =1.85V
Cooler Voltage =1.68 V
Bias Voltage =80.7V
Chopper Freq =551.5Hz

PUMP INFO é i ; E |
Alcohol (g/210L
Flow Rate = 6.096 L/M Flgi.?i 123 ég/( L/M)T'

DETECTOR INFO
PUMP ON  OFF
MAX(V)-0.1793 -0.1813
MIN(V) -0.1850 -0.1827

sl b b 24.0

FILTER INFO

Filter 1 -0.182 Zero = true 0.04
Filter 2 0.440 Zero =true

Filter 3 0.604 Zero = true

Jidd 16,0

CALIBRATION CHECK i
Xq=0.0851 0.41% ﬂ |

Routine Performance Check Passed : 0 i5 10 15 20 2:5 3‘0 35 40 4:5 50 5l5 60

Performed by S Mo ) Date  06/16/2011

Reviewed by ) Date
DMT Serial Number #101708 Page 1 of 1 06/16/2011 17:00




INSTALLATION REPORT

DataMaster DMT: 100141

Location: Vernon PD
Calibration Date:  01/30/2012
Certification Date: 01/31/2012
Installation Date:  02/08/2012

Installed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.100 g/210L
Lot # =12-51-100
VERS IONS Range =0.095-0.105
DMT: 1.01 Average =0.098 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.2
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 47,3% Sample Acceptance Test
Digital Sim = 34.1°C Passed
JSTTINGS
Lamp Voltage =1.713 V 0.10 : : 40.0
Cooler Voltage = 1.71 V Al‘ 0 1’( /2i0L) | i
Bias Voltage =81V 0.09f | : cohe g ............................. 36.0
Chopper Freq = 529 Hz — How Ra‘te(L/‘M) !
) O O
PUMP INFO 0 =
Flow Rate = 6.186 L/M T T S
DETECTOR INFO
PUMP ON OFF 0. 06 -
MAX (V) 0.0350 0.0374
MIN(V)  0.0337  0.0360 R
FILTER INFO R — -
Filter 1 0.037 Zero = true
Filter 2 0.340 Zeroc = true .03
Filter 3 0.636 Zero = true ;
TS IO -
CALIBRATION CHECK /-J
- 9 i i
Xq = 0.082 0.21% TR R e
0.00
Q0 10 15

INSTALLATION PASSED

Performed by yéﬂ‘:;%/’é* Date 02/08/2012

Reviewed by W%%‘/M Date 2-5-(<

DMT Serial Number #100141 Page 1 of 1

02/08/2012 11:29 AM



$ % % Communication Result Report { Feb. 15 2012 &:20MM ) x x x

1) VERNON POLICE DEPT
2)

T Te/Timer Feb 150 2012 B:194M

File Page
No. Mode Destination Not Sent

0950 Memory TX S A s Office P. 3 0K

v Brror

fo . .
E ég Hinin:\ie?r Pime fail Eﬁg E;5¥acsimi]e connection
E. 5) Exceeded max. E-matil size

VirnoN Povice DeparTMENT

£.0,Box B3 Guvemor Hyat Raad Vemon, Verment 05354

Office: B02-257-2638  Dispalch:B02-254-6862 Fax:802-268.2228

Fax Cover Sheet .

For &&.WL(BTQAJF\

me:’\—b(ULeJ @M\k

Re ndm (Moo .

Qale, d’lf{ 13

Na of pages:, 5 {inchxding cover shee!)
Fax i

" v Slese e Joske oot wur Onde vlasfec \oac ks

¥ izston I5 received §
2638. THark you.

Fax opamlor(/\gm - 6 s \E

Comnwnily Policing

o illegible please contaci the updersiphed anedialaly al 802-257-

Reighibarhood Watch



VErNON Porice DeparTMENT

P.O. Box 63 Governor Hunt Road Vernon, Vermont 05354

Office: 802-257-2638  Dispatch:802-254-8962 Fax:802-258-2328

Fax Cover Sheet

To: X\X\s L (]5 O ™ Dater__ < j 1:\"'! I
From VD6Vt e. (f%(i‘u_." \C\ No. of pages:___&_

Re: /Q G \Vr,\ (\(\Ct‘fa\—-c_ﬁ Fax #:

(including cover sheet)

Comments: S“"‘i‘ZMF (0 :\\W\"k' fi]@‘%' I Oer NC\&LC( \o ﬂ.(_,f( )

if transmission is receivad incomplete or lliegibie please contact the undersigned immediataly at 802-257-
2638. Thank you.

il -- X
- ]
Fax operator__\ N A YL\ O

Community Policing DARE, Neighborhood Watch



0. -0
0. W
0. 0
0. .0
0.
0.
0. .0
0. 7 0
0. A0
0. =y
0.
0.
s o)
0. .0
ACCURACY & PRECISION REPORT 0. -0
0. .0
STATE OF VERMONT 0.
&
DataMater DMT: 100141
Location: Vernon PD 0.20
—————————————————————————————————————————— 0.16(
Date: 04/10/2012 0.12|-
Time: 13:37:15
0.08
SUPERVISOR NAME: 0.04]
AMANDA BOLDUC 0.00
SOLUTION LOT #: 12-51-100 0.
SOLUTION CONCENTRATION: 0.100 0.
—————————————————————————————————————————— 0.
BLANK TEST 0.000 13:38 0.
CALIBRATION CHECK PASSED 13:38 o
SIMULATOR VAPOR 34.1°C 0.095 13:38 0'
SIMULATOR VAPOR 34.2°C 0.096 13:39 :
SIMULATOR VAPOR 34.2°C 0.096 13:40 o
SIMULATOR VAPOR 34.2°C 0.097 13:41 a
SIMULATOR VAPOR 34.2°C 0.097 13:42
SIMULATOR VAPOR 34.1°C 0.097 13:43 0
SIMULATOR VAPOR 34.2°C 0.097 13:44 0
SIMULATCOR VAPOR 34.1°C 0.098 13:45 0
SIMULATOR VAPOR 34.1°C 0.098 13:46 0
SIMULATOR VAPOR 34.2°C 0.098 13:48
BLANK TEST 0.000 13:48 0.
0.
Average = 0.096 0
Std Dev = 0.000 0“
0.
0.
0. .0
0. .0
0.1 .0
0. .0
0.
0
0. S8
0.1 .0
0. .0
0. J
0.
0.
0. .0
0. .0
0. .0
0. 5.0
0.
0.
25

DMT Serial Number #100141 Page 1 of 1 04/10/2012 1:50 PM



DIAGNOSTIC RESULT

DataMaster DMT:100141

Location: Vernon PD
Calibration Date: 01/30/2012
Certification Date:01/31/2012
Installation Date: 02/08/2012

Test Date: 06/23/2012
Test Time: 12:57:09
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.6°C
o

Breath Tube = 46.,3°C
Digital Sim = 34,0°C
SETTINGS

lamp Voltage = 1.73 V
Cocler Voltage = 1.71 V
Bias Voltage =81V
Chopper Freq = 538 H=z

PUMP INFO
Flow Rate = 6.009 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) =-0.0293 -0,0266
MIN(V) =-0.0305 =0.0287

FILTER INFO

Filter 1 -0.028 Zero = tLrue
Filter 2 0.284 Yero = true
Filter 3 0.578 Zero = true

CALIBRATION CHECK
Xg = 0.082 0.53%

DMT Serial Number #100141 Page 1 of 1

06/23/2012 12:58 PM



ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100141
Location: Vernon PD
Calibration Date:  01/30/2012
Certification Date: 01/31/2012 AN
. \'mh‘g"‘v A URTE
Installation Date:  02/08/2012 : ‘
APM Date: 06/12/2013
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concenlration =0.097 g/210L
Lot # =12-89-100
VERSIONS Range =0.092 - 0.102
DMT: 1.01 Simulator Vapor =0.099 g/210L
PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Tes
Passed
TEMPERATURES
Sample Chamber = 48.6°C Sample Acceptance Test
Breath Tube = 46.1°C Passed
Digital Sim = 34.1°C
SETTINGS
Lamp Voltage = 1.73 v
Cooler Voltage = 1.71 V
Bias Voltage = 81 Vv 0.10r : : T 40.0
Chopper Freq = 537 Hz ‘ ] :
0.00 Alcohol (g/210L) s6.0
PUMP INFO — Flow Rate(L/M):
Flow Rate = 6.029 L/M 0. 08 s i 32.0
DETECTOR INFO (\ |
e ot — o e I o p— o] 2810
MAX (V) 0.0453 0.0474
MIN(V)  0.0443 0.0459 I rmn— et 120
FILTER INFO 0,05 o """" e R 20.0
Filter 1 0.046 Zero = true
Filter 2  0.355 Zero = true 0 04 [ frssoiio e e el 11 B
Filter 3 0.658 Zero = true Ix : 3
O . 03 PO ‘v ,,,,,,,,, K S e fen e e v A A ‘ - ]? . U
CALIBRATION CHECK : [ \ i
Xq = 0.081 0.95% 002 111 S O 6.5
AN
0.01 / = B} e s i aa A 4.0
0.00 3 . i Jo.0
APM PASSED 0 5 10 15 20 25 30
Performed by 7 o= Date 06/12/2013
Reviewed by Date

DMT Serial Number #100141 Page 1 of 1 06/13/2013 1:37 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100141

Location: Vernon PD
Calibration Date:  01/30/2012
Cerlification Date; 01/31/2012
Installation Date:  02/08/2012

RPC Date: 10/30/2013
Supervisor Name: BRUCE GAULD

Diagnostic Results Accuracy and Precision Check
Coneentration =0.099 g/210L
Lot # =13-04-100
VERSIONS Range =0.094 - 0.104
DMT: 1.01 Average =0.098 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4

Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed

Sample Chamber = 49.2°C
Breath Tube = 48.1°C Sample Acceptance Test
= 34,1°C

Digital Sim Passed
SETTINGS
Lamp Voltage =1.73 V
Cooler Veoltage = 1.72 V
Bias Voltage = 81 V 0.10 T . 5 ; : 5 == 1 7 40.0
Chopper Freq = 539 Hz Alcohol (g/210L] i j i i e o
0.09]+ Flow Rate(L/M) |77 g =6
PUMP INFO . ;
Flow Rate = 6.117 L/M 0.08 i = [ o]
DETECTOR INFO 0 07 b 28.0
PUMP ON OFF
MAX (V) 0.0677 0.0693 y ,
MIN(V)  0.0667 0.0679 9% A
FILTER INFO 0.05 ~[20.0
Filter 1 0.068 Zero = true
Filter 2 0.379 Zero = true 0.04 16.0
Filter 3 0.674 Zero = true { |
R | e e 12.0
CALIBRATION CHECK ; |
Xq = 0.081 1.38% "L P . 8.0
0. 0L [ 4.0
i 0.00 ﬁ ’\ i i I i : i 0.0
Routine Performance Check Passed e e 0 1L B 5 R

= )
Performed by il Date 10/30/2013

Reviewed by Date

DMT Serial Number #100141 Page 1 of 1 10/30/2013 4:43 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100141

Location: Vernon PD
Calibration Date:  01/30/2012
Certification Date: 01/31/2012
Installation Date:  02/08/2012
RPC Date: 02/25/2014

Supervisor Name: BRUCE GAULD

Diagnostic Results

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 48.1°C
Digital Sim = 34.2°C
SETTINGS

Lamp Voltage =1.73 V
Cooler Voltage = 1.71 V
Bias Voltage = 81 V
Chopper Freq = 540 Hz

PUMP INFO
Flow Rate = 5.977 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0606 0.0630
MIN (V) 0.0596 0.0616

FILTER INFO

Filter 1 0.062 Zero
Filter 2 0.365 Zero
Filter 3 0.670 Zero

oo

CALIBRATION CHECK
¥g = 0.081 1.17%

Routine Performance Check Passed

true
true
true

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =13-04-100
Range =0.094 - 0.104
Average =0.099 g/210L
Std Dev =(.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 i et 40.0
sont —— etz |
0.08/ ---------- - ----- rrrrrrr 32.0
PEEEEN. 3
0,06 0
PN
7] - | 1 - 16.0
G 8 oot e RS S e o s 12.0
0.02(- - A ----- 8.0
- f WA | % T w
0.00 Jll ‘{ l\ 0.0

0 5 10 15 20 25 30 35 40

45 50 55 60

A

Performed by -t

.

Reviewed by

DMT Serial Number #100141

o ([
._...J%M.M_Q,__,.f—/ Date  02/25/2014

Date

Page 1 of 1

02/25/2014 2:16 PM
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X = Interference, R = Refusal, V = Invalid, Incomplete
Test Test Test Type Status Message
Date Time
10/26/2010 19:21 Breath Test SIMULATOR TIMECUT
10/26/2030 19:24 Brealth Test STMULATOR TIMECUY
| 10/29/2010 11:08 Brealh Test USER_ABCRT
10/29/2010 11:27 Breath Test USER ABCRT
DMT Serial Number #101708 Page 1 of 1 08/17/2011 11:45



