INSTALLATION REPORT

DataMaster DMT: 100141

Location: WINDHAM COUNTY SO - VERNON
Calibration Date: ~ 02/22/2016 & {
Certification Date:  02/22/2016 by e
. ARMONy -
Installation Date:  08/02/2016 e AL
Installed by: ROBERT DRISCOLL
Default Options Loaded
Diagnostic cC d Precisio: ec)
Concentration =0.100 g/210L
Lot # =16-15-100
VERSIONS Range =0.095-0.105
DMT: 2.00 Average =0.100 g/210L
PIC: 2.06 Std Dev =(.0004
Modem: 2.6
Ruestlonst 2ol RF Detection Test
TEMPERATURES Fassed
Sample Chamber = 49.2°C . Sample Acceptance Test
Breath Tube = 44.4°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage =1.67 V
Cooler Voltage = 1.64 V 0.10 40.0
Bias Voltage = 80 V Alcohol (g/210L) 6.0
Chopper Freq = 532 Hz 0.08)"| —— Flow Rate (L/M) ' .
PUMP INFO 0.08 ~ 32.0
Flow Rate = 5.861 L/M
0.07 28.0
DETECTOR INFO k&
PUMP ON OFF 0.06 Cig
MAX (V) 0.0976 0.1016 -
MIN(V) 0.0961 0.0998 Badll #0.0
FILTER INFO 184 e
Filter 1 0.102 Zero = true 5% .
Filter 2 0.432 Zero = true .03 e D
Filter 3 0.673 Zero = true 0.02 .
CALIBRATION CHECK " ’\ ad
Xg = 0.101 0.26% Lt J i | :
0.00L /1 0.0
INSTALLATION PASSED £ . e . = = =
NIST Ther : -
Mo e e _S/N HIBIY 67 oC
! g p RC) 8246
|nstall Poﬁ' ‘“?”“‘7 Fmna 957,]35{%
Performed by = K Date 08/02/2016
Reviewed by D&ﬂfﬁ Date "5) 95“ !0
Camh B4 +
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