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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100142
L.ocation: Brandon PD
Calibration Date:  11/03/2011
Certification Date: 11/03/2011
Tnstallation Date:  12/01/2011
RPC Date: 10/08/2015
Supervisor Name: DAVID B BUTTERFIELD
Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# = 15-09-100
VERS IONS Range =0.094-0.104
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Std Dev = (}.0005
Modem: 2.6
Questions: 2.1 .
. RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.1° Samplc Acceptance Test
Digital Sim = 34.0°C . Passed
SETTINGS
Lamp Voltage = 1.67 V
Ceooler Voltage = 1.61 V
Bias Voltage = BG VvV 0.10 : ; ; 40.0
Chopper Freg = 547 Hz oo Aleohol(g/zioL) |y o
PUMP INFO - Fll'ow Ra:te(L/.M) .
Flow Rate = 5.192 L/M 0.08] - 13z.0
DETECTOR INFO SRR £ N O SR A R
PUMP ON OFFR L R e Rt ; : 28.0
MAX (V) 0.2195 9.2226 : :
MIN (v) D . 2 181 0 . 2215 O . 06 . ‘ wemen e PR - e 24 . O
FILTER INFO o] RS S (O | N 1 O e 20.0
Filter 1 0.222 Zeroc = true : |
Filter 2  ©.437 Zero = true 0.04 i 0 SR et S AU W M SRR 16.0
Filter 3 0.682 Zerc = true
0. 03[t 12.0
CALIBRATION CHECK f
Xg = 0.071 0.24% .02 8.0
6.01 ﬂﬂ | 4.0
} 0.00 I | 1 : a _Jo.o
Routine Performance Check Passed T TR e 0 e )

Performed by

Reviewed by

== Date 10/08/2015

Date

DMT Serial Number #100142 Page 1 of 1
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Status Record History 11075
Status Status

Date Time Test Type Status Message
DMT Serial Number #100142 Page l of 1 11/64/2015 12:04



Wd 95111 ST0Z/E0/T1 : 1 Jo 1 382q ZF100T# Tequnn feriog LIN(CE

¢ "ouad T "Puoeg ¢ IEA L "T=a aueN Joleziadp Aousby SWTL S3Bd

abessay snilels wrg Wt ToyooTY ToYCOTY 189L 183,

S102/£0/TT AT TIT NMTANDT TTAPA T



