SOLUTION CHANGE

DataMaster DMT: 100142

Location: Brandon PD

Date: 04/06/2016 - N

Performed by: DAVID B BUTTERFIEL -yl o
I m'.'.ﬁu“ ';:: usly 7

Accuracy and Precision Check

Concentration =0.099 g/210L

Lot# =1520100 A

Range =0.094 - 0.104 AN

Average =0.100 g/210L

Std Dey =0.0000

Simulator Temperature: 34.0°C

Performed by % Date 04/06/2016
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