ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100143
Location: RANDOLPH PD
Calibration Date:  07/23/2015
Certification Date: 07/23/2015

Installation Date: ~ 07/23/2015 v Sl
APM Date: 08/09/2016
Performed by: ROBERT DRISCOLL

Diagnostic Results imulator Test
Concentration =0.097 g/210L
Lot # =15-23-100
VERSIONS Range =0.092-0.102
DMT: 2.00 Simulator Vapor =0.097 g/210L
PIC: 2.05
Modem: 2.6 .
Questions: 2.1 RF tion T
Passed
TEMPERATURES
Sample Chamber = 48.7°C Sample Acceptance Test
Breath Tube = 47.5°C Passed
Digital Sim = 34.1°C
SETTINGS
Lamp Voltage =1.77 Vv
Cooler Voltage = 1.74 V
Bias Voltage =81V 0.10 r 40.0
Chopper Freq = 540 Hz 0. 05l Alcohol(g/zioLy| |
PUMP INFO ;E‘low Réte(L/M):
Flow Rate = 5.604 L/M 0 2 Q8 frrmrerrsremm s st 35
DETECTOR INFO 0
PUMP ON OFF ’
MAX (V) 0.1856 0.1872 a
MIN (V) 0.1833 0.1860 -
FILTER INFO 8.
Filter 1 0.187 Zero = true
Filter 2 0.282 Zero = true 0.
Filter 3 1.024 Zeroc = true
0.
CALIBRATION CHECK
Xg = 0.092 1.34% 0.
P51 P
APM PASSED 0.

NFST Thermometer slv msiq3e? 24 o°C g:.?’/"_

Performed by < feD Date 08/09/2016
Reviewed by _//”) Date Sl 3_///0
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100143

Location: RANDOLPH PD
Calibration Date:  07/23/2015 ‘ _
Certification Date: 07/23/2015 “".‘-;, e
Installation Date:  07/23/2015 ST e e
APM Date: 08/09/2016
Performed by: ROBERT DRISCOLL
Diagnostic Results iy r T
Concentration
Lot #
VERSIONS Range
DMT: 2.00 Simulator Vapor
PIC: 2.05
Modem: 2.6
Questions: 2.1
TEMPERATURES
Sample Chamber = 49.0°C
Breath Tube = 48.1°C
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage =1.77 Vv
Cooler Voltage = 1.74 V
Bias Voltage =81V
Chopper Freq = 542 Hz
PUMP INFO
Flow Rate = 5.500 L/M
DETECTOR INFO
PUMP ON OFF
MAX (V)  0.1831 0.1858
MIN (V) 0.1813 0.183%
FILTER INFO
Filter 1 0.185 Zero = true
Filter 2 0.279 2Zero = true
Filter 3 1.022 Zero = true
CALIBRATION CHECK
Xg = 0.091 0.29%
APM FAILED
(#))
i - 4 et R
Simolapec  Foe . 8,‘?1“»
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