VERMONT FORENSIC LABORATORY

. PO BOX 47

. WATERBURY, VERMONT 05676-0047
. TEL: 802-244-8788
FAX: 802-241-5557
http:/fvfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Middlesex VSP DataMaster Serial #: _100146
Date: 10/2/2014 Requestor: Robert Driscoll
Instrument Supervisor: _Deborah Gilbert Phone #: _(802) 229-9191

Taken By: Robert Driscoll

Problem: Interference Detected on simulator solution during subject test.

Laboratory Response: DMT Technician to troubleshoot on site.

Work Performed: Printed Breath Record History and Status Record History to verify that this
was a single occurrence. Ran an Accuracy & Precision protocol with no interference detected
during the 10 analyses of simulator solution. The instrument is performing as expected. Will
monitor for any future errors.

X OnSite [ | In-house Attachments: 4 pages

Performed By: Robert Driscoll Fo> Date: 10/2/2014
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Status Record History

Page 1
10/02/2014

Status Status
Date Time Test Type Status Message

11/04/2011 09:11:3¢ Accuracy & Precision Records Simulator Timed Out
11/14/2011 13:08:42 Accuracy & Precision Records Simulater Temperature Too Low
02/19/2012 05:13:30 pUY¥ Subject Record RESPONSE TIMEQUT
06/02/2012 01:16:43 DUE Subject Record RESPONSE TIMEQUT
06/05/2012 08:23:57 DUI Subject Record Simulater out of Range
06/05/2012 08:27:24 DUI Subject Record Simulator Out of Range
08/01/2012 20:03:58 DUI Subliect Record RE Detected
09/14/2012 23:54:50 DUI Subject Record Blank Erroxr
09/15/2012 02:54:32 DUI Subject Record RESPONSE TIMEQUT
10/14/2012 19:54:07 DUX Subject Record Blank Error
11/10/2012 07:04:06 DUI Subiect Record Purap Error
12/14/2012 11:08:55 DUI Subiject Record Blank Error
02/13/2013 10:4%:55 Accuragy & Precision Recorda RF Detected
03/20/2013 01:17:46 BUY Subject Record Blank Error
05/18/2013 21:10:55 DUI Subject Record REGPONSE TIMECUT
06/16/2013 18537143 DUI Subject Record Simuiator Out of Range
06/25/2013 11:35:40 RPC Record SAMPLE ACCEPTANCE TEST FAILED
07/03/2013 00:5%:21 DUTI Subject Record RESPONSE TIMECUT
08/09/2013 20:26:37 DI Subiect Record Simulator Out of Range
0g/10/2013 02:11:36 BUI Subject Record Simulateor Out of Range
0B/17/2013 20:12:02 BUT subject Record Simulator Out of Range
CB/22/2013 14:53:20 DUI Subject Record Blank Erxoxr
09/25/2013 22:08:24 DUI Subiect Record RESPONSE TIMECUT
10/19/2013 17:28:25 BUI Subject Record RESPONSE TIMECUT
01/01/2014 05:44:44 pUI Subject Record Pump Brror
02/02/2014 00:45:48 PUT Subject Record Simulator out of Range
02/02/2014 01:00:25 PUI Subject Record Simuiator Cut of Range
Q2/07/2014 19:16:56 DUI Subject Record Blank Error .
03/11/2014 03:57:22 PUT Subject Record Pump Error
05/30/2014 11:11:25 REC Record RF NOT DETECTED
07/28/2014 15:42:186 DUI Subject Record Blank Error
06/10/2014 23:50:13 DUI Subject Record RESPONSE TTMECQUT
09/06/2014 21:23:44 DUT Subiect Record RESPONSE TIMECQUT
09/30/2014 (0:;36:03 DUT Subject Record Interference Detected
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0. .0
0. .0
0.
0.
0. .0
0. .0
ACCURACY & PRECISION REPORT 0. -0
- 0. .0
STATE OF VERMONT 0.
0.
DataMater DMT: 100146
Location: Middlesex VSP 0. i
——————————————————————————————————————————— 0. .0
Date: 10/02/2014 0. 0
Time: 10:34:39
0. .0
SUPERVISOR NAME: 0.
ROBERT DRISCOLL 0.
SOLUTION LOT #: 14-01-100 0. .0
SOLUTION CONCENTRATION: 0.099 0. -0
—————————————————————————————————————————— 0. .0
BLANK TEST 0.000 10:35 0. 0
CALIBRATION CHECK PASSED 10:35 5
SIMULATOR VAPOR 34.1°C 0.100 10:36 o.
SIMULATOR VAPOR 34.0°C 0.101 10:37 :
SIMULATOR VAPOR 34.0°C 0.101 10:38 o
SIMULATOR VAPOR 34.0°C 0.101 10:39 5
SIMULATOR VAPOR 34.0°C 0.101 10:40
SIMULATOR VAPOR 34.0°C 0.101 10:41 0
SIMULATOR VAPCOR 34.0°C 0.101 10:42 0
SIMULATOR VAPOR 34.1°C 0.101 10:43 0
SIMULATOR VAPOR 34.0°C 0.100 10:44 0
SIMULATOR VAPOR 34.1°C 0.101 10:45
BLANK TEST 0.000 10:46 0.
0.
Average = 0.100 0
Std Dev = 0.000 0‘
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
4]
0.
0.
0.
0.
0.
0.
0.
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