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DataMaster DMT Monthly Update Check-list

Department/Agency: L/.f///'! /’77/////,&/” X

T A "I’ J"/". /1 ?
Supervisor:. /. _/! LAV Ct

f Operators LLoghook

Maintenance Loghook

] Breath Test History Report

o# Status History Report

Log On History Report
Calibration Rebort

Certification Report

Installation Report

4 Annual Preventative Maintenance
4 Routine Perfdrmance Check
<4 Simulator Solution Change

Other Reports

List other report type and date:
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DM seriél #_ /009
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None this month
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DATAMASTER DMT OPERATOR USE LOG
VSP Middlesesx | f 100 1L

Department/Agency DataMaster DMT Serial Number

; ! g g ! Simulator | Simulator
Date |~ DMT Operator's Name Subject’s Name - “Vapor1 | Vapor2.
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VSP Middlesex

DATAMASTER DMT MAINTENANCE LOG

- JOOIMG

* Department/Agency DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
(Name and Title)
DataMaster Simulator Solution ™) "
) ' T T Lot # 15-06-100  ELOHag Cone: 0,100 g/210L R Y YRV /
/,)M ! 1700 O Range: 0.095 - 0.105 abel Here] £
S =—m. Preparation Date: 4/28/2015  Expires: 4/28/2016 s I, vy Tecl
________________ T openen “;"//3}}7// KD o i
S S _'__.[_!'z_jl" Al |‘ o l’ifﬁ:):_'.;.f.;{{;‘C_-;._..,ﬁ’:_".i;.-;r_g_‘j-.'.-_' \_.‘."_'.._.._LA._\.":--\[:-JL{-':;‘.--(I‘_.".....V.._
llll' ~ DataMaster Simulatoy Solution C |} \e2(a1CA
a7 |7 Lot#15-09-100  EtOHag Conc: 0.099 g/2101 R e
](l !U ‘ S o Renge:0.094-0.104 g/210L 8 e Label Her ‘-"E /%
___________ ... Preparation Date: 6/24/2015 Expires: 6/24/2016 P
ovenen: J2/00]75 U
ﬁ’df/m /4 UHLH mé@;{o -
DataMaster External Standard Solution . n = \
e lOt#1523-100  EtOHaq Conc: 0.097 /2_ Dﬂsfoj
1. | [ For Rp( fange 00%2-0102 e Label Here] S
2 / LA S Preparation Date: 10/29/2015  Expires: 10/2/2016 [ __ .~ __.1 pmT &
OPENED s ECD
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3 2 s s " = L ‘i
]5/ [ For RPC or Simulator Solution Change Place Label Here] 4
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DATAMASTER DMT MAINTENANCE LOG
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Department/Agency

DataMaster DMT Serial Number

PERFORMED BY

DATE TYPE OF SERVICE PERFORMED .
(Name and Title)
DataMaster External Standard Solution
N Lot#1525-100  EtOHag Conc: 0.100 3 :
; | .~ Range:0095-0.05 T o ﬂ n ,r') Lo 1
. _,"-jf"» e " ‘preparation Date: 11/30/2015 Expires: 11/30/2016 se Label b |(§IG| B
by N NGRSO S (- T C S " PN
OPENED: /' 2_,_)_//5, e .
_______ . Instal\ahom. 205t TS o]
| For RPC or Simulator ¢ \I"!!Oﬂ Change Place L.abel Here]
________________________________________ _— [ —_— S
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INSTALLATION REPORT

DataMaster DMT: 100146

Location: MIDDLESEX VSP ¥ o
Calibration Date:  12/01/2015 I sl
Certification Date: 12/01/2015 U .
Installation Date:  12/01/2015 = Vv e g g
Installed by: ROBERT DRISCOLL
Default Options Loaded
Diagnostic Resulis Accuracy and Precision Check

Concentration =0.097 g/210L

- Lot f =15-23-100

VERSIONS Range =0.092-0.102
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0004
Modem: 2.6

Questions: 2.1

RF Deiection Test

TEMPERATURES Passed

Sample Chamber = 48.9°C

Breath Tube = 47.4°C Sample Acceptance Tes

Digital Sim = 34.0°C Passed

SETTINGS

Lamp Voltage =1.6%9 V

Cooler Voltage = 1.71 V

Bias Voltage = 80 V 0.10 ; ‘ ; g ‘ -0

Chopper Freq = 546 Hz AlaEHe) (G 2100 ! .
0.091 — Flow Rate(L/M) |7 77 :

PUMP INFO - - :

DETECTOR INFO .l ] :

PUMP ON OFF i

MAX (V) 0.0827 0.0872 PPN S | RPN | N S| (N - 0

MIN(V)  0.0817  0.0860 -6

FILTER INFO L T e e 0 | ! o ~120.0

Filter 1 0.086 Zero = true

Filter 2 0.319 Zero = true O, 04| R R 16.0

Filter 3 0.575 Zero = true
0.03 S e 12.0

CALIBRATION CHECK i

Xq = 0.081 1.09% 0.02 e . ,,,,,,,,,,,,,,,,,,,,,, 8.0
0.01[" ; oy 1.0
6.1 \ | -

INSTALLATION PASSED R T T

ANEST Thumometer 80 31436 7~ 34,/ ‘<
N

2 :/h"

Performed by T R Date 12/01/2015

Reviewed by . Date

DMT Serial Number #100146 Page 1 of 1

12/01/2015 2:42 PM




INSTALLATION REPORT

DataMaster DMT: 100146

Location: MIDDLESEX VSP :

Calibration Date:  12/17/2015 S -
Certification Date: 12/18/2015 BBy M,
Installation Date: ~ 12/22/2015 L,
Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Conceniration =0.100 g/210L
Lot # =15-25-100
VERS TONS Range =0.095-0.105
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0005
Modem: 2.6

Questions: 2.1

RF Detection Test

un Ty

TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.0°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage =1.72 V
Cooler Voltage = 1.69 V ;
Bias Voltage = 80 V 0.10 1 , ; 40.
Chopper Freq = 548 Hz Alcohol (g/210L)

6.09 Flow Rate(L/M) [~ “7e=
PUMP INFO i
Flow Rate = 6.030 L/M 0. QE s . . e B0
DETECTOR INFO PTerY IR | TSI, RS || NN (WS S, Sp— 28
PUMP ON OFF ’ s
MAX (V) -0.0136 -0.0102 T | T | N e 4
MIN(V) -0.0154 -0.0114 G [
FILTER INFO S 2.
Filter 1 -0.012 Zero = true
Filter 2 0.216 Zero = true L0 0 e o 1 B e e 16.
Filter 3 0.490 Zero = true

0‘ ,,,,,,,,,,,,,,,,,, b e 12.
CALIBRATTION CHECK
Xq = 0.081 0.32% 0. g,

0 4.

0. 0.
INSTALLATION PASSED _ = =5 4 5 =0

NEST Thermotned e SA itay 367
SY.0%C
R&H
fZ/ZZ/J -
o (&

Performed by Date 12/22/2015
Reviewed by Date

DMT Serial Number #100146 Page 1 of 1
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