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Status Record History

Page 1
07/01/2015

Status

Status

. Test Type Status Message
Date Time Yp d
06/12/2615 00:28:21 DUTI Subiect Record RESPONSE TIMEQUT

06/27/2015 20:16:06 DUI Subject Record Simulator Out of Range

DMT Serial Number #100146

Page 1 of 1

07/01/2015 10:25 AM




Log On Record History

Page 1
07/01/2015

Test Test
Date Time

Name

DMT Serial Number #100146

Page 1 of' 1

07/01/2015 10:26 AM




ROUTINE PERFO NCE CHECK REPORT

DataMasicr DMT: 100146

Location; Middlesex VSP

Catibration Date:  11/03/2011

Certification Date:  11/03/2011

Installaiton Date:  12/06/2011

REC Date: 06/01/2015

Supervisor Name, DEBORAH B GILBERT

Diagnosiic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =14-312-100

VERS IONS Range =0.093 -0.103

oMT: 1.01 Average -=0.097 g/210L

PIC: 2.05 Std Dev = 0.0000

Modem: 2.4

Questionsg: 2.1 .
BT Detection Test

TEMPERATURES Passed

Sample Chamber = 48.7°C

Breath Tube = 47.8°C Sample Acceptance Tesi

Digital Sim = 34.1°C Passed

SETTINGS

Larmp Voltage = 1.69 V

Cocoler Veltage = 1.59 V

Bias Voltage = 80 Vv 0.10 7 T ; A0.0

Chopper Freq = 352 Hz 0.09 Alcohelig/2i0Ly} & 4 36.0

PUMP INFO —— Flow Rate({L/M)

Flow Rate = £.096 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.3736 0.3766

MIN(V) 9.3720 0.3752

FILTER INFO

Filter 1 0.376 Zero = true

Filter 2 0.598 Zero = true

Filter 3 0.843 Yero = true

CALIBRATION CHECK

Xg = 0.079 3.43%

Routine Performance Check Passed

Performed by

Reviewed by

L e 2 B ey
Date

Date

DMT Serial Number #100146

Page 1 of 1

06/01/2015

06/01/2015 11:49 AM




SOLUTION CHANGE

DataMaster DMT: 100146

Location: Middlesex VSP
Date: 06/29/2015
Performed by: DEBORAH B GILBERT

Accuracy and Precision Check

Concentratfion =0.100 g/210L,
Lot # = 15-06-100
Range =0.095 - 0,105
Average =0.099 5/210L
Std Dev =0.0000

Simulater Temperature, 34°C

Performed by Ci 2len 8 Bl Aend

DMT Serial Number #100146

Daie
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06/29/2015

06/29/2015 10:25 AM




