VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047
| TEL: 802-244-8788

FAX: 802-241-5557

http://vil.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Middlesex VSP DataMaster Serial #: 100146
Date: 12/8/2015 Requestor: _Crista Maurice
Instrument Supervisor: _Crista Maurice Phone #: _(802) 229-9191

Taken By: Robert Driscoll

Problem: Calibration check errors

Laboratory Response: Alcohol program staff will troubleshoot onsite.

Work Performed: While on site 12/7/2015, ran a Diagnostic and the calibration check was
4.25%. Subsequent A&P failed due to Calibration Check error. Blew out filter wheel assembly
with dry air and the calibration check was within specifications. Performed several breath tests
in “training mode” with the calibration check staying below the 4.00% limit. On 12/11/2015 the
instrument was once again above the 4.00% limit for the calibration check. The DMT was
brought to the lab and the detector block assembly was taken apart to troubleshoot the problem.
Cleaned the internal quartz standard as well as the filter wheel. Also noticed dust on the focusing
window, so it was cleaned and reassembled. The instrument was then Calibrated and Certified.
Diagnostic tests were performed over the course of several days to verify that the internal
standard would stay within specifications. The instrument is ready for installation at the agency.

] On Site In-house Attachments: 28  pages
Performed By: Robert Driscoll Date: 12/22/2015

Final Review: _—T _ LA é §zt Date: \‘2..\_‘2.7.-"2.0\5
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CALIBRATION REPORT

DataMaster DMT: 100146
Calibration Date: 12/17/2015
Calibrated by: ROBERT DRISCOLL

Lot: 15-26-100

Ca = 0.100

CAL = 0.977463 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.006 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xg = 0.081 0.050 <= Xg < 0.200
azl = 1.217%20 1.050 <= a2l < 1.300
a3l = 0.53%8268 0.300 <= a3l < 0.800
Performed by 7 ,Z(D

DMT Serial Number #100146

Date

12/17/2015

Page 1 of 1
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BCCURACY & PRECISION REPORT

STATE OF VERMONT

DataMaster DMT: 100146

Date: 12/17/2015
Time: 14:01:13

SUPERVISOR NAME:
RCD CAL CHECK

SOLUTION LOT #: GUTH 15050
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 14:02
CALIBRATION CHECK PASSED 14:02
SIMULATOR VAPOR 34.0°C 0.096 14:02
SIMULATOR VAPOR 34.1°C 0.097 14:03
SIMULATOR VAPOR 34.1°C 0.097 14:04
SIMULATOR VAPOR 34.1°C 0.096 14:05
SIMULATOR VAPOR 34.1°C 0.097 14:06
SIMULATOR VAPOR 34.1°C 0.097 14:07
SIMULATOR VAPOR 34.1°C 0.097 14:09
SIMULATOR VAPOR 34.1°C 0.097 14:10
SIMULATOR VAPOR 34.1°C 0.097 14:11
SIMULATOR VAPOR 34.1°C 0.097 14:12
BLANK TEST 0.000 14:13
Average 0.0%6

Std Dev = 0.0004
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMaster DMT: 100146

Date: 12/18/2015
Time: 06:53:18

SUPERVISOR NAME:
RCD CAL CHECK

SOLUTION LOT #: GUTH 15050
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 06:54
CALIBRATION CHECK PASSED 06:54
SIMULATOR VAPOR 34.0°C 0.098 06:54
SIMULATOR VAPOR 34.0°C 0.099 06:55
SIMULATOR VAPOR 34.1°C 0.099 06:56
SIMULATOR VAPOR 34.1°C 0.099 06:57
SIMULATOR VAPOR 34.1°C 0.099 06:58
SIMULATOR VAPOR 34.1°C 0.099 06:59
SIMULATOR VAPOR 34.1°C 0.099 07:00
SIMULATOR VAPOR 34.1°C 0.098% 07:01
SIMULATOR VAPOR 34.1°C 0.099 07:03
SIMULATOR VAPOR 34.1°C 0.099 07:04
BLANK TEST 0.000 07:04

Average = 0.098
Std Dev = 0.0003

5 10 15 20 25 30

DMT Serial Number #100146 Page1of 1 12/18/2015 7:07 AM
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CERTIFICATION REPORT

DataMaster DMT: 100146

Calibration Date:  12/17/2015
Certification Date: 12/18/2015
Certified by:

Diagnostic Results

VERSICNS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

Wnu
o
€0
.
=

o
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

1.72 v
1.69 v
80 Vv

550 Hz

LU I

PUMP INFO
Flow Rate = 5.932 L/M

DETECTCR INFO

PUMP OoN OFF
MAX (V) -0.0207 -0.0181
MIN(V) =0.0220 -0.0191

FILTER INFO

Filter 1 -0.018 Zerc = true
Filter 2 0.209 Zero = true
Filter 3 0.507 Zerxro = true

CALIBRATION CHECK
Xg = 0.081 0.21%

DMT Serial Number #100146

ROBERT DRISCOLL

D
e LC Ty
SNy AW Aad umy

Options
OPTIONS
Units
BLCOHOL vavens weewnn warmme g/210L
Simulator
Tolerance Check.c.veeeven ves
Standard TYpPE€--wvewe-n-- . wet
Nominale seienss s aemae s waem Q100
Digital Simulator........ Guth34CNP
Subject
Ask Questions.......... .. yes

Number of TestS.cveasnsas 2
Alcohol Display....-..-... Yyes

Volume Display....-..-. ... Yes

Query Refusal......... ... Yyes

COPLEE e srsranens warsrsnms & s 3

Simulator Before......... ves

Simulator Between........ yes

Simulator After.......... no

Observation Time..... im0
Supervisor

Number of Tests.......... 10
Calibration

Standard TYPe. - --ewwe nene wet

Nominal. . veuesn swemne o svae 0.100

Nominal (Dxry Gas)..c.eecanva 0.100

Number of TestS.......... 1
Printer

PHINter OMecses soowsssses ves
Software Configuration

Data Collection....... ... Yyes

"Page 1of2
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Linearity Check Results

True Value
0.020 g/210L
Lot# 15-11-020
0.080 g/210L
Lot # 15-04-080
0.159 g/210L
Lot # 15-03-160
0.402 g/210L
Lot # 15-10-400

0.019 g/210L
0.077 g/210L
0.157 g/210L

0.392 g/210L

R*=0.9999

Acetone Interference Test
Lot # 15-04-08A1C
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Detection Test

Reported Average Std Dev

0.0003
0.0003
0.0004

0.0005

Passed
Sample Acceptance Test
Passed
CERTIFICATION PASSED
Performed by —=== Kw

.09}~

DMT Linearity
0.50 /
0.42
. /
£0.33
—
g
0.25
Q
g
£0.17 /.
0.08
0.00
0.00  0.08 0.17 0.25 0.33 0.42  0.50
DMT Results
.10 : , ‘ T ; 40.0
|=——Aleoholigs2iomy | ke
03 Flow Rate (L/M) 460
o1 | O HNURRRRUNS . TR WU ‘WIS—- W—— 32.0
SO e 28.0

——— Alcochol (g/210L)

Flow Rate(L/M)

Date

Reviewed by /l/-/(v /CfK-'

12/18/2015

Date

DMT Serial Number #100146
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Driscoll, Rob

e e e e — e
From: Driscoll, Rob

Sent: Tuesday, December 08, 2015 7:23 AM

To: Maurice, Crista

Subject: RE: DataMaster

Crista,

| stopped by yesterday to check on your DMT. There may have been some dust on the internal quartz standard (what
the instrument refers to as the "Cal Check"). | was able to blow it out and run several tests with no failures. | know you
are in training this week, so | left my contact info with the folks at the barracks in case there is another failure. | will also
monitor the tests daily at the Lab on our Host computer. Sorry for any inconvenience this has caused.

Regards,
Rob

-----Original Message-----

From: Maurice, Crista

Sent: Friday, December 04, 2015 4:46 PM
To: Driscoll, Rob

Subject: RE: DataMaster

Rob,

It sounded like it printed a ticket after a few tries. Below is an email | got from one of the troops that was there when it
happened. He described what happened and how they got it work properly.

"Potskowski was processing a drunk tonight and the DataMaster worked properly through the first test. The dude
wanted a second test, and while calibrating it gave the same “Calibration Check Error” its been giving. It cleared out,
went to calibrate again and did the same thing “Calibration Check Error.” The third time, we all stood way back from it
and it calibrated properly. Not sure if it's a fluke or its down again or what. Just passing the 43 along."

| have been on days off the last couple days, so this is all second hand info from the troops.
Is there anything you would like me to do or instructions to tell the troops?

Thanks,
Crista

Trooper Crista Maurice & K9 Cole
Vermont State Police - Middlesex
1080 US Rte 2

Middlesex, Vermont

Phone: (802) 229-9191
Fax: (802) 229-2648

————— Original Message-----



From: Driscoll, Rob

Sent: Friday, December 04, 2015 9:15 AM

To: Maurice, Crista <Crista.Maurice @vermont.gov>
Subject: Re: DataMaster

Crista,
[ am at the police academy today, but will look over the data in the Lab on Monday. Was it a "cal check error"? If the
instrument is able to produce a ticket then it is a valid test.

Thanks,
Rob

Sent from my iPhone

>0n Dec 3, 2015, at 11:14 PM, Maurice, Crista <Crista.Maurice @vermont.gov> wrote:
>

> Rob,

>

> Apparently the data master is still showing the same error. Sounds like they moved the subject far away and it
worked.

>

> Not sure what you would like to do.

>

> Thanks,

>

> Crista

>

> Trooper Crista Maurice & K9 Cole

> Vermont State Police

> Middlesex Barracks

> 1080 US Route 2,

> Middlesex, VT

>

> Phone (802) 229-9191

> Fax (802) 229-2648

>

> From: VSP Middlesex Troopers [A3STROOP@LISTSERV.DPS.STATE.VT.US] on behalf of Phelps, William
[William.Phelps@VERMONT.GOV]

> Sent: Thursday, December 03, 2015 9:16 PM

> To: DPS - a3troop

> Subject: [A3TROOP] DataMaster

>

> All,

>

> Pots was processing a drunk tonight and the DM started acting up again. “Calibration Check Error.” If it does this, make

sure everyone is standing / sitting FAR away. Evidently it doesn’t like to be smothered.
>

> Phelpsie

>

> Trooper William J. Phelps
> Vermont State Police

> Troop A— Middlesex
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DIAGNOSTIC RESULT

DataMaster DMT: 100146
Location: MIDDLESEX VSP
Calibration Date:  12/01/2015
Certification Date: 12/01/2015
Installation Date:  12/01/2015
Test Date: 12/07/2015
Test Time: 13:56:20
VERSIONS

DMT: 2.00

PIC: 2.05

Modem: 2.6

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.5°C
Breath Tube = 46.8°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1l.69 V
Coocler Voltage = 1.71 V

Bias Voltage =80 Vv
Chopper Fregq = 548 Hz

PUMP INFO

Flow Rate = 6.021 L/M
DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0858 0.0890

MIN (V) 0.0846 0.0876
FILTER INFO

Filter 1 0.087 Zero = true
Filter 2 0.321 Zero = true
Filter 3 0.591 2Zero = true
CALIBRATION CHECK

Xg = 0.083 4.25%

DMT Serial Number #100146

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMaster DMT: 100146
Location: MIDDLESEX VSP

Date: 12/07/2015
Time: 13:59:26

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 15-23-100
SOLUTION CONCENTRATION: 0.097

BLANK TEST 0.000 14:00
CALIBRATION CHECK ' ERROR 14:00

CALIBRATION CHECK ERROR

DMT Serial Number #100146 Page 1 of 1 12/07/2015 2:00 PM



DIAGNOSTIC RESULT

DataMaster DMT: 100146

Location: MIDDLESEX VSP
Calibration Date:  12/01/2015
Certification Date: 12/01/2015
Installation Date:  12/01/2015

Test Date: 12/07/2015
Test Time: 14:02:09
VERSICNS

DMT: 2.00

PIC: 2.05

Modem: 2.6

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 46.2°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.69 V
Cooler Voltage = 1.71 V
Bias Voltage =80V
Chopper Fregq = 548 Hz

PUMP INFO
Flow Rate = 6.112 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0805 0.0854
MIN (V) 0.0791 0.0839

FILTER INFO

Filter 1 0.084 Zero = true

Filter 2+ 0.318 Zero = true

Filtexr 3 0.584 Zero = true

CALIBRATION CHECK

Xg = 0.080 1.42%

DMT Serial Number #100146 Page 1 of 1 12/07/2015 2:03 PM
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DIAGNOSTIC RESULT

DataMaster DMT: 100146

Location: MIDDLESEX VSP

Calibration Date:  12/01/2015
Certification Date: 12/01/2015
Installation Date:  12/01/2015

Test Date: 12/07/2015
Test Time: 14:05:00
VERSIONS

DMT: 2.00

PIC: 2.05

Modem: 2.6

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 46.3°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.69 Vv
Cooler Voltage = 1.71 V
Bias Voltage =80 V
Chopper Freg = 549 Hz

PUMP INFO
Flow Rate = 6.022 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0793 0.0827
MIN (V) 0.0780 ©0.0815

FILTER INFO

Filter 1 0.082 Zero = true
Filter 2 0.316 Zero = true
Filter 3 0.584 Zero = true

CALIBRATION CHECK
Xqg = 0.080 1.53%

DMT Serial Number #100146

Pagec1lofl
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CHECK—IN CONFIRMATION TEST

STATE OF VERMONT

DataMaster DMT: 100146
Location: MIDDLESEX VSP

Certification Date: 12/01/2015
Installation Date: 12/01/2015

Date: 12/07/2015
Time: 14:13:13

SUBJECT NAME:

TEST TEST
DOB: 01/01/19%0 AGE: 25
GENDER: M

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

BLANK TEST
CALIBRATION CHECK
Xg = 0.081 (2.07%)
SIMULATOR VAPOR 34.0°C
X[1] = 0.0997 (-0.0034)
SUBJECT SAMPLE (Vol=1.7L)
X[1] = 0.0008 (-0.0005)
BLANK TEST

(0.0001)
0.000 14:15

All alcohol values reported in g/210L

Sim. Vapor Concentration
Sim. Vapor Range
Lot #: 15-23-100

0.097
0.092 - 0.102

DMT Secrial Number #100146

0.10 : ; ; : 40.
Alcohol (g/210L) | |
Flow Rate(L/M) | :
0. 08Ty : 136
0. : : ~32
0. i 28
i
-] 24.
0_05 ............................................... ‘ ............ --------- 20'
0.04 -{16.
e S T s s 12
0 a 02 ..... ............... o, 8 il
0 QL [ é --------- 1.
0.00 \ % ‘ : i 0.
0 5 10 15 20 25 30
Page 1 of 1 12/07/2015 2:16 PM
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DIAGNOSTIC RESULT

DataMaster DMT: 100146

Location: MIDDLESEX VSP
Calibration Date:  12/01/2015
Certification Date: 12/01/2015
Installation Date:  12/01/2015

Test Date: 12/07/2015 : .
Test Time: 14:17:50

VERSIONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

[/ ||
S
(o)}
w

o o ©

aaQao

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

o un
fary
.
-1

PUMP INFO
Flow Rate = 6.117 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0764 0.0797
MIN (V) 0.0750 0.0785

FILTER INFOQ

Filter 1 0.07% Zero = true

Filter 2 0.314 Zero = true

Filter 3 0.582 Zero = true

CALIBRATION CHECK

Xg = 0.081 2.18%

DMT Serial Number #100146 Page 1 of 1 12/07/2015 2:19 PM
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DUI SUBJECT TEST

STATE OF VERMONT

DataMaster DMT: 100146
Location: MIDDLESEX VSP
Certification Date: 12/01/2015
Installation Date: 12/01/2015
Date: 12/07/2015

Time: 14:28:48

SUBJECT NAME:

TEST TEST
DOB: 01/01/1990 AGE: 25
GENDER: M

CASE #: 111

TIME OF OPERATION:
TOWN: MIDDLESEX
COUNTY: WASHINGTON

12:00

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

Obs. Period Start:

BLANK TEST
CALIBRATION CHECK
Xqg = 0.081 (1.74%)
SIMULATOR VAPOR 34.0°C
X[1] = 0.0996 (-0.0036)
BLANK TEST
SUBJECT SAMPLE (Vol=1.9L)
X[1] = 0.0000 (-0.0002)

0.000
PASSED

0.099
(0.0011)

0.000

0.000
(0.0000)

BLANK TEST
CALIBRATION CHECK
Xqg = 0.081 (1.63%)
SIMULATOR VAPOR 34.0°C
X[1] = 0.1005 (-0.0025)
BLANK TEST
2nd TEST NOT REQUESTED

0.000
PASSED

0.100
(0.0020)
0.000

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range 0.092 - 0.102
Lot #: 15-23-100

DMT Serial Number #100146

0.

05

L 03[
.02

.00

Alcohol (g/210L) |

Flow Rate(L/M)

Page 1 of 1 TEST RUN IN TRAINING MODE
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DUI SUBJECT TEST

STATE OF VERMONT

DataMaster DMT: 100146
Location: MIDDLESEX VSP
Certification Date: 12/01/2015
Installation Date: 12/01/2015
Date: 12/07/2015

Time: 14:35:40

SUBJECT NAME:

TEST TEST
DOB: 01/01/1990 AGE: 25
GENDER: M

CASE #: 1111

TIME OF OPERATION: 12:00
TOWN: MIDDLESEX

COUNTY: WASHINGTON

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

Obs. Period Start: 14:35

BLANK TEST 0.000 14:36

CALIBRATION CHECK PASSED 14:36
Xq = 0.081 (2.07%)

SIMULATOR VAPOR 34.0°C 0.099 14:36
X[1] = 0.0992 (-0.0027) (0.0008)

BLANK TEST 0.000 14:37

SUBJECT SAMPLE (Vol=1.8L) 0.000 14:37
X[1] = 0.0000 (-0.0003) (0.0000)

BLANK TEST 0.000 14:39

CALIBRATION CHECK PASSED 14:39
Xqg = 0.081 (2.29%)

SIMULATOR VAPOR 34.0°C 0.100 14:39
X[1] = 0.1006 (-0.0017) (0.0006)

BLANK TEST 0.000 14:40

2nd TEST NOT REQUESTED

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097
Sim. Vapor Range 0.092 - 0.102
Lot #: 15-23-100

DMT Serial Number #100146

Alcohol(g/ZlOL)§
Flow Rate(L/M)

w
(=]

o

N

SRR [ A—— 16.

o

lbet 29 £ed

Page 1 of 1 TEST RUN IN TRAINING MODE

15

20

25 30

12/07/2015 2:41 PM

40.

JLs

[
w



0.10

0.09}-
0.07}
0.06
DUI SUBJECT TEST 0.05
STATE OF VERMONT
DataMaster DMT: 100146 0.04
Location: MIDDLESEX VSP
Certification Date: 12/01/2015
Installation Date: 12/01/2015 5 5
Date: 12/07/2015
Time: 14:43:05
0.02
SUBJECT NAME:
TEST TEST
DOB: 01/01/1990 AGE: 25
GENDER: M 0.01}
CASE #: 000
TIME OF OPERATION: 12:00 0.00
TOWN: MIDDLESEX )

COUNTY: WASHINGTON

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

BLANK TEST 0.000
CALIBRATION CHECK PASSED
Xg = 0.081 (2.62%)

SIMULATOR VAPOR 34.1°C 0.099
X[1] = 0.0992 (-0.0024) (0.00086)
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=1.8L) 0.000
X[1] = 0.0000 (0.0000) (0.0000)
BLANK TEST 0.000
CALIBRATION CHECK PASSED

Xg = 0.081 (2.07%)
SIMULATOR VAPOR 34.0°C 0.099
X[1] = 0.0993 (-0.0024) (-0.0001)
BLANK TEST 0.000

2nd TEST NOT REQUESTED

All alcohol values reported in ¢g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range
Lot #: 15-23-100

0.0%2 - 0.

102

DMT Serial Number #100146

17 o 29 KD

LA

Alcohol (g/210L)

Flow Rate(L/M)

40.
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0.10

|

Alcohol (g/210L)

B, |

DUI SUBJECT TEST

STATE OF VERMONT

DataMaster DMT: 100146
Location: MIDDLESEX VSP
Certification Date: 12/01/2015
Installation Date: 12/01/2015

Date:
Time:

12/07/2015
14:50:47

SUBJECT NAME:

TEST TEST
DOB: 01/01/1990 AGE:
GENDER: M

25

CASE #: 1111

TIME OF OPERATION:
TOWN: MIDDLESEX
COUNTY: WASHINGTON

12:00

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

Obs. Period Start:

BLANK TEST

CALIBRATION CHECK
Xq 0.081 (2.62%)

SIMULATOR VAPOR 34.0°C
X[1] 0.0988 (-0.0024)

BLANK TEST

SUBJECT SAMPLE (Vol=1.9L)
X[1] 0.0000 (0.0000)

0.000
PASSED

0.098
(0.0014)
0.000
0.000
(0.0000)

BLANK TEST
CALIBRATION CHECK
Xq 0.081 (2.72%)
SIMULATOR VAPOR 34.0°C
X[1] 0.0997 (-0.0019)
BLANK TEST
2nd TEST NOT REQUESTED

0.000
PASSED

0.099
(0.0003)
0.000

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range
Lot #: 15-23-100

0.0%2 - 0.

1

Flow Rate(L/M)

102

DMT Serial Number #100146

18 of 29 LD
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Page 1 of 1 TEST RUN IN TRAINING MODE

15 20 25

12/07/2015 2:55 PM

40.

L}

O

2.0



DUI SUBJECT TEST

STATE OF VERMONT

DataMaster DMT: 100146
Location: MIDDLESEX VSP
Certification Date: 12/01/2015
Installation Date: 12/01/2015
Date: 12/07/2015

Time: 14:57:21

SUBJECT NAME:
TEST TEST

DOB: 01/01/1990 AGE: 25

GENDER: M

CASE #: 0000

TIME OF OPERATION: 12:00
TOWN: MIDDLESEX

COUNTY: WASHINGTON

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

Obs. Period Start: 14:57

BLANK TEST 0.000 14:58

CALIBRATION CHECK PASSED 14:58
Xg = 0.082 (3.05%)

SIMULATOR VAPOR 34.0°C 0.099 14:58
X[1] = 0.0994 (-0.0016) (0.0010)

BLANK TEST 0.000 14:59

SUBJECT SAMPLE (Vol=1.8L) 0.000 14:59
X[1] = 0.0000 (-0.0001) (0.0000)

BLANK TEST 0.000 15:00

CALIBRATION CHECK PASSED 15:00
Xg = 0.081 (2.72%)

SIMULATOR VAPOR 34.0°C 0.099 15:01
X[1] = 0.0999 (-0.0018) (0.0004)

BLANK TEST 0.000 15:01

2nd TEST NOT REQUESTED

All alcohel values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range 0.092 - 0.102
Lot #: 15-23-100

DMT Serial Number #100146

19 0t 294

Page 1 of 1 TEST RUN IN TRAINING MODE
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DUI SUBJECT TEST

STATE OF VERMONT

DataMaster DMT: 100146
Location: MIDDLESEX VSP
Certification Date: 12/01/2015
Installation Date: 12/01/2015

Date:
Time:

12/07/2015
15:04:53

SUBJECT NAME:

TEST TEST
DOB: 01/01/1990 AGE:
GENDER: M

25

CASE #: 0000

TIME OF OPERATION:
TOWN: MIDDLESEX
COUNTY: WASHINGTON

12:00

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

Obs. Period Start:

BLANK TEST

CALIBRATION CHECK
Xg = 0.081 (2.51%)

SIMULATOR VAPOR 34.1°C
X[1] = 0.0990 (-0.0020)

BLANK TEST

SUBJECT SAMPLE (Vol=1l.7L)
X[1] = 0.0000 (-0.0002)

0.000
PASSED

0.098
(0.0016)

0.000

0.000
(0.0000)

BLANK TEST
CALIBRATION CHECK
Xg = 0.082 (3.38%)
SIMULATOR VAPOR 34.0°C
X[1] = 0.1001 (-0.0014)
BLANK TEST
2nd TEST NOT REQUESTED

0.000
PASSED

0.100
(0.0009)
0.000

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range
Lot #: 15-23-100

0.0%2 - 0.

102

DMT Serial Number #100146
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Flow Rate(L/M)
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DIAGNOSTIC RESULT

DataMaster DMT: 100146

Location: MIDDLESEX VSP
Calibration Date:  12/01/2015
Certification Date: 12/01/2015
Installation Date:  12/01/2015

Test Date: 12/07/2015

Test Time: 15:14:51

VERSIONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube = 47.4°C
Digital Sim = &

SETTINGS

Lamp Voltage = 1.65 V
Cooler Voltage = 1.71 V
Bias Voltage =80V
Chopper Freg = 546 Hz

PUMP INFO
Flow Rate = 6.196 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0935 0.0972
MIN (V) 0.0925 0.0859

FILTER INFO

Filter 1 0.097 Zero = true

Filter 2 0.328 Zero = true

Filter 3 0.608 Zero = true

CALIBRATION CHECK

X¢ = 0.081 2.29%

DMT Serial Number #100146 Page 1 of 1 TEST RUN IN TRAINING MODE 12/07/2015 3:16 PM
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DIAGNOSTIC RESULT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Test Date:

Test Time:

VERSIONS

DMT: 2.00

PIC: 2.05
Mcdem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Coolexr Voltage
Bias Voltage
Chopper Freg

nmuwnn

PUMP INFO

100146
MIDDLESEX VSP
12/01/2015
12/01/2015
12/01/2015
12/07/2015
15:20:52

Flow Rate = 6.054 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0894 0.0933

MIN (V) 0.0880 0.091¢8
FILTER INFO

Filter 1 0.092 Zero = true
Filter 2 0.324 Zero = true
Filter 3 0.604 Zero = true
CALIBRATION CHECK

Xg = 0.081 2.83%

DMT Serial Number #100146

R £29 @D

aMonsrT
o N ’nc it

‘l
€% Dy

Page 1 of 1 TEST RUN IN TRAINING MODE

=

-

12/07/2015 3:22 PM



Driscoll, Rob

—_————————— == = — —
From: Driscoll, Rob

Sent: Monday, December 14, 2015 7:22 AM

To: Maurice, Crista

Subject: RE: Data master

Crista,

I will come take the DMT back to the Lab today. | am not certain as to when it will be back so you will be down for
several days most likely. Sorry for the inconvenience.

Regards,
Rob

From: Maurice, Crista
Sent: Friday, December 11, 2015 4:43 PM
To: Driscoll, Rob

Subject: FW: Data master

Rob,

In case no one on day shift contacted you, our datamaster is at it again. Looks like Cremo tried multiple times to run a
test but kept getting the calibration error. He ended up going to Montpelier PD.

Crista

Trooper Crista Maurice & K9 Cole
Vermont State Police - Middlesex
1080 US Rte 2

Middlesex, Vermont

Phone: (802) 229-9191
Fax: (802) 229-2648

From: VSP Middlesex Troopers [mailto:A3STROOP@LISTSERV.DPS.STATE.VT.US] On Behalf Of Vooris, James
Sent: Friday, December 11, 2015 2:38 PM

To: DPS - a3troop <a3troop@listserv.dps.state.vt.us>

Subject: [A3TROOP] Data master

Cremo had a DUI this afternoon and was getting the calibration error again (multiple times). He ended up having to go to
Montpelier to process her.

Trooper James Vooris

Vermont State Police-Middlesex
Phone: 802-229-9191

Fax: 802-229-2648

Email: James.Vooris@Vermont.gov
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DIAGNOSTIC RESULT

DataMaster DMT:

Location:

Calibration Date:

Certification Date:

Installation Date:

Test Date:
Test Time:

VERSIONS
DMT: 2.00
PICY 2,08
Modem: 2.6

Questions: 2.1
TEMPERATURES

Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

PUMP INFO

nonon

o

100146

12/17/2015
12/18/2015

12/18/2015
10:38:53

Flow Rate = 6.034 L/M

DETECTOR INFO

PUMP ON

MAX (V) -0.0258
MIN(V) =-0.0274

FILTER INFO

Filter 1 -0.024
Filter 2 0.204
Filter 3 0.488

CALIBRATION CHECK
Xq = 0.081 0.11%

OFF
-0.0224
-0.0242

Zero = true
Zero = true
Zero = true

DMT Serial Number #100146

Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT: 100146
Location:

Calibration Date:  12/17/2015
Certification Date: 12/18/2015

Installation Date:

Test Date: 12/18/2015
Test Time: 11:25:48
VERSICNS

DMT: 2.00

PIC: 2.05

Modem: 2.6

Questions: 2.1
TEMPERATURES

Sample Chambér = 49.1°C
Breath Tube = 48.0°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage =1.72 Vv
Cooler Voltage = 1.69 V
Bias Voltage = 80 V
Chopper Freq = 549 Hz

PUMP INFO
Flow Rate = 6.058 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0272 -0.0242
MIN(V}) -0.0285 -0.0252

FILTER INFOC

Filter 1 -0.025 Zero = true
Filter 2 0.202 Zero = true
Filter 3 0.497 Zero = true

CALIBRATION CHECK
Xq = 0.081 0.43%

DMT Scrial Number #100146
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DIAGNOSTIC RESULT

DataMaster DMT: 100146
Location:

Calibration Date:  12/17/2015
Certification Date: 12/18/2015

DAL
AMOyy ey
(n\.v‘?m“"

Installation Date: o
Test Date: 12/18/2015
Test Time: 13:42:05
VERSIONS -

DMT: 2.00

PIC: 2.05

Mcdem: 2.6

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 48.0°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage =1.72 Vv
Cocler Voltage = 1.69 V
Bias Voltage =80V
Chopper Freq = 549 Hz

PUMP INFO
Flow Rate = §.031 L/M

DETECTOR INFO

PUMP ON CFF
MAX (V) ~-0.0278 -0.0248
MIN(V) =0.0297 -0.0260

FILTER INFC

Filter 1 -0.0286 Zero = true
Filter 2 0.201 Zero = true
Filter 2 0.497 Zero = true

CALIBRATION CHECK
Xq = 0.080 0.32%

DMT Serial Number #100146 ‘Page 1 of 1 12/18/2015 1:43 PM
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DIAGNOSTIC RESULT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Test Date:

Test Time:

VERSIONS

DMT: 2.00

PIC: 2.05
Mocdem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

naon

SETTINGS

Lamp Voltage
Cooler Voltage
" Bias Voltage
Chopper Freqg

{1 I T

PUMP INFO
Flow Rate = 6.049

DETECTOR INFO
PUMP ON

MAX (V) -0.0354
MIN(V) =-0.0370

FILTER INFO

Filtex 1 -0.033
Filter 2 ~ 0.192
Filter 3 0.487

CALIERATION CHECK
Xg = 0.080 0.00

100146

12/17/2015
12/18/2015

12/21/2015
06:57:58

L/M

OFF
-0.0321
-0.0335

true
true
true

Zero
Zero
Zero

wnn

%

DMT Serial Number #100146

Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT: 100146

Location:

Calibration Date:  12/17/2015

Certification Date: 12/18/2015

Installation Date:

Test Date: 12/21/2015
Test Time: 07:52:13

VERSIONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

nuu
=
~1
o
o
Q1

SETTINGS

Lamp Veoltage
Cooler Voltage
Bias Voltage
Chopper Freg

L (I 1

PUMP INFO
Flow Rate = 6.128 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0321 -0.0291
MIN(V) -0.0333 -0.0303

FILTER INFO

Filtexr 1 -0.030 2Zero = true
Filter 2 0.195 Zero = true
Filter 3 0.4%0 Zero = true

CALIBRATION CHECK
Xg = 0.081 0.32%

DMT Serial Number #100146
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DIAGNOSTIC RESULT

DataMaster DMT: 100146
Location:

Calibration Date:  12/17/2015
Certification Date: 12/18/2015

Installation Date:

Test Date: 12/22/2015
Test Time: 08:31:37

VERSIONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEIVD?ERATUR_E S
Sample Chamber

Breath Tube
Digital Sim

LI T
>
o
. .
(=]
o
O

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

o nn
[e2]

o

<5

PUMP INFO
Flow Rate = 6.057 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0441 -0.03¢%8
MIN (V) -0.0451 -0.0413

FILTER INFO

Filter 1 -0.041 Zero
Filter 2 0.187 Zero
Filter 3 0.472 Zero

nnu

CALIBRATION CHECK
Xqg = 0.081 0.11%

DMT Serial Number #100146
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