INSTALLATION REPORT

DataMaster DMT: 100146

Location: MIDDLESEX VSP
Calibration Date:  02/25/2016
Certification Date: 02/25/2016
Installation Date:  09/29/2016

Installed by: ROBERT DRISCOLL
fault Option
Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =16-21-100
VERSIONS Range =0.093-0.103
DMT: 2.00 ) Average =0.100 g/210L
PIC: 2.05 Std Dev =0.0004
Modem: 2.6
Questions: 2.1 i
RF Detection Test
TEMPERATURES Passed ’
Sample Chamber = 49.2°C
Breath Tube = 47.7°C Sample Acceptance Test
Digital Sim = 34.2°C Passed
SETTINGS
Lamp Voltage =1.72 Vv
Coolex Voltage = 1.69 V
Bias Voltage = 80 Vv 0.10 T 3 T T ; 40.0
ChfppsviEeag N S0 Re 5.5 Alcohol (g/210L) | Lo - _
_ }Flow Ra}te(L/M)‘ !
Flow Rate = 6.183 L/M o U NN (SN N | U S SAS—
DETECTOR INFO S
PUMP ON OFF 0.07 28.0
MAX (V) 0.1169 0.119% ; %
MIN (V) 0.1157 0.1187 () [ B fussmmmeissisiofhissilon foinsmssstonmoosssiateieis 4.0
FILTER INFO 0.05 s | oy e e o Uy S, 20.0
Filter 1 0.119 Zero = true
Filter 2  0.342 Zero = true S |L6.0
Filter 3 0.623 Zero = true I L
0. l rrrrr 112.0
CALIBRATION CHECK : : i
Xq = 0.087 3.81% AT P 4] S : 8.0
O = Ol ...................... .. |10 ——— .. 4 = O
INSTALLATION PAS: .00 L\ ] || | 0.0
S PASSED e % 10 15 20 25 30
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INSTALLATION REPORT

DataMaster DMT: 100146

Location: MIDDLESEX VSP
Calibration Date:  02/25/2016
Certification Date: 02/25/2016
Installation Date:  09/29/2016

Installed by: ROBERT DRISCOLL

Default Opti a

Diagnostic Results Accuracy and Precision Check

Concentration

Lot#
VERSIONS Range

DMT: 2.00 Average
PIC: 2.05 Std Dev

- Modem: 2.6 y
Questions: 2.1 CAL Ctheth elmor d‘”-"‘\
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TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

1.72 Vv
1.69 Vv
80 v

551 Hz

o nn

PUMP INFO
Flow Rate = 6.183 L/M

DETECTOR INFO
PUMP oN OFF

MAX (V)  0.1217 0.1246
MIN(V)  0.1201 0.1224

FILTER INFO

Filter 1 0.122 Zero = true

Filter 2 0.344 Zero = true

Filter 3 0.627 Zexo = true

CALIBRATION CHECK

Xg = 0.087 2.99%

INSTALLATION FAILED
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INSTALLATION REPORT

DataMaster DMT: 100146

Location: MIDDLESEX VSP
Calibration Date:  02/25/2016
Certification Date: 02/25/2016
Installation Date:  09/29/2016

Installed by: ROBERT DRISCOLL

Default ion. aded

Diagnostic Results Accuracy and Precision Check

Concentration

Lot #

VERSIONS Range
DMT: 2.00 Average
PIC: 2.05 Std Dev

CAL Cweck efror durind

Modem: 2.6
Questions: 2.1

TEMPERATURES AP ¢ whhe

Sample Chamber
Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Coclexr Voltage
Bias Voltage
Chopper Freq

1.72 v
1.69 Vv
80 v

551 Hz

i nn

PUMP INFO
Flow Rate = 6.093 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1211 0.1242
MIN (V) 0.1189 0.1226

FILTER INFO

Filter 1 0.123 Zero = true
Filter 2 0.345 Zero = true
Filter 3 0.632 Zero = true

CALIBRATION CHECK
Xg = 0.087 3.71%

INSTALLATION FAILED
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