ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100148

Location; Berlin PD

Calibration Date:  11/09/2011 8
Certification Date: 11/14/2011 N on® <
Installation Date:  12/08/2011 N
RPC Date; 02/14/2016

Supervisor Name: CHAD J BASSETTE

Diagnostic Results Accuracy and Precision Check
Concentration =0.097 g/210L
Lot# =15-23-100
VERSIONS Range =0.092-0.102
DMT: 2.00 Average =0.100 g/210L
PIC: 2.06 Std Dev =0.0010

Modem: 2.6
Questions: 2.1

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
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Status Status

. Test Type Status Message
Date Time ¥p g

11/29/2015 10:22:57 DUI Subject Record RESPONSE TIMEOUT

11/2%/2015 10:17:51 DUI Subiject Record Simulator Out of Range

11/15/2015 06:22:09 DUI Subject Record RESPONSE TIMEOUT

09/25/2015 21:21:42 DUI Subject Record RESPONSE TIMEOQUT

09/25/2015 21:16:04 DUI Subject Record Simulator Out of Range
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Test Test Alcohol Alcohol Sim. Sim.
Date Time hgency Operater Name Val., 1 Val. 2 Conc. 1 Conc. 2 Status Message
02/14/2016 00:45:10| MIDDLESEX VSP WILLIAM J PHELPS 0.158 0.162 0.096 0.095
02/09/2016 18:18:29| BERLIN PD JOSEPH P CARRIVEAU 0.202 0.195 0.097 0.096
02/06/2016 19:26:23| BERLIN PD CHAD J BASSETTE 0.154 0.160 0.096 0.096
01/26/2016 02:16:29| BERLIN PD WILLIAM J PINE 0.141 0.097 0.097
01/15/2016 00:22:25] BERLIN PD JARED MITCHELL 0.149 0.097
01/08/2016 20:58:31]| barre town police JACOB D FREY INCOMPLETE REFUSED 0.097
01/01/2016 03:17:22| Berlin CHARLES F SATTERFIELD 0.113 0.098
12/12/2015 01:04:40| MIDDLESEX VSP CRISTA MAURICE 0.211 0.098
12/12/2015 00:44:47[ BARRE TOWN PD KARIE L TUCKER 0.059 0.098
11/29/2015 10:19:41[ BERLIN PD JOSEPH P CARRIVEAU 0.094 RESPONSE TIMEQUT
11/29/2015 10:12:46| BERLIN PD JOSEPH P CARRIVEAU 0.114 0.095 0.092 Simulator Out of Range
11/21/2015 03:51:45] BERLIN PD JONATHAN D FREDHOLM REFUSED 0.095
11/15/2015 22:44:57| BERLIN PD JEFFREY M STROCK REFUSED 0.095
11/15/2015 06:17:28| BERLIN PD JONATHAN R BULLARD 0.112 0.095 RESPONSE TIMEOUT
11/01/2015 03:06:14] BERLIN PD JONATHAN D FREDHOLM 0.282 0.095
10/31/2015 02:41:06| berlin pd CHAD J BASSETTE 0.158 0.095
10/30/2015 19:14:27| berlin pd CHAD J BASSETIE 0.130 0.095
10/25/2015 02:24:57| BERLIN PD JONATHAN D FREDHOLM REFUSED 0.095
10/22/2015 19:55: 35| BERLIN PD KEVIN P BLANCHARD 0.064 0.096
10/20/2015 23:12:19] BERLIN PD KEVIN P BLANCHARD 0.241 0.0%96
10/20/2015 22:52:44| BERLIN PD KEVIN P BLANCHARD REFUSED 0.095
10/11/2015 19:56:26| BERLIN PD JEFFREY M STROCK 0.233 0.096
09/25/2015 22:06:27| BERLIN PD MARK A MONTEITH 0.000 0.093
09/25/2015 21:18:28| BERLIN PD JONATHAN D FREDHOLM 0.093 RESFONSE TIMEOUT
09/25/72015 21:11:32| BERLIN PD JONATHAN D FREDHOLM 0.112 0.093 0.092 Simulator Out of Range
09/21/2015 16:30:17[ BERLIN PD KEVIN BLANCHARD 0.144 0.094 0.094
09/13/2015 03:16:23| barre town DIANE M MATHEWS 0.235 0.223 0.094 0.094
09/06/2015 03:08:17] BERLIN PD JEFFREY M STROCK REFUSED 0.094
09/02/2015 21:07:38[ BERLIN PD JONATHAN R BULLARD 0.151 0.095
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Department/Agency DataMaster DMT Serial Number

DATE TYPE OF SERVICE PERFORMED PERFORMED BY
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