ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100150
Location: Bristol PD
Calibration Date:  02/14/2012
Cerlification Date: 02/15/2012
Installation Date:  02/22/2012
APM Dale: 01/25/2013
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concentration =0.100 g/210L
Lot # =12-72-100
VERSTONS Range =0.095-0.105
DMT: 1.01 Simulator Vapor =0.099 g/210L
PIC: 2.06
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 49.0°C Sample Acceptance Test
Breath Tube = 44.3°C Passed
Digital Sim = 34 .4°C
SETTINGS
Lamp Voltage = 1l.60 V
Cooler Voltage = 1.58 V
Bias Voltage = 80 VvV 0.10 10.0
Chopper Freq = 543 Hz 3
0.009 | ?}mhglég/i}ﬁm ........................................................ 36.0
PUMP INFO o Bebell/ )
Flow Rate = 6.236 L/M 0.08 ‘ ! d3s.0
DETECTOR TNFO i G
ST | 28.0
PUMP ON OFF
MAX (V)  0.2185 0.2222 .
MIN(V})  0.2173 0.2209 a. 24.0
FILTER INFO 0. 20.0
Filter 1 0.222 Zero = true
Filter 2 0.954 Zero = true O e TR 1| R [ 7 I e i 16.0
Filter 3 0.937 Zero = true
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CALIBRATION CHECK
Xq = 0.085 0.52% 2 e
0,01 i ' i .10
APM PASSED 0.00 \
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100150
Location: Bristol PD
Calibration Date:  02/14/2012
Certification Date: 02/15/2012

Installation Date:  02/22/2012 S =
APM Date: 01/25/2013
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concentration =0.100 g/210L
Lot # =12-72-100
VERSIONS Range = =
DMT: 1.01 Simulator Vapor g: 0.084 g210L )
PIC: 2.06 7 Simulator out of ran
Modem: 2.4 ) . :
Questions: 2.1 Solvhen (/\\(,_nj/o reqguire A
TEMPERATURES

RO J/zs% 5

Sample Chamber =
Breath Tube = 44.1°C

Digital Sim 34.5°C

g Solo-har\ C‘hc\njﬂ’ LS ee(ﬁ)fﬁ"lé’ﬁ! a3
SETTINGS
Lamp Voltage = 1.60 V fQH' ot e RPC ?m-fowl an I/ZG_/"?'
Cooler Voltage = 1.58 V
Bias Voltage =80V fep
Chopper Freq = 543 Hz JZGJIS

PUMP INFO
Flow Rate = 6.132 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.2102 0.2142
MIN (V) 0.2087 0.2124

FILTER INFO

Filter 1 0.212 Zero = true

Filter 2 0.947 Zero = true

Filter 3 0.924 Zero = true

CALIBRATION CHECK

Xq¢ = 0.084 0.21%

APM FAILED
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