ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100152

Location; Woodstock PD
Calibration Date:  10/28/2014
Certification Date: 10/28/2014
Insiallation Date:  10/29/2014

RPC Date: 02/02/2015
Supervisor Name: JAMES OTRANTO

Diagnostic Results Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # =14-15-100
VERSIONS Range =0.094 - 0.104
pMT: 1.01 Average =0.101 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
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Cooler Voltage = 1.72 V
Bias Voltage = 80 V 0.10 — e ; 40.0
Chopper Freq = 530 Hz - - —
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100152

Location: Woodstock PD
Calibration Date:  10/28/2014
Certification Date: 10/28/2014
Installation Date:  10/29/2014

RPC Date: 02/02/2015
Supervisor Name: JAMES OTRANTO
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Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot # = 14-15-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.101 g/210L
PIC: 2.06 Std Dev =0.0000

Modem: 2.4
Questions: 2.1

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.70 Vv
Cooler Voltage = 1.72 V
Bias Voltage = 80 V 0.10 : : 1 40.0
Chopper Freq = 530 Hz - -
0,09 Alcohol (g/ZlOL) ...................................... e R | 3
PUMP INFO Flow R;te (L/M)
Flow Rate = 4.918 L/M (1] (R RPN | SSRGS | (SOt NPCESY. s B 0
DETECTOR INFO e I S .
PUMP ON OFF . :
MAX (V) 0.339%6 0.3423 |
MIN (v) 0.3378 0.3409 [ ] S B e e e 24 ()
FILTER INFO L . wew—. SE— I ——
Filter 1 0.342 Zero = true
Filter 2 0.653 Zero = true N0 s TR S ~116.0
Filtexr 3 1.257 ¥%Zero = true
0.03 b e e R A N i A e e e S o e e S e SEc )
CALIBRATION CHECK
Xg = 0.083 0.73% FoTIT 2) L MR .. 00. 1 WAONE.T: FSII. S 8.0
R e S 4.0
Routine Performance Check Passed 0. 000 - = 300- 0

&(1/39177454

02/02/2015

Performed by Date
Reviewed by Date
DMT Serial Number #100152 Page 1 of 1

Kol Y £ED

02/02/2015 10:12 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100152

Location; Woodstock PD
Calibration Date:  10/28/2014
Certification Date: 10/28/2014
Installation Date:  10/29/2014

RPC Date: 02/02/2015
Supervisor Name: JAMES OTRANTO

Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot # =14-15-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.100 g/210L
PIC: 2.06 Std Dev =0.0000

Modem: 2.4
Questions: 2.1

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 47.5°C Sample Acceptance Test
Digital Sim = 34.0°C Failed
did not complete test

SETTINGS
Lamp Voltage = 1.71 V
Cooler Voltage = 1.72 V
Bias Voltage = 80 Vv 0.10 : g ; 40.0
Chopper Freq = 531 Hz ' ; :
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Driscoll, Rob

From: Otranto, James

Sent: Friday, February 06, 2015 4:09 PM
To: Driscoll, Rob

Subject: RE: RPC Fails

Rob,

Yes, didn't realize I blew too much air.

Jim

Cpl James Otranto, AEMT
Woodstock Police

454 Woodstock Rd

PO Box 212

Woodstock VT, 05091

w 802-457-1420

¢ 802-356-1240

From: Driscoll, Rob
Sent: Friday, February 06, 2015 11:31 AM
To: Otranto, James
Subject: RPC Fails

Jim,

In the future can you please make a note on the failed RPC attempts as to why the RPC failed. | believe in talking with
you earlier that the February RPC failed due to you blowing too much air during the sample acceptance shallow
breath? Is this correct?

Thanks
Rob

Robert Driscoll

Vermont Forensics Laboratory
103 South Main Street
Waterbury, VT 05671
Electronics Technician
Rob.Driscoll@state.vi.us
Desk: (802) 241-5817

Cell: (802) 585-0123
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