INSTALLATION REPORT

DataMaster DMT: 100153

Location: BRATTLEBORO PD
Calibration Date:  07/24/2015
Certification Date: 07/24/2015
Installation Date:  07/27/2015

Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# =15-09-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Average =0.100 g/210L
PIC: 2.05 Std Dev =0.0004
Modem: 2.6
Questions: 2.1 i
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.86 V
Cooler Voltage = 1.79 V
Bias Voltage =80 V 0.10 - ” 7 1 ; 40.0
Chopper Freq = 534 Hz 3 ?
0.00}- —ﬁcohol(q/ZlOL) : —_— 285
PUMP INFO P Bata LMl ﬁ
Flow Rate = 5.733 L/M 0.08 : W, DU W, N— 32.0
PUMP ON OFF = | ; s
MAX (V) 0.1058 0.10%4 ~
MIN(V)  0.1037 0.1073 0306 =4
Filter 1 0.108 Zero = true
Filter 2 0.344 Zero = true 0.04 16.0
Filter 3 0.705 Zero = true
0.03 - < 120
CALIBRATION CHECK !
Xg = 0.078 1.24% (o o ) e 1 B 1 SN S 18 OO 8.0
B Bl i B o (e G i : ; 4.0
0.00L [\ \ A ; | 0.0
INSTALLATION PASSED 5 . =4 = o e 5
NIEsT Thermeme fer S/JV MEI9SIF 3y p ¢ ;
e Ffz2 /-
Performed by 2 Z LD Date 07/27/2015
Reviewed by //Y( M\ Date 7] (j b I LS
= | g
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INSTALLATION REPORT

DataMaster DMT: 100153

Location: BRATTLEBORO PD
Calibration Date:  07/24/2015
Certification Date: 07/24/2015
Installation Date:  07/27/2015

Installed by: ROBERT DRISCOLL

Defa tion a
Diagnostic Results

VERSIONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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w
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o
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SETTINGS

Lamp Voltage
Cocler Voltage
Bias Voltage
Chopper Freg

I nn
[§ . S

PUMP INFO
Flow Rate = 5.650 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1325 0.1352
MIN (V) 0.1189 0.1217

FILTER INFO

Filter 1 0.126 Zero = true
Filter 2 0.358 Zerc = true
Filter 3 0.727 Zexro = true

CALIBRATION CHECK
Xq = 0.074 3.60%

INSTALLATION FAILED

Detector a‘n_s—fa‘a.-'h‘l7 . il ceeun iastuliation [’fvﬁx“- -Rc;]/”ﬁ‘,
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07/27/2015
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INSTALLATION REPORT

DataMaster DMT: 100153

Location: BRATTLEBORO PD
Calibration Date:  07/24/2015
Certification Date: 07/24/2015
Installation Date:  07/27/2015

Installed by: ROBERT DRISCOLL

Default Options Loaded
Diagnostic Results

VERSIONS

DMT: 2.00

PIC: 205
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

Inn
[
w
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

LI [ | I

PUMP INFO
Flow Rate = 5.753 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1297 0.131%
MIN (V) 0.1157 0.1187

FILTER INFO

Filter 1 0.120 Zero = true
Filter 2 0.359 Zero = true
Filter 3 0.723 Zero = true

CALIBRATION CHECK
Xg = 0.074 3.04%

INSTALLATION FAILED
Defecter msfz«b.'hb. Ke rooked wire away  fum dolechr able_. Peteclor
Vai‘f&y /S nuev shubie ohile fb'hf an /o# £D 7-/2_-,-./“/

Performed by 72 g0 Date 07/27/2015
Reviewed by Date
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Stat R d Hist 775
atus Recor istory oy
Status Status
Date Time Test Type Status Message
07/27/2015 12:32:15 Installation Record Diagnostic Check Failed
07/27/2015 12:35:00 Installation Record Diagnostic Check Failed
DMT Serial Number #100153 Page 1 of 1 07/27/2015 12:3
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