bircTcatilil IS A WA R IR W | ._.._.Lunurc.rk 08/03/2015
Test Test Alcochol Ajcohol Sim. Sim.
. e O t
Date Time Agency perator Name val. 1 val. 2 Conc. 1 Conc. 2 Status Message
T7/14/2015 33:92:37] BRETTLEBORC PD TOLBY W KERLLOW G.00d G.003 3.093 AAEE]
07/15/20.5 53:51: 0] BRATILEBORD ED COT.BY W _KERYLOW 5..89 0.008
0772972015 331361 17) BRAITLEBORO PD ZDAM 8 BELVILLE 0,152 0157 0.100 7,000
BB/01/72015 B1:05: 03| WINDHAM COUNTY SC TAN B TUTTLE TRCOMPLETE TNCOMELETE T.101
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status Record History 0o 0575

gtatus Status

. Test Type status Message
Date Time yp 9
Bi/21720L5 12:32:15 Tnotaliation Record Dlagnestic Check Fallaed

07/21/2019 12:35:00 Tnstallation Record Diagnostic check Failed
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DATAMASTER DMT MAINTENANCE LOG

Raieine 2D Lpo/S D

DepartmeniIAgency DataMaster DMT Serial Number
' _ PERFORMED BY
DlATE TYPE OF SERVICE PERFORMED (Name and Title)
DataMaster Simulator Solution ‘

i Lot #15-00-100  EtOHag Conc: ¢.092 g/210L e e s 9 ‘
7[2}/1;’ [FOF RPC Range: 0.094 - (.104 g/210L ’ 3 Labe] He,«e] /2.- i (;Sc’o“

__________________________ Preparation Date: 6/24/2015 Expires: 6/24/2016 [ ——

‘ DeAT “Tech

OPENED: W'Ql-/:r KD

Znstzllechon ]f:bﬂ' ’T?\’r .____.._n.ﬂ._.__.._,,w.._.._..“..r_‘._.._.,-.._

it e
el

[ For RPC or 8|mu1ator Solutuon Change Place Labei Here]

[ For RPC or Samu|aior So!utlon Change Plaoe Label Here]
[ For RPC or 81mulat0r Solutlon Change P|ace Label Here]
ALC 803 REV 03 08/2011 o
' 9



INSTALLATION REPORT

DataMaster DMT: 100153

Location: BRATTLEBORO PD
Calibration Date: 07/ 24/2015
Certification Date: 07/24/2015
Installation Date:  07/27/ 2015

Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# =15-09-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Average =0.100 g/210L
pIC: 2.05 Std Dev =0.0004
Modem: 2.6

gQuestions: 2.1 i
RF Detection Test

TEMPERATURES Passed
sample Chamber = 48.8°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.86 V
cooler Voltage = 1.79 V
Bias Voltage = 80 V 0.10 7 ; 1 ; 40.0
Chopper Freq = 534 Hz ] ‘ : g
0.00}- A} cohol (g/210L) | .
PUMP INFO .F ow Réte{L/M) '
Flow Rate = 5.733 L/M DT I R - -
DETECTOR INFO e —
PUMP ON OFF .
MAX (V) 0.1059 0.1094
MIN(V)  0.1037 0.1073 e
FILTER INFO 0.05)
Filter 1 0.108 Zero = true
Filter 2 0.344 Zero = true 0.04|—
Filter 3 0.705 Zero = true
0.03|~
CALIBRATION CHECK
Xq = 0.078 1.24% 0.021
0.0L ;
INSTALLATION PASSED 0..00 ) L

NIST Thermovete SN 111819517 SV.OZ_N
?—/Z?’/r/

Performed by 7 Z /Z) Date 07/27/2015

Reviewed by Date
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STATE OF VERMOMT
DEPARTMENT OF PUBLIC SAFETY
VERK‘-’EONT FORENSBIC LABORATORY
P, BOX 47
WATERBURY, VERMONT 05676:0047

TEL: 802:24458788

FAX: 8022418557
EMAIL: DPS - gjsCiab@state.vt.us
hitpi A, vl vermont.gov/

MEMORANDUM

1O NI, STATIE NTTORNEYS AND DEFENDTR GENERAL
BROM: AMANEIA BOLDUC, ALOOHOL PROGRAMSUPERVISOR | /e
SUBIECT: CNTAMASTER DMT-SOBTWARE UPDATE A

DATE; TULY 13, 2018

“The Vesmont Potensie Labotatory’s DataMaster Technical Seevices gtoup is deploplng «
softwarevpdate to all Dataldaster DMT instruments. This softwate s being rolled cut over the next
fowr tonths. The analytical: nlgﬁmhm atrd all ¢uality control pirameters uee ot affected by this
chang& This updatedises contain minos eh anges to the user interface but the inost significant change
i the newly-established networking capability. Once installed, each DMT thatis connected to
PS Intranct will now be able to remotely upload all tests 1o a computer at the Vermont
Forensic Laly Qther cliatges 1© the seftwatk include:

% Pixiigg w plitch in the date field box on the repotts menu

o Cortecting spelfing areots

@ Chatiglip the saniple delivery display

o Clagilying quéstion prompts

2 Aﬂmwh‘gg' all netwotled giits to 1se ﬂeﬂ&ﬁiiZ'éd e

4 Updating sequrity aouess

& Lumtmg itiftiation of tmers based on simulator femperitures

o Updating prirtiog prefetences




