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Test Test Alcohol Alcohol Sim. Sim.
. Agenc Operator Name Status Message
Date Time g Y P Val. 1 Val. 2 Conc, 1 Conc. 2 g
10711/2015 T0:52:50] WINDHAM COUNTY S0 CHRIS NORTON 0.166 5,100
10/25/20L5 G6:42 46| WINDHAM COUNTY SO VARE, R ANDERSON 0.126 0,115 0,003 0.003
10/30/2015 G0:47:04| BRATTLEBORG TL STEVEN © STANLEY 0.135 5,142 0.099 G.099
1170172015 01:58:55] BRATTLEBORO B0 ADAM 5 BELVILLE 0.104 0.204 0.098 3.09%
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RE: DMT Printer Issue

RE: DMT Printer Issue

Belville, Adam
Sent: Sunday, November 01, 2015 10:15 PM
To: Driscoll, Rob '

That worked. Thank you very much,

Adam Belville

Brattleboro Police Department
802-257-7950

B02-257-2303 (FAX)
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From: Driscoll, Rob

Sent: Sunday, November 01, 2015 7:54 AM

To: Belville, Adam _
Subject: Re: DMT Printer Issue

Adam,

The printer most likely lost communication with the DMT. To regain communication:

First: make sure the printer is not in error (doesn't need ink/paper, lid is closed, no flashing lights)

1f the printer is "happy” then reboot the DMT (turn off, back on).

Let me know if this resolves your problem.

Regards,
Rob

Sent from my iPhone

On Nov 1, 2015, at 2:59 AM, Belville, Adam <Adam.Belvilletivermont.gov> wrote:

Hi Rob,

Tonight I tried to print out a ticket for a DUI and was met with a printer error code. This

code read {error code 3). I attempted all the possible fixes in the DMT Supervisor book and

eventually got to the one that advised to contact you. The DMT itself has no issues, just the printer.

Any help would be greatly appreciated.

Thanks,

Adam Belville

Brattleboro Police Department
802-257-7950

802-257-2303 (FAX)

https://webmail.state vt.us/owa/?ae=Item&t=IPM.Note&id=RgAAAADth%2bKsod52RK....

117172015




INSTALLATION REPORT

DataMaster DMT: * 100153 -

Location: BRATTLEBORO PD
Calibration Date:  10/23/2015
Certification Date;  10/23/2015
Installation Date:  10/23/2015

Installed by: ROBERT DRISCOLL

‘ Coneentration = (.099 g210L
Jot# = 15-13-100
VERSIONS Range =0.094 -0.104
DMT: 2.00 Average =0.100 g/210L
PIC: 2.05 8td Dev =0.0000
Modem: 2.6
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 46.7°C Sample Acceptance Test
Digital 8im = 33.8°C : Passed
SETTINGS
Lamp Voltage = 1.687 V
Cooler Voltage = 1.64 V
Bias Voltage = 80 V 0.10 7 T T 40.0
Chopper Freg = 540 Bz o 00 Aloohol {g/210L) oo
PUMP INFO Flow Rate(L/M)
Flow Rate = 5.789 L/M 0.08 ot 32.0
DETECTOR INFO :
BOMP o - 0.07 ; 28.0
MAX (V)  0.0614 0.0661
MIN(V)  0.0591  0.0642 0.06 24.0
FILTER INFO 0.05 20.0
Filter 1 0.065 Zero = true
Filter 2 0.297 EZerc = true 0.04 : 16,0
Filter 3 0.643 Zeroc = true
0.03 | 1z.0
CALIBRATION CHECK \ t
Xq = 0.087 0.40% - 0.02 8.0
0.01 4.0
o L
INSTALLATION PASSED e o ot

NIST Thetrometer sfy /ne1YS72 3(.0 C geo
19/1'3/”""

Performed by = (0 Date 10/23/2015

Reviewed by ) Date
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DATAMASTER DMT MAINTENANCE LOG
Beten 2D ' 1O/

Department/Agency DataMaster DMT Serial Number
PERFORMED BY
‘DATE TYPE OF SERVICE PERFORMED (Name and Title)
: DataMaster Simulator Solution -
B Lot #15-09-3100  EtOHag Conc: 0,099 g/210L e /2 D . “
7’ Z]’[f( [ FOF RPC Range: 0.094 - 0,104 g/210L 3 Lab@i H@r@] L L/NSCe
......................... Preparation Date: 6/24/2015 Explres: 6/24/2015 i ] rech
T
o G TT]HE I o e
Znstallehoa ,ﬁh\‘— TS ]
________________________ DataMaster Simulator Solution S o
Jp-03-15 For RPC lot#15-06-100  EtOHaq Conc: £.100 g/210L Lobel b das
or Range: 0.085 - 0,105 e Label Here .
—[ -------------------- Pra:pE:rEfl'Dn Date: 4/28/2015 Expires: 4/28/2015 e ] ‘KQIV ie
I N OPENED: [ O~ O3 -dolf AL ST -
Sed o | 4% G
SA RP € —Aclowm Kehvifle Jo- a.; /5
!0/0 -
DataMaster Simulator Solution '
( """"""""""""" T Lot #15-13-100 EtOHag Conc: Q098¢ 77T S 1 EDn%@o \\
w\z’b\\ [ For RPC  Range:0.094-0.104 : Labol Here] .
wrremerenerarseeeemnemiee - PY@pAration Date: 09/}5/2015 Explre?s 09/15/2016 o memeimme] 'jj}‘;»ﬁ“ Tak |
/‘
_______________ e OpeNen:  [C/ER T T
...... 4445224 U post T8k dmLed !cz/u_/fs
AA\,.;S')[HA ﬁv/ Derl ‘51("“ Jovias JET-
“'\’ )6 [ Fon RPC or Slmulator Soiutlon Change Piac;e Lab@i H@re] /J , a’“ Y.
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