VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY. VERMONT 05676-0047
X TEL: 802-244-8788

R FAX: 802-241-5557

; " http://vfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: _Brattleboro PD DataMaster Serial #: 100153
Date: 10/22/2015 Requestor: VFL Alcohol Program Staff
Instrument Supervisor: Adam Belville Phone #: (802) 257-7950

Taken By: Robert Driscoll

Problem: Instrument will be returned to VFL for preventative maintenance.

Laboratory Response: VFL Alcohol Program Staff to perform preventative maintenance.

Work Performed: Replaced noisy chopper wheel motor with 2 new unit. While mounting the
detector to the detector block, the voltage was higher than expected so the detector was replaced
with a new unit. The detector voltage was set up to +/- 0.100V. The instrument was then
Calibrated, Certified, and is awaiting re-installation at the agency.
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CALIBRATION REPORT

DataMaster DMT: 100153

Calibration Date:  10/23/2015

Calibrated by: ROBERT DRISCOLL

Lot: 15-08-100

Ca = 0.100

CAL = 0.974048 0.800 = CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.005 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xq = 0.087 0.050 <= Xg < 0.200
a2l = 1.117723 1.050 <= a2l < 1.300
a3l = 0.470874 0.300 <= a3l < 0.800
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMaster DMT: 100153

Date: 10/23/2015
Time: 07:31:32

SUPERVISOR NAME:
RCD CAL CHECK

SOLUTION LOT #: GUTH 15050
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 07:32
CALIBRATION CHECK PASSED 07:32
SIMULATOR VAPOR 33.9°C 0.096 07:32
SIMULATOR VAPOR 33.9°C 0.096 07:33
SIMULATOR VAPOR 33.9°C 0.096 07:34
SIMULATOR VAPOR 33.9°C 0.096 07:35
SIMULATOR VAPOR 33.9°C 0.096 07:37
SIMULATOR VAPOR 33.9°C 0.096 07:38
SIMULATOR VAPOR 33.9°C 0.086 07:39
SIMULATOR VAPOR 33.9°C 0.096 07:40
SIMULATOR VAPOR 33.9°C 0.096 07:41
SIMULATOR VAPOR 33.9°C 0.096 07:42
BLANK TEST 0.000 07:43
Average = 0.096 KCD
std Dev = 0.0000
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CALIBRATION REPORT

DataMaster DMT: 100153

Calibration Date:  10/23/2015

Calibrated by: ROBERT DRISCOLL

Lot: 15-08-100

Ca = 0.100

CAL = 0.973215 0.800 = CAL < 1.200

bl = 0.000 0.000 <= bl < 0.004

b2 = 0.004 0.002 <= b2 < 0.010

b3 = 0.000 0.000 <= b3 < 0.004

Xq = 0.087 0.050 <= Xg < 0.200

a2l ,= 1.132798 1.050 <= a2l < 1.300

a3l = 0.473635 0.300 <= a3l < 0.800
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STATE OF VERMONT

DataMaster DMT: 100153

Date: 10/23/2015 0.16
Time: 08:03:12

O O OO

SUPERVISOR NAME:
RCD CAL CHECK

SOLUTION LOT #: GUTH 15050
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 08:04
CALIBRATION CHECK PASSED 08:04
SIMULATOR VAPOR 33.9°C 0.095 08:04
SIMULATOR VAPOR 33.9°C 0.096 08:05
SIMULATOR VAPOR 33.9°C 0.096 08:06
SIMULATOR VAPOR 33.9°C 0.096 08:07
SIMULATOR VAPOR 33.9°C 0.096 08:08
SIMULATOR VAPOR 33.9°C 0.096 08:09
SIMULATOR VAPOR 33.9°C 0.097 08:10
SIMULATOR VAPCR 33.9°C 0.097 08:11
SIMULATOR VAPOR 34.0°C 0.097 08:12
SIMULATOR VAPOR 33.9°C 0.097 08:13
BLANK TEST 0.000 08:14
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std Dev = 0.0006 fe,alqud P T -
ond goill r{h\-l .

R
o2y Iu v

o O e

A B NO
o O OO0

(== B

G & N O

o O .
o o oo

o w KF N Luboocl}l—‘l’\) [V

0 B 10 L8 20 25

W
o

DMT Serial Number #100153 Page 1 of 1 10/23/2015 8:15 AM
Setd KO



‘:;;\.KMGM#
TR WP Aw IRTY

0.20[
0.16}-

0.12

0.6/
0.04[

0.00

0

10

15

20

25 30

0.20r
0.16[-

0.12[-

0.08-
0.04l

0.00

0

10

25 30

0.20["
0.16"'_

ACCURACY & PRECISION REPORT
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STATE OF VERMONT

DataMaster DMT: 100153

Date: 10/23/2015
Time: 08:32:34

SUPERVISCOR NAME:
" RCD CAL CHECK

SOLUTION LOT #: GUTH 15050
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPOR 33.9°
SIMULATOR VAPOR
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BLANK TEST 0.000

Average = 0.098
Std Dev = 0.0004
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CERTIFICATION REPORT

DataMaster DMT: 100153
Calibration Date:

10/23/2015

Certification Date: 10/23/2015

Certified by:

Dia, ic Result

VERSIONS

DMT: 2.00

PIC: Z2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

wnnu
=
.

PUMP INFO ‘
Flow Rate = 5.907 L/M

DETECTOR INFO

PUMP ON OFF
MaX (V) 0.0648 0.0675
MIN (V) 0.0634 0.0661

FILTER INFO

Filter 1 0.066 Zero
Filter 2 0.295 Zero
Filter 3 0.688 2Zero

nnn

CALIBRATION CHECK
Xg = 0.087 0.50%

DMT Serial Number #100153

ROBERT DRISCOLL

true
true
true

Options

OPTIONS
Units

Simulator

Tolerance Check.vvececnns
Standard TYPe::cssssseens
Nominal o wismi s sk samemn
Digital Simulator........

Subject
Ask Questions...... sl

Number of TestS..........
Alcchel Display..... ——

Volume Display...... i

Query Refusal...... S %
COPileS..cucceccancncccanas

Supervisor

Number of Tests...ccovua.

Calibration

Standard TYpe..cccsvmsons |
Nominal....ccuwe.. eeeaaea
Nominal (Dry Gas)....ee.-.
Number of Tests....ciai..

Printer

Printer Ofe...eo.... T w

Software Configuration

Data Collection...ceeeese
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Lincarity Check Results -
True Value

0.020 g/210L  0.020 g/210L
Lot # 15-11-020

0.080 g/210L  0.077 g/210L
Lot # 15-04-080

0.159g/210L  0.151 g/210L
Lot#15-03-160
0.402g/210L  0.398 g/210L

Lot # 15-10400
R*=0.9997
Acetone Interference Test

Lot # 15-04-08A1C
Interference Detected

Mouth Alcohol Test
Mouth Aleohol Detected

RF Detection Test

Passed

Sample Acceptance Test

Passed

CERTIFICATION PASSED

Performed by

Reported Average Std Dev

0.0005
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0.0005

0.0005
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DMT Serial Number #100153

Date
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