INSTALLATION REPORT

DataMaster DMT: 100154
Location: WASHINGTON COUNTY SO
Calibration Date:  09/29/2015 e
Certification Date: 09/29/2015 CARMIN o
Installation Date:  09/29/2015 T e £
Installed by: ROBERT DRISCOLL
fa ti ed
Diagnostic Results A and Precision Check
Concentration =0.099 g/210L
Lot # =15-12-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0004
Modem: 2.6
Questions: 2.1 -
RF n T
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 18.1°%¢ Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.61 V
Bias Voltage = 80 V 0.10 ) - : 40.0
Chopper Freq = 535 Hz ‘ :
000l {——Meoholiarziony | Ll
PUMP INFO bicadiiiedic )
Flow Rate = 5.863 L/M O B e remsosssermssses e sossssmmressibrememssensenseoscssiturnssinsesnhessse s sessessseihass s 32010
DETECTOR INFO g R . L
PUMP ON OFF : i r
MAX (V) 0.1472 0.1508
MIN (V) 0.1455 0.1484 Qs
FILTER INFO 0.
Filter 1 0.149 Zero = true
Filter 2 0.514 Zero = true 0.
Filter 3 1.433 Zero = true
0.
CALIBRATION CHECK
Xq = 0.097 0.54% 5.
0.
INSTALLATION PASSED 0.
NTST Thermometer Sl (1i9iyst>  3Y,1°C RCo ?/zq/,f—
Performed by = o Date 09/29/2015
. 2|
Reviewed by %’_\ Date q [ l t
T

DMT Serial Number #100154
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