ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100154
Location: Washington County SO
Calibration Date:  11/16/2011
Certification Date: 11/17/2011
Installation Date:  12/08/2011
RPC Date: 06/23/2015
Supervisor Name: MARC P POULIN
Diagnostic Results Accuracy and Precision Check
Concentration =(0.100 g/210L
Lot # = 15-07-100
VERSIONS Range =(.095-0.105
DMT: 1.01 Average *0.100 g/210L
PIC: 2.05 Std Dev = 0.0000
Modem: 2.4
Questions: 2.1 X
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.2°C
Breath Tube = 48.1°C ample Acc ce T
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.72 v
Cooler Voltage = 1.69 V
Bias Voltage = 81 V 0.10 4
Chopper Freg = 540 Hz s Alconol (9/210L) | Gl
somME TaEO Flow Rate(L/M) |
Flow Rate = 5.851 L/M 0,08 2.0
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FPilter 3 1.684 Zero = true ‘ ﬁ |‘ | ;
0.03| | ‘ "4 | ' 12.
CALIBRATION CHECK | | ‘ | |
Xg = 0.088 1.50% 0.02 i | g g,
I L | J
0. 01 | {™wmaa IHH| | \r ; e
i ol UL A P
: o.o00l LU ] | ) USRI |+ {4 o
Routine Performance Check Passcd § SR T e
_,.——-—-."*,”—LQ
Performed by — Date 06/23/2015 \"{7
AN
\
Reviewed by Date L/;‘ZJ,A 'l u\

DMT Serial Number #100

154 Page 1 of 1

06/23/2015 10:22 AM




