ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100154
Location: WASHINGTON COUNTY SO
Calibration Date:  09/29/2015
Certification Date:  09/29/2015 oo A
Installation Date:  09/29/2015 ~ St W Awa T
RPC Date: 02/11/2016
Supervisor Name: MARC P POULIN
Diagnostic Results Accuracy and Precision Check
Concentration =0.097 g/210L
Lot # =15-23-100
VERSIONS Range =0.092-0.102
DMT: 2.00 Average =0.099 g/210L
PIC: 2:05 Std Dev =0.0004
Modem: 2.6
Questions: 2.1 RF Detecti_o_n Test
TEMPERATURES Bassed
Sample Chamber = 49.1°C Sample Acceptance Test
Breath Tube = 48 ,1°C Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.61 V 0.10 40.0
Bias Voltage = 80 V Alcohol (g/2101L) 160
Chopper Freq = 539 Hz 0-08 | —  Flow Rate (L/M) 36.
PUMP INFO 0.08 2.0
Flow Rate = 5.798 L/M h“w )
9.07 | 28.0
DETECTOR INFQ o
PUMP ON OFF Ja® A
MAX (V) 0.0205 0.0234 i
MIN(V) 0.0189 0.0217 9-85 g
FILTER INFO SR8 58
Filter 1 0.023 Zero = true 4.43 12.0
Filter 2 0.3%91 Zero = true ) o
Filter 3 1.354 Zero = true 0.02 | &
CALIBRATION CHECK )
Xq = 0.096 0.27% 001 ~alll i
: UL 0.0
0.00 UL L 0.0
Routine Performance Check Passed e e s e
B les— M ,
Performed by 3 Date 02/11/2016 \)\\\’
Reviewed by _,% Date M - /b
DMT Serial Number #100154 / Page 1 of 1 02/11/2016 9:17 AM



