ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100155

Location: Rutland VSP
Calibration Date:  11/03/2011
Certification Date:  11/03/2011
Installation Date:  12/01/2011
RPC Date: 10/28/2013

Supervisor Name: BLAKE W CUSHING
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Diagnostic Resulis

Accuracy aud Precigion Check

Concentration =0.098 g/210L

Lot # = 13-03-100
VERS LONS Range =0,093 -0.103
nMT: 1.01 Averape =0.100 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4 '
Questions: 2.1

RF Deiection Test
TEMPERATURES Passed

Sample Chamber

= 48.,9°C
Breath Tube = 47.8°C Sample Acceptance Test
pigital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.79 V
Cooler Voltage = 1.72 V
Bias Voltage = 80 V 0.10 T : 7 T ; 7 ; T 40,0
Chopper Freq 553 Hz o Alcohol (9/210L) 5 : E s
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MIN(V)  0.3441  0.3474 et N (e S i e
FILYER INFO 05 08 ool e 20.0
Filter 1 0.348 Zero = true T R AL I ]
Filter 2 0.615 Z%ero = true 0.04 A L i [k 16.0
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I S 12.0
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Xq = 0.083 1.38% 0.02 b : | 8.0
Lo I
0, Q1 [ oo oo ; St 4.0
1 i oo |
i \ N o.00l__L N”m A0 1 15 5 O R s e O | 0.0
Routine Performance Check Passed : TRTRTE T T T T
" .—.&’%ﬁff,ﬁr—‘-’é‘ﬂ:ﬁ-’f—;"'
Pexformacd by 7 Date 10/28/2013
\\2
Reviewed by i Date /0/753 J 3 N\
| i gl
DM Sorial Numbor momss/ 10/28/2013 2:22 PM

Page 1 of I

ok




