ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100155

Location; Rutland VSP
Calibration Date:  11/03/2011
Certification Date: 11/03/2011
Installation Date:  12/01/2011

APM Date: 07/10/2014
Performed by: ROBERT DRISCOLL
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SOLUTION CHANGE

DataMaster DMT: 100155

Location: Rutland VSP
Date: 07/10/2014
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =13-21-100
Range =0.094 -0.104
Average =0.099 g/2101,
Std Dev =0.0000

Simulator Temperature: 34.1°C
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ROUTINE PERFORMANCE CHECEK. REPORT

DataMaster DMT: 100155
Location: Rutland V5P

Calibration Date:  11/03/2011
Certification Date:  11/03/2011
Installation Date;  12/01/2011
- RPC Dale; 06/30/2014

Supervisor Name:

Diapuostic Resulis

VERSTONS

DMT: 1.0

PICY 2.05
Modem: 2.4
Ouestions: 2.1

TEMPERATURES

sample Chambexr = 49.1°C
Breath Tube = 49.1"¢C
Digital Sim = 34.0°C

SET'PINGS

Lamp Voltage = 1,79V
Cooler Voltage = 1.72 V
Bias Veoltage = 00 V
Chopper Freq = 554 Hz

PUMP INFO
Flow Rate = 5,016 L/M

DETECTOR INIO

POMP oN orr
MAX (V) 0.4339 0.4366
MIN (V) 0.4323 0,4352

FILTER INFO

Filter 1 0.436 Zero = Lrue
Filter 2 0.702 . Zero = Lrue
Filter 3 0.913 Zero = true

CALIBRATION CHECK
XKg = 0,089 2.02%
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