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DATAMASTER DMT MAINTENANCE LOG
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Status Record History

Page 1
04/21/2015

Status Status
Date Time Test Type Status Message

01/10/2015 01:40:31 DUT Subject Record Simulator Cut of Range
03/04/2015 21:55:47 DUl Subject Becord | Simulalor out of Range - B
03/06/2015 01:26:01 DUl Subject Record Pump Error B
03/06/2015 01:29:23 T Subject Record Pump Error -
03/18/2015 03:17:51 DT Subject Record Simulator out of Range
03/18/201% | P3:27:02 | DUT Subject Recard | RESPONSE TIMEOUT

DMT Serial Number #100157

Page 1 of 1

04/21/2015 10:34 AM



SOLUTION CHANGE

DataMaster DMT: 100157

Location: Colchester PD

Date: 12/23/2014
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot# = 14-14-100
Range =0.094 -0.104
Average =0.097 g/210L
Std Dev =0.0000

Simulator Temperature: 34°C

Performed by ) i

DMT Serial Number #100157

Date

Page 1 of 1

01/13/2015

01/13/2015 3:36 PM



SOLUTION CHANGE

DataMaster DMT: 100157

Location: Colchester PD

Date: 01/10/2015

Performed by: JACK B LEHNEMAN

Accuracy and Precision Check

Concentration =0.097 g/210L
Lot# = 14-10-100
Range =0.092-0.102
Average =0.097 g/210L
Std Dev =0.0000

Simulator Temperature: 33.9°C

Performed by it B Date 01/13/2015

DMT Serial Number #100157 Page 1 of 1 01/13/2015 3:36 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100157
Location: Colchester PD
Date: 03/06/2015

Time: 07:28:22

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 15-01-100

SOLUTION CONCENTRATION: 0.098

BLANK TEST 0.000 07:29
CALIBRATION CHECK PASSED 07:29
SIMULATOR VAPOR 34.1°
SIMULATOR VAPOR 34.1°
SIMULATOR VAPOR 34.1°
STIMULATOR VAPOR 34.0°
SIMULATOR VAPOR 34.1°
SIMULATOR VAPOR 34.1°
SIMULATOR VAPOR 34.1°
SIMULATOR VAPOR 34.1°
SIMULATOR VAPOR 34.1°
SIMULATOR VAPOR 34.1° B
BLANK TEST 0.000 07:40

Average = 0.097
Std Dev 0.000

o0 O O OO o O O O © O OO0 O O OO OO0 O O OO OO0 O O OO oo O O OO o0 O O © O
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DMT Serial Number #100157

Page 1 of 1
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ACCURACY & PRECISION REPORT
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STATE OF VERMONT

DataMater DMT: 100157
Location: Colchester PD

Date: 03/18/2015
Time: 13:56:38

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 15-01-100
SOLUTION CONCENTRATION: 0.098

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPCOR 34.2
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR 34.2°
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.1

w w
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o 06 o © o ©

w W
S
NN
o

o o

BLANK TEST 0.000

0.086
0.000

Average
Std Dev
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DMT Serial Number #100157
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100157
Location: Colchester PD
Certification Date: 02/08/2012
Installation Date: 09/12/2012

Date: 03/18/2015
Time: 06:14:41

SUBJECT NAME:
TEST TEST
DOB: 09/11/1979 BAGE: 35
GENDER: M
LICENSE #: 9999999999 VT

TEST OPERATOR NAME:
JACK LEHNEMAN
AGENCY: COLCHESTER PD

BLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34.1°C
SUBJECT SAMPLE (Vol=3.4L)
BLANK TEST

All alcohol values reported in ¢g/210L

Sim. Vapor Concentration
Sim. Vapor Range
Lot #: 15-01-100

0.093 - 0.

103

DMT Serial Number #100157

.10

.09
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.00

Page 1 of 1

Alcohol (g/210L)
Flow Rate(L/M)
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03/18/2015 6:18 AM



CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100157
Location: Colchester PD
Certification Date: 02/08/2012
Tnstallation Date: 09/12/2012
Date: 03/18/2015

Time: 06:14:41

SUBJECT NAME:
TEST TEST
DOB: 09/11/1979 AGE: 35
GENDER: M
LICENSE #: 9999999999 VT

TEST OPERATOR NAME :
JACK LEHNEMAN
AGENCY: COLCHESTER PD

BLANK TEST 0.000 06:15
CALIBRATION CHECK PASSED 06:15
SIMULATOR VAPOR 34.1°C 0.096 06:16
SUBJECT SAMPLE (Vol=3.4L) 0.000 06:1l6
BLANK TEST 0.000 06:17
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.098

Sim. Vapor Range 0.093 - 0.103

Lot #: 15-01-100

DMT Serial Number #100157

L1071
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Page 1 of 1

Flow Rate(L/M)

Alcohol (g/210L)
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03/18/2015 6:18 AM



CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100157
Location: Colchester PD
Certification Date: 02/08/2012
Installation Date: 09/12/2012

Date:
Time:

03/18/2015
06:14:41

SUBJECT NAME:
TEST TEST
DOB: 09/11/1979 AGE: 35
GENDER: M
LICENSE #: 9999999999 VT

TEST OPERATOR NAME:
JACK LEHNEMAN
AGENCY: COLCHESTER PD

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 34.1°C 0.096
SUBJECT SAMPLE (Vol=3.4L) 0.000
BLANK TEST 0.000
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.098
Sim. Vapor Range 0.093 - 0.

Lot #: 15-01-100

103

DMT Serial Number #100157

Page 1 of 1

Alcohol (g/210L)
Flow Rate(L/M)
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DIAGNOSTIC RESULT

DataMaster DMT:100157
Location: Colchester PD
Calibration Date: 02/07/2012
Certification Date:02/08/2012
Installation Date: 09/12/2012
Test Date: 03/06/2015
Test Time: 04:50:48

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 42.9°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage =1.63 V
Cooler Voltage = 1.67 V
Bias Voltage =80 V
Chopper Freg = 549 Hz

PUMP INFO
Flow Rate = 5.708 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0305 0.0346
MIN (V) 0.0289 0.0329

FILTER INFO

Filter 1 0.034 Zero = true
Filter 2 0.330 Zero = true
Filter 3 1.420 Zero = true

CALIBRATION CHECK
Xq = 0.094 0.55%

DMT Serial Number #100157 Page 1 of 1
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