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DATAMASTER DMT MAINTENANCE LOG

Department/Agency

DataMaster DMT Serial Number

TYPE OF SERVICE PERFORMED

PERFORMED BY

{(Name and Title)

DataMaster Simulator Solution

...................... -Lot#14-15-100  EtOHaq Conc: 0.099 g/210L -
Range: 0.094- 0.104
__»[_E_(.)_F_BEF:Preparatlon Date: 12/9/2014 Expires: 12/9/2015 _e Label H?r_e]_
OPENED: &//.2 25— jgf’\
/@Z}W\ e e

T bhnt
Dl Sapovosor

81 Ayerage

- DataMaster Simulator Solution e —
Lot #15-05-100  EtOHaq Conc: 0.099 g/210L
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Breath Record History 06 /109015

|
Test Alcohol Alcohol | Sim. Sim.

_ Time Agency Operator Name val. 1 | Val. 2 conc. 1 Conc. 2 Status Message
0s 1 00:08:42| COLCHESTER PD D C DEWEY REFUSED i 0.094

057 00:26:42 COLCHESTER PD L © DEREY | I 0.092

057 00:32:17] COLCHESTER PD D C DEWEY i 0.08=

i : 00:35:56 COLCHESTER PD E C DEweY 0.093

35/02/2015 COLCHESTER PD ACK LEHNEMAN 0,000 087

05/10/2015 COLCHESTER PD MICHAEL FISH REFUSED B |
05/10/2015 COLCHESTER PD JEREMY A WYSKIEL 0.245 0.241 G.0598 10.095
05/16/2015 COLCHESTER PD D C DEWEY REFUSED G.0%6

05/17/2015 COLCHESTER PD MICHAEL FISH 0.118 0.119 §.0%8 0.095
05/22/2015 COLCHESTER PD STEPHEN GUTIERREZ REFUSED 0.096
05/23/2015 04:12:36| COLCHESTER PD JACK LEHNEMAN [ REFUSED 0.096

. |
DMT Serial Number #100157 Page 1 of 1 _ 06/10/2015 11:22 AM




Status
Date
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05/05/2015
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DMT Serial Number #100157

Test Type

DUI Subject Record

DUI Subject Record

DUI Subject Record —
Accuracy & Precision Records

Status Record History

| Simulator Out of Range

| Simulator Out of Range

Simulator Out of Range

Status

Simulator Timed Out
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